
rFS1PARAGON 225 Commerce Drive. Fort Collins, Colorado 1.{O524 

TP: (800) 443·1511 • PH; (970'1490-1511 • FX: (970) 490,1522lJ@ANAlYTICS www,paragonlabs.colll 

ADivision of OatoChem Loboratories, Inc. -------------------------­

June 12, 2008 

Ms. Kim Granzow 

NMED DOE Oversight Bureau 

134 State Rd. 4, Suite A 

White Rock NM 87544 


Re: 	 Paragon Workorder: 08-05-113 

Client Project Name: None Submitted 

Client Project Number: 05-12.08-557(HWB R-ll & R-36) 


Dear Ms. Granzow: 

Ten water samples were received from NMED DOE Oversight Bureau on May 14,2008. 
The samples were scheduled for the following analyses: 

Metals pages 1-23 Isotopic Curium pages 1-11 
Perchlorate pages 1-12 Isotopic Plutonium pages 1-13 
Neptunium-237 pages 1-12 Isotopic Americium pages 1-11 
GC/MS Volatiles pages 1-18 GC/MS Semivolatiles pages 1-19 

The results for these analyses are contained in the enclosed reports. 

Thank you for your confidence in Paragon Analytics. Should you have any questions, please 
call. 

Paragon Analytics 
Lance Steere 
Senior Project Manager 

LRS/mh 
Enclosure (s): Report and CD 

31494 
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/ 
Paragon Analytics 

Sample Number(s) Cross-Reference Table 

Paragon OrderNum: 0805113 
Client Name: NMED DOE Oversight Bureau 

Client Project Name: 
Client Project Number: 05-12.08-557(HWB R-11 & R-36) 

Client PO Number: 06-667-55-01754 

Client Sample --Il.~bSamplel-coc N~-;"ber I Matrix Oat~--"-'-·-Ti;e I 
Number Number .__. _..... .__ ..._._ LC~~~~cte~ Lc.0lle~ted. 

R-11-S-12-08-CI04 0805113-1 WATER 12-May-OB 11:47 
.~--- --~~---

R-11-5-12-08-MET OB05113-2 WATER 12-May-08 11:47 
'_-,... ----_.­

R-11-5-12-08-VOC 0805113-3 WATER 12-May-08 11:47 
. -.-".~-.""-,---. --.- _._. --,- ­

R-11-S-12-08-SVOC 0805113-4 WATER 12-May-08 11:47 -. ,'._- _._-- "-'--,. 
R-11-5-12-08-RAD 080S113-5 WATER 12-May-08 11:47 

. ---.- --_.. '.-_._-.'-- -~. -_. --,,"'-- - ----_._-,.....__. 

R-36-5-12-08-CI04 0805113-6 WATER 12-May-08 14:20 

R-36-5-12-08-MET 0805113-7 WATER 12-May-08 14:20 


._.• _." 'M__ ._., __ "_ 

R-36-S-12-08-VOC 0805113-8 WATER 12-May-08 14:20 
__._ __'_,_, __ "__~. ~'_H ._- -- ... _. ..~-

R-36-5-12-08-SVOC 0805113-9 WATER 12-May-08 14:20 
'-"'-,'''' 

R-36-5-12-08-RAD 0805113-10 WATER 12-May-08 14:20 

Page 1 of 1 Paragon Ana/ytics Date Printed: Wednesday, May 14, 2008 
lIMS Version 6.141A 



SHIP TO: 

Paragon Analytics 
225 Commerce Drive 
Fort Collins, CO 80524 
(970)490-1511 

O<t05 113 
Chain of Custody Record 

MAIL REPORT TO: 

Kim Granzow 

NMED-DOE Oversight Bureau 
134 Stale Road 4, Sufte A 
White Rock, New Mexico 87544 
kgranzow@lanl.gov 

Inillals BILL TO: 

KG 
(505)67:2-0447 

Dave CobraifllCathy Herrera 

New Mexico Environ. Dept. Hazardous Waste Bureau 
2905 Rodeo Park Drive East, Bldg 1 

Santa Fe, NM 87505-2567 

r-__-T~__~__~~--~____-r----_,~~~5-4~7~605~~~5-4_r7~~0~1-7~----r_--._------------~ 

I 

Project Number: 05.12.08-557(HWB R-11 & R­
(Lab i"IfOice Use O"/yJ 36) 
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FINA FlNitrie NFIHCl NFINA 

HWB Cost Code 002731103 

Lab 10 Number NMED - Sample 10 Date I Time 

(i) IR-11-5-12-08-CI04 5/1Z12008 I 11:47 I L~, 
I:'ll IR-11-5-12-08-MET 5/1Z12008 I 11:47 I Ex:;['X " 
fj) IR-11-5-12-08-VOC 511Z12008 I 11:47 I I 'X, 

_--+;;c.__-tR-11 .5-12-08-SVOC 5/1:,:ZI:,:2"'O=.:08=--__-I--.:.;c.:..;..:.-+__t-_-I-_-t­__t-"'-'­
R-11-5-12-08-RAD 5/1 Zl2008 

~ 
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NFlNitric 

309 

550,00 

I Total cost = $2,490 

1 L cubltainer 

500 ml "algene 

:1 4O·ml VOA vials 

2 1-L a mbar glass 

4 L cubltalner 

I<;-t~f ~\ZJ R-36-5·12-08-CI04 5/1Z12008 14:20;X " 'I Lcubltalner ------­15 R-36-5·12-08-MET 5/1 Zl2008 14:20 I. X" I 'X:·,;: 500 ml nalgene 

f--- ' )' R-36-5-12-08-VOC 5/1 Zl2008 14:20 . 'X. ' ,'. 2 M)·ml VOA vials 

l(q) R-36-S-12-08-SVOC 511Z12008 14:20 '~ 21.Lamber glass--;

J,M R-36·5-12-08-RAD 5/1Z12008 14~O l-:~,;,., 4Lcubltalner 

--------r----+---+--_+--~--_+---+----+_--+---~--~--~I---

Date/Time Relinquj6hed Bll:" 2 2 2 2 2 2 

5113/06 1:30 PM J<:.uH 'lA._~,1bL ,IQn Sign 
",I I Comments: Lance - Please send the invoice to HWB clo Dave CobrainiCathy Herrera. Also - Please 

Kim Granzow run 1,4-dioxane analysis Thanks. Kim 

Print Print 
NMED DOE 06 Co.lOrg. CoJOrg. QC Level: Standard 

OatelTime OatelTlme Received By: QC Required: MS MSD Blank 

5'- JL[-og CAv&l ~b!, Sign Tum Around Time (TAT): Standard I Dli30 Ck~1 TriMhlE. /Print
'" ',':;' PJ\'1'1'\1O'h Co./Org, IPlace "X" in box if there are less than 5 total samples for shipping costs. 

i' 
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CONDITlON OF SAMPLE UPO}'; RECEIPT FORM Paragon Ana/yties 

Client: 1'1f'rI f: D Workorder No: __..O....K""'o.....S""'r....I...3______ 

Project Manager: L 5 Initials: cr Date: 5 - Ilf ~ot 

I. Does this project require any special handling in addition to standard Paragon procedures? YES @---_._----_.--------_._----_._---------_. -~--.--..__ .­
:._ Are custo~xseals on shipping ~.!l!!_~ine~ in_tact?__. ___ . ______~~-._~ '.._ NO 

3. Are Custody seals on sample containers intact? •NONE' ~, NO 

t~;;~6~~~:~~~~=::~];~;;~~::t::d~;S~-=-:=~~-~~ -~~--
6. Is the COC in agreement with samples received? (IDs, dates, times, no. of samples, no. ~: NO

of containers, matrix, requested analyses, etc.) 

; --W~~~ airbills I shi~~-'doc~me~ts pr~~~~~~~dlor removabl-;?--·~---------:~RoP·;~fr-@2;-·--NO--.• -
~Areall aque~us s~mples requirl.;~-;;;e-;:-;.ti~~ --;;;;;~ed correc!lI? (e~~ludi~~-vOl~tii~s) ___~ N~A-"T--~~~NO -

9_ Are all aqueous non-preserved samples pH 4-9? N/A ; ~ NO 

~; Is there su~cie~t sample for th_e req~ested-;;IYses? _. - . ..___ __~ ,_~@~- NO ~ 
~~~..:re all samples place~ in the proper cont~~~~s for the requested ~alyses? __.__ _! ~ ! ~~__ 

l2. Are all samples within holding times for the requested analyses? . ~, NO
1-------'---_·_--_·"'---_·_--------_·_--­ ----.--.------------ ­
13. Were all sample containers re~:ived inta~t? (not broken or leaking, etc_}.__________ ' ~___..__ N?__ 
14. Are all samples requiring no headspace (VOC, ORO, Rx CN/S, radon), headspace free1­~~ NO 

Size of bubble: __ < green pea __> green pea S~l'l-~' . ~. 
~.- ~.- -

15. Were samples checked for and free from the presence of residual chlorine? 
(Applicable when PM has indicated samples are from n chlorinated water source; nole jf field preservation with sodium i C®. YES I 

~ was not ,h,.~.,j ) NO 

16. Were the samples shipped on ~~_e?_.______._____~_____~_________----=-:-::__I__~"=__=__:__: __N_..O___ I 

(#4) : o~~:· (YEs): NO17. Were cooler temperatures measured at O. J-6.0°C? IRglln used": #2 

Cooler#: I ;;>.. 

Temperature (uC): ~,O'" 'S.iI ' 
No. of custody seals on cooler: 0 0 

DOT 

SUI1lSY' ExtemalllRJhr reading: 1(, {/, 
Avceplanc.. 

Inlonnalion Background jJ.R/hr reading: 13 

Were external J.lRfhr readings S two times background and within DOT acceptance criteria? ~I NO I NA (If no. see Form 008.) 

Additional Information: PROVIDE DETAILS BELOW FOR A NO RESPONSE TO ANY QUESTION ABOVE. EXCEPT #1 AND 1116 

._._-_.__._------- ...---.------.----- .._-_._------ ._._--- ..----.---~--------- ..__ ... ---_.__ .. -_ ..._-_ ..... 

---_._-_._----_..----.--~--- ..----...--- ...-.---..----... -.--.-.. -.- --_....----.. - .__ ... --- ... ---.----- ­

-------_..-	 .--.-----.- ._-- ._----­--~-

- ..... _.. __._- ---.---------.-------.--- ..----..-- --_._. __._----------_._----. ---- --­

If"",I;"bl. WG "" 'Ii'"' "'".,,"', YES! NO I NA ______c~=.____---,,--------- Datelrime: 

Project Manager Signature I Date: 	 ~ f'/L 'i lo f 
L 

"IR Gun 112: Oakton. SN 29922500201-0066 ·JR Gun #4: Oakton. SN 2372220JOJ-0002 

Form 201r20.xls (12127/07) 
Page 1 of_l_ 
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Paragon OrderNum: 0805113
Client Name: NMED DOE Oversight Bureau

Client Project Name:
Client Project Number: 05.12.08-557(HWB R-11 & R-36)

Client PO Number: 06-667-55-01754

Paragon Analytics

Lab Sample 
Number

Client Sample 
Number

Matrix Date 
Collected

Time 
Collected

COC Number

Sample Number(s) Cross-Reference Table

0805113-1R-11-5-12-08-ClO4 WATER 12-May-08 11:47
0805113-2R-11-5-12-08-MET WATER 12-May-08 11:47
0805113-3R-11-5-12-08-VOC WATER 12-May-08 11:47
0805113-4R-11-5-12-08-SVOC WATER 12-May-08 11:47
0805113-5R-11-5-12-08-RAD WATER 12-May-08 11:47
0805113-6R-36-5-12-08-ClO4 WATER 12-May-08 14:20
0805113-7R-36-5-12-08-MET WATER 12-May-08 14:20
0805113-8R-36-5-12-08-VOC WATER 12-May-08 14:20
0805113-9R-36-5-12-08-SVOC WATER 12-May-08 14:20
0805113-10R-36-5-12-08-RAD WATER 12-May-08 14:20

Page 1 of 1 Paragon Analytics Tuesday, June 10, 2008Date Printed:
LIMS Version:  6.157A
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Neptunium-237 By Alpha Spectroscopy

PAI 714 Rev 11Method Blank Results

Prep SOP: PAI 765 Rev 4
Final Aliquot: 1000 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080519-4MB

Date Analyzed: 24-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080519-4

Run ID: AS080519-4A
QCBatchID: AS080519-4-1 Result Units: pCi/l

File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

PAI 714 Rev 11

CASNO Requested
 MDC

Np-23713994-20-2 U0.017-0.0032 +/- 0.0080 0.05

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Np-237+ 88.913.88 12.3 pCi/l 40 - 110 %

Data Package ID: NAS0805113-1

Page 1 of 1Paragon AnalyticsTuesday, June 10, 2008Date Printed:
LIMS Version:  6.157A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - Requested MDC not met.

B3 - Analyte concentration greater than MDC but less than Requested MDC.

B - Analyte concentration greater than MDC.

BDL - Below Detection Limit

7



Neptunium-237 By Alpha Spectroscopy
PAI 714 Rev 11

Laboratory Control Sample(s)

Prep SOP: PAI 765 Rev 4
Final Aliquot: 1000 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080519-4LCS

Date Analyzed: 24-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080519-4

Run ID: AS080519-4A
QCBatchID: AS080519-4-1 Result Units: pCi/l

File Name:Spectrum #1

Target 
Nuclide

Lab 
Qualifier

Spike Added Control
 LimitsResults +/- s TPU2

MDC % RecCASNO

Np-237 3.29 1.29 0.00478 P4.63 71.1 65 - 135+/-13994-20-2

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Np-237+ 88.913.88 12.3 pCi/l 40 - 110 %

Data Package ID: NAS0805113-1

Page 1 of 2Paragon AnalyticsTuesday, June 10, 2008Date Printed:
LIMS Version:  6.157A

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)LT - Result is less than Requested MDC, greater than sample specific MDC.

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.

8



Neptunium-237 By Alpha Spectroscopy
PAI 714 Rev 11

Laboratory Control Sample(s)

Prep SOP: PAI 765 Rev 4
Final Aliquot: 1000 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080519-4LCSD

Date Analyzed: 24-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080519-4

Run ID: AS080519-4A
QCBatchID: AS080519-4-1 Result Units: pCi/l

File Name:Spectrum #1

Target 
Nuclide

Lab 
Qualifier

Spike Added Control
 LimitsResults +/- s TPU2

MDC % RecCASNO

Np-237 4.54 1.78 0.0159 P4.63 98.2 65 - 135+/-13994-20-2

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Np-237+ 88.913.88 12.3 pCi/l 40 - 110 %

Data Package ID: NAS0805113-1

Page 2 of 2Paragon AnalyticsTuesday, June 10, 2008Date Printed:
LIMS Version:  6.157A

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)LT - Result is less than Requested MDC, greater than sample specific MDC.

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.

9



Neptunium-237 By Alpha Spectroscopy
PAI 714 Rev 11

Duplicate Sample Results (DER)

Prep SOP: PAI 765 Rev 4
Final Aliquot: 1000 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID:
Lab ID: AS080519-4LCSD

Date Analyzed: 24-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080519-4

Run ID: AS080519-4A
QCBatchID: AS080519-4-1

Result Units: pCi/l
File Name:Spectrum #1

Prep Basis: Unfiltered
Moisture(%): NA

Analyte          Sample                   Duplicate          DER Control
Limit

Lab 
QualifiersResult +/- s TPU2 Result +/- s TPU2

CASNO

Np-237 0.57 2.13 P13994-20-2 4.5 +/- 1.83.3 +/- 1.3

Data Package ID: NAS0805113-1

Page 1 of 1Paragon AnalyticsTuesday, June 10, 2008Date Printed:
LIMS Version:  6.157A

Comments:

Duplicate Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

DER - Duplicate Error Ratio (see PAI SOP 715)

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

LT - Result is less than Request MDC, greater than sample specific MDC

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

W - DER is greater than Warning Limit of 1.42

D - DER is greater than Control Limit of  2.13
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Neptunium-237 By Alpha Spectroscopy
PAI 714 Rev 11
Sample Results

Prep SOP: PAI 765 Rev 4
Final Aliquot: 1000 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID: R-11-5-12-08-RAD

Lab ID: 0805113-5

Date Analyzed: 23-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 19-May-08

Prep Batch: AS080519-4

Run ID: AS080519-4A
QCBatchID: AS080519-4-1

Result Units: pCi/l
File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  309

CASNO Requested
 MDC

Np-237 U0.024-0.0018 +/- 0.01113994-20-2 0.05

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Np-237+ 80.813.88 11.2 pCi/l 40 - 110 %

Data Package ID: NAS0805113-1

Page 1 of 2Paragon AnalyticsTuesday, June 10, 2008Date Printed:
LIMS Version:  6.157A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit
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Neptunium-237 By Alpha Spectroscopy
PAI 714 Rev 11
Sample Results

Prep SOP: PAI 765 Rev 4
Final Aliquot: 1000 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID: R-36-5-12-08-RAD

Lab ID: 0805113-10

Date Analyzed: 23-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 19-May-08

Prep Batch: AS080519-4

Run ID: AS080519-4A
QCBatchID: AS080519-4-1

Result Units: pCi/l
File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  309

CASNO Requested
 MDC

Np-237 U0.0180.0078 +/- 0.01113994-20-2 0.05

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Np-237+ 75.213.88 10.4 pCi/l 40 - 110 %

Data Package ID: NAS0805113-1

Page 2 of 2Paragon AnalyticsTuesday, June 10, 2008Date Printed:
LIMS Version:  6.157A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit
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Paragon Analytics 
METALS CASE NARRATIVE 

NMED DOE Oversight Bureau 
05.12.08-557(HWB R-11 & R-36) 

Order Number - 0805113 
  

1. This report consists of 2 water samples.   

2. The samples were received cool and intact on 05/14/08.  

3. The samples were to be analyzed for dissolved metals.  The samples had been 
filtered prior to receipt, and had a pH less than 2 upon receipt.  

4. The samples were prepared for analysis based on SW-846, 3rd Edition procedures. 

For analysis by Trace ICP and ICP-MS, the samples were digested following 
method 3005A and PA SOP 806 Rev. 13.  

The samples were prepared for ICP-MS analysis of arsenic and selenium by 
passing the digested samples and associated QC through a cation exchange 
column. The cation exchange column removes cations from the matrix and 
eliminates the CaCl+ (mass 75) interferences on arsenic. 

For analysis by Cold Vapor AA (CVAA), the samples were digested following 
method 7470A and PA SOP 812 Rev. 14. 

5. The samples were analyzed following SW-846, 3rd Edition procedures. 

 Analysis by Trace ICP followed method 6010B and PA SOP 834 Rev. 7.  

The relationship between intensity and concentration for each element is 
established using at least four standards, one of which is a blank solution.   

During sample analysis concentrations are computed by the software and the 
results are printed in mg/L.  The instrument software does not provide a 
printout which gives both intensity and concentration.  The validity of the 
calibration equation is tested by analyzing the following solutions:  a blank, a 
low level check solution with concentrations near the reporting limit, an Initial 
Calibration Verification (ICV) standard from a 2nd source standard solution 
with concentrations near the middle of the analytical range, a Continuing 
Calibration Verification (CCV) standard with concentrations at two times 
those in the ICV, and a readback of the highest calibration standard. 

1



These solutions provide verification that the calibration equations are 
functioning properly throughout the analytical range of the instrument.  
During sample analysis dilutions are made for analytes found at 
concentrations above the highest calibration standard.  No results are taken 
from extrapolations beyond the highest standard. 

Analysis by ICP-MS followed method 6020A and PA SOP 827 Rev. 6. 

The relationship between intensity and concentration for each element is 
established using at least four standards, one of which is a blank solution. A 
calibration equation relating instrument response to concentration is 
developed by the instrument software.  The equation is a higher order 
polynomial.  This type of equation is used to improve quantitation accuracy at 
lower concentrations where the relationship between concentration and 
instrument response is non-linear. 

During sample analysis concentrations are computed by the software and the 
results are printed in ug/L.  The validity of the calibration equation is tested 
by analyzing the following solutions:  a blank, a low level check solution with 
concentrations near the reporting limit, an Initial Calibration Verification 
(ICV) standard from a 2nd source standard solution with concentrations near 
the middle of the analytical range, a Continuing Calibration Verification 
(CCV) standard with concentrations near the middle of the analytical range 
but different than those in the ICV, and a readback of the highest calibration 
standard. 

These solutions provide verification that the calibration equations are 
functioning properly throughout the analytical range of the instrument.  
During sample analysis dilutions are made for analytes found at 
concentrations above the highest calibration standard.  No results are taken 
from extrapolations beyond the highest standard. 

Analysis by CVAA followed method 7470A and PA SOP 812 Rev. 14. 

The relationship between intensity and concentration is determined daily, 
prior to sample analysis.  At least five standards and a blank solution are 
analyzed to establish the calibration curve.  The instrument software performs 
a linear regression to fit the calibration data to a curve of the form: 

 conc. = B * I + C 

where:   conc. =  concentration 

 B       =  slope coefficient 

 I        =  intensity 

 C       =  intercept coefficient 

A printout summarizing the calibration data supplies the calibration curve and 
correlation coefficient.  During sample analysis both intensity and 
concentration values are printed.  Dilutions are made for concentrations above 
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the highest calibration standard.  No results are taken from extrapolations 
above the highest standard. 

6. All standards and solutions are NIST traceable and were used within their 
recommended shelf life. 

7. The samples were prepared and analyzed within the established hold times.  

All in house quality control procedures were followed, as described below. 

8. General quality control procedures. 

 A preparation (method) blank and laboratory control sample were digested 
and analyzed with the samples in each digestion batch.  There were not more 
than 20 samples in each digestion batch. 

 The preparation (method) blank associated with each digestion batch was 
below the practical quantitation limit for each requested analyte. 

 The laboratory control sample associated with each digestion batch was 
within the acceptance limits.  This indicates complete digestion according to 
the method. 

 All initial and continuing calibration blanks associated with each analytical 
batch were below the practical quantitation limits for the requested analytes. 

 All initial and continuing calibration verifications associated with each 
analytical batch were within the acceptance criteria for the requested analytes.   
This indicates a valid calibration and stable instrument conditions.   

 The high standard readbacks associated with Method 6010B and 6020A 
analyses were within acceptance criteria. 

 The interference check samples associated with Method 6010B were within 
acceptance criteria. 

 The interference check samples associated with Method 6020A were 
analyzed.  

9. Matrix specific quality control procedures. 

 Sample 0805113-2 was designated as the quality control sample for the Trace ICP 
and ICP-MS analyses.  Per method requirements, matrix QC was performed for 
the mercury analysis.  Since a sample from this order number was not the selected 
quality control (QC) sample, matrix specific QC results are not included in this 
report. 

 Similarity of matrix and therefore relevance of the QC results should not be 
automatically inferred for any sample other than the native sample selected for 
QC.   

 A matrix spike and matrix spike duplicate were digested and analyzed with 
each ICP batch.  All acceptance criteria for accuracy were met.  

 A sample duplicate and matrix spike duplicate were digested and analyzed 
with each ICP batch.  All acceptance criteria for precision were met.  
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Inorganic Data Reporting Qualifiers 
 
The following qualifiers are used by the laboratory when reporting results of inorganic 
analyses. 
 
• Result qualifier -- A “B” is entered if the reported value was obtained from a reading that 

was less than the Practical Quantitation Limit but greater than or equal to the Instrument 
Detection Limit (IDL).  If the analyte was analyzed for but not detected a “U” is entered. 

 
• QC qualifier -- Specified entries and their meanings are as follows: 
 

E   -    The reported value is estimated because of the presence of interference.  An 
explanatory note may be included in the narrative. 

 
M  -   Duplicate injection precision was not met. 
 
N  -    Spiked sample recovery not within control limits.  A post spike is analyzed for all 

ICP analyses when the matrix spike and or spike duplicate fail and the native 
sample concentration is less than four times the spike added concentration. 

 
Z  - Spiked recovery not within control limits. An explanatory note may be included 

in the narrative. 
 
*   -    Duplicate analysis (relative percent difference) not within control limits. 
 

S   - SAR value is estimated as one or more analytes used in the calculation were not 
detected above the detection limit. 

5



Paragon OrderNum: 0805113
Client Name: NMED DOE Oversight Bureau

Client Project Name:
Client Project Number: 05.12.08-557(HWB R-11 & R-36)

Client PO Number: 06-667-55-01754

Paragon Analytics

Lab Sample 
Number

Client Sample 
Number

Matrix Date 
Collected

Time 
Collected

COC Number

Sample Number(s) Cross-Reference Table

0805113-1R-11-5-12-08-ClO4 WATER 12-May-08 11:47
0805113-2R-11-5-12-08-MET WATER 12-May-08 11:47
0805113-3R-11-5-12-08-VOC WATER 12-May-08 11:47
0805113-4R-11-5-12-08-SVOC WATER 12-May-08 11:47
0805113-5R-11-5-12-08-RAD WATER 12-May-08 11:47
0805113-6R-36-5-12-08-ClO4 WATER 12-May-08 14:20
0805113-7R-36-5-12-08-MET WATER 12-May-08 14:20
0805113-8R-36-5-12-08-VOC WATER 12-May-08 14:20
0805113-9R-36-5-12-08-SVOC WATER 12-May-08 14:20
0805113-10R-36-5-12-08-RAD WATER 12-May-08 14:20

Page 1 of 1 Paragon Analytics Thursday, June 05, 2008Date Printed:
LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6010B

Dissolved ICP Metals

Field ID: R-11-5-12-08-MET

Date Analyzed: 22-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IT080522-2A3
QCBatchID: IP080521-1-1

Sample Results

Result Units: mg/l

File Name:080522A.

Lab ID: 0805113-2

Clean DF: 1

Prep Method: SW3005 Rev A
Analysis ReqCode:  203

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

Dilution 
Factor

IDL

7429-90-5 0.11ALUMINUM U0.0380.1

7440-39-3 0.0021BARIUM 0.0000950.037

7440-41-7 0.0011BERYLLIUM U0.000420.001

7440-70-2 0.51CALCIUM 0.003822

7440-47-3 0.0051CHROMIUM 0.000570.023

7440-48-4 0.0021COBALT U0.000760.002

7440-50-8 0.0021COPPER 0.000590.0032

7439-89-6 0.051IRON B0.00290.025

7439-95-4 0.51MAGNESIUM 0.00475.9

7439-96-5 0.0021MANGANESE B0.000130.00045

7440-02-0 0.0051NICKEL B0.000680.00089

7440-09-7 0.51POTASSIUM 0.0441.4

7440-23-5 0.51SODIUM 0.002610

7440-62-2 0.0051VANADIUM 0.000430.0069

7440-66-6 0.0051ZINC 0.00120.012

Page 1 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IT0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6010B

Dissolved ICP Metals

Field ID: R-36-5-12-08-MET

Date Analyzed: 22-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IT080522-2A3
QCBatchID: IP080521-1-1

Sample Results

Result Units: mg/l

File Name:080522A.

Lab ID: 0805113-7

Clean DF: 1

Prep Method: SW3005 Rev A
Analysis ReqCode:  203

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

Dilution 
Factor

IDL

7429-90-5 0.11ALUMINUM U0.0380.1

7440-39-3 0.0021BARIUM 0.0000950.036

7440-41-7 0.0011BERYLLIUM U0.000420.001

7440-70-2 0.51CALCIUM 0.003819

7440-47-3 0.0051CHROMIUM 0.000570.0067

7440-48-4 0.0021COBALT U0.000760.002

7440-50-8 0.0021COPPER U0.000590.002

7439-89-6 0.051IRON B0.00290.041

7439-95-4 0.51MAGNESIUM 0.00474.3

7439-96-5 0.0021MANGANESE 0.000130.01

7440-02-0 0.0051NICKEL 0.000680.0054

7440-09-7 0.51POTASSIUM 0.0442

7440-23-5 0.51SODIUM 0.002613

7440-62-2 0.0051VANADIUM 0.000430.014

7440-66-6 0.0051ZINC 0.00120.097

Page 2 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IT0805113-1

LIMS Version:  6.153A

11



Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6020A

Dissolved ICPMS Metals

Field ID: R-11-5-12-08-MET

Date Analyzed: 28-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IM080528-1A2
QCBatchID: IP080521-1-2

Sample Results

Result Units: mg/l

File Name:28MAY08A

Lab ID: 0805113-2

Clean DF: 1

Prep Method: SW3005 Rev A
Analysis ReqCode:  203

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

Dilution 
Factor

IDL

7440-36-0 0.000310ANTIMONY B0.0000490.00012

7440-38-2 0.00210ARSENIC B0.000220.0012

7440-43-9 0.000310CADMIUM U0.0000550.0003

7439-92-1 0.000510LEAD B0.0000260.00013

7782-49-2 0.00110SELENIUM B0.00040.00097

7440-22-4 0.000110SILVER B0.0000240.00003

7440-28-0 0.000210THALLIUM B0.0000110.000039

7440-61-1 0.000110URANIUM 0.00000350.00067

Page 1 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IM0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6020A

Dissolved ICPMS Metals

Field ID: R-36-5-12-08-MET

Date Analyzed: 28-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IM080528-1A2
QCBatchID: IP080521-1-2

Sample Results

Result Units: mg/l

File Name:28MAY08A

Lab ID: 0805113-7

Clean DF: 1

Prep Method: SW3005 Rev A
Analysis ReqCode:  203

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

Dilution 
Factor

IDL

7440-36-0 0.000310ANTIMONY 0.0000490.00033

7440-38-2 0.00210ARSENIC B0.000220.0019

7440-43-9 0.000310CADMIUM U0.0000550.0003

7439-92-1 0.000510LEAD 0.0000260.00073

7782-49-2 0.00110SELENIUM B0.00040.00075

7440-22-4 0.000110SILVER B0.0000240.000027

7440-28-0 0.000210THALLIUM B0.0000110.000058

7440-61-1 0.000110URANIUM 0.00000350.00034

Page 2 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IM0805113-1

LIMS Version:  6.153A
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Lab Name:
Client Name: NMED DOE Oversight Bureau

Client Project ID:  05.12.08-557(HWB R-11 & R-36)
Work Order Number: 0805113

Reporting Basis: As Received Matrix: WATER

Paragon Analytics

Client Sample ID Lab ID
Percent  
Moisture Result

Date 
Collected

Reporting 
Limit Flag

Result Units:

Dissolved MERCURY
Method SW7470

Dilution 
Factor

Date 
Analyzed

Date 
Prepared

Sample Results

Final Volume: 20 g

Sample 
Aliquot

mg/l

IDL

0805113-2R-11-5-12-08-MET 5/12/2008 0.0001N/A 15/19/2008 05/20/2008 20 gB0.0000160.000016

0805113-7R-36-5-12-08-MET 5/12/2008 0.0001N/A 15/19/2008 05/20/2008 20 gB0.0000160.000016

Comments:

1.  ND or U  = Not Detected at or above the client requested detection limit.

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: HG0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6010B

ICP Metals

Date Analyzed: 22-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IT080522-2A3
QCBatchID: IP080521-1-1

Method Blank

Lab ID: IP080521-1MB

mg/lResult Units:

File Name: 080522A.

Clean DF: 1

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

DF IDL

7429-90-5 ALUMINUM 0.1 U1 0.0380.1

7440-39-3 BARIUM 0.002 U1 0.0000950.002

7440-41-7 BERYLLIUM 0.001 U1 0.000420.001

7440-70-2 CALCIUM 0.5 B1 0.0038-0.02

7440-47-3 CHROMIUM 0.005 U1 0.000570.005

7440-48-4 COBALT 0.002 U1 0.000760.002

7440-50-8 COPPER 0.002 U1 0.000590.002

7439-89-6 IRON 0.05 B1 0.00290.0048

7439-95-4 MAGNESIUM 0.5 B1 0.0047-0.0087

7439-96-5 MANGANESE 0.002 U1 0.000130.002

7440-02-0 NICKEL 0.005 U1 0.000680.005

7440-09-7 POTASSIUM 0.5 B1 0.0440.15

7440-23-5 SODIUM 0.5 B1 0.00260.13

7440-62-2 VANADIUM 0.005 U1 0.000430.005

7440-66-6 ZINC 0.005 U1 0.00120.005

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IT0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6010B

ICP Metals

Laboratory Control Sample

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 05/22/2008

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 05/21/2008

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IT080522-2A3
QCBatchID: IP080521-1-1

Lab ID: IP080521-1LCS

mg/lResult Units:
Clean DF: 1

File Name: 080522A.Prep Method: SW3005A

ALUMINUM 2 0.12.1 105 80 - 120%7429-90-5

BARIUM 2 0.0021.99 100 80 - 120%7440-39-3

BERYLLIUM 0.05 0.0010.0515 103 80 - 120%7440-41-7

CALCIUM 40 0.540.8 102 80 - 120%7440-70-2

CHROMIUM 0.2 0.0050.205 102 80 - 120%7440-47-3

COBALT 0.5 0.0020.491 98 80 - 120%7440-48-4

COPPER 0.25 0.0020.26 104 80 - 120%7440-50-8

IRON 1 0.051.2 120 80 - 120%7439-89-6

MAGNESIUM 40 0.541 103 80 - 120%7439-95-4

MANGANESE 0.5 0.0020.514 103 80 - 120%7439-96-5

NICKEL 0.5 0.0050.501 100 80 - 120%7440-02-0

POTASSIUM 40 0.537.2 93 80 - 120%7440-09-7

SODIUM 40 0.538.2 96 80 - 120%7440-23-5

VANADIUM 0.5 0.0050.51 102 80 - 120%7440-62-2

ZINC 0.5 0.0050.569 114 80 - 120%7440-66-6

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IT0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6010B
ICP Metals

Matrix Spike And Matrix Spike Duplicate

Target Analyte MS 
Result

Reporting 
Limit

MS 
Qual

Spike 
Added

MS % 
Rec.

Control 
Limits

Sample 
Result

Samp 
Qual

CASNO

Date Analyzed: 22-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IT080522-2A3
QCBatchID: IP080521-1-1

LabID: 0805113-2MS
Field ID: R-11-5-12-08-MET

Result Units: mg/l

Prep Method: SW3005 Rev A

File Name: 080522A.

ALUMINUM 20.1 106 80 - 120%7429-90-5 0.1 U 2.11

BARIUM 20.002 100 80 - 120%7440-39-3 0.037 2.04

BERYLLIUM 0.050.001 104 80 - 120%7440-41-7 0.001 U 0.052

CALCIUM 400.5 103 80 - 120%7440-70-2 22 63.4

CHROMIUM 0.20.005 102 80 - 120%7440-47-3 0.023 0.227

COBALT 0.50.002 98 80 - 120%7440-48-4 0.002 U 0.492

COPPER 0.250.002 105 80 - 120%7440-50-8 0.0032 0.267

IRON 10.05 94 80 - 120%7439-89-6 0.025 B 0.961

MAGNESIUM 400.5 103 80 - 120%7439-95-4 5.9 47.3

MANGANESE 0.50.002 103 80 - 120%7439-96-5 0.00045 B 0.515

NICKEL 0.50.005 100 80 - 120%7440-02-0 0.00089 B 0.503

POTASSIUM 400.5 96 80 - 120%7440-09-7 1.4 39.8

SODIUM 400.5 99 80 - 120%7440-23-5 10 50.1

VANADIUM 0.50.005 102 80 - 120%7440-62-2 0.0069 0.517

ZINC 0.50.005 104 80 - 120%7440-66-6 0.012 0.532

Page 1 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IT0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6010B
ICP Metals

Matrix Spike And Matrix Spike Duplicate

Target Analyte Spike 
Added

Reporting 
Limit

MSD % 
Rec.

RPD 
Limit

RPDMSD 
Result

MSD 
Qual

CASNO

Date Analyzed: 22-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IT080522-2A3
QCBatchID: IP080521-1-1

LabID: 0805113-2MSD
Field ID: R-11-5-12-08-MET

Result Units: mg/l

Prep Method: SW3005 Rev A

File Name: 080522A.

ALUMINUM 200.1 07429-90-5 1062.11 2

BARIUM 200.002 07440-39-3 1002.04 2

BERYLLIUM 200.001 07440-41-7 1040.052 0.05

CALCIUM 200.5 07440-70-2 10463.6 40

CHROMIUM 200.005 07440-47-3 1020.227 0.2

COBALT 200.002 07440-48-4 990.494 0.5

COPPER 200.002 07440-50-8 1060.267 0.25

IRON 200.05 67439-89-6 1001.02 1

MAGNESIUM 200.5 07439-95-4 10447.4 40

MANGANESE 200.002 07439-96-5 1030.516 0.5

NICKEL 200.005 07440-02-0 1000.503 0.5

POTASSIUM 200.5 07440-09-7 9639.9 40

SODIUM 200.5 07440-23-5 9950.2 40

VANADIUM 200.005 07440-62-2 1020.518 0.5

ZINC 200.005 07440-66-6 1040.533 0.5

Page 2 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IT0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6020A

ICPMS Metals

Date Analyzed: 28-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IM080528-1A2
QCBatchID: IP080521-1-2

Method Blank

Lab ID: IP080521-1MB

mg/lResult Units:

File Name: 28MAY08A

Clean DF: 1

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

DF IDL

7440-36-0 ANTIMONY 0.0003 U10 0.0000490.0003

7440-38-2 ARSENIC 0.002 U10 0.000220.002

7440-43-9 CADMIUM 0.0003 U10 0.0000550.0003

7439-92-1 LEAD 0.0005 U10 0.0000260.0005

7782-49-2 SELENIUM 0.001 U10 0.00040.001

7440-22-4 SILVER 0.0001 U10 0.0000240.0001

7440-28-0 THALLIUM 0.0002 U10 0.0000110.0002

7440-61-1 URANIUM 0.0001 B10 0.00000350.0000071

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IM0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6020A

ICPMS Metals

Laboratory Control Sample

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 05/28/2008

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 05/21/2008

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IM080528-1A2
QCBatchID: IP080521-1-2

Lab ID: IM080521-1LCS

mg/lResult Units:
Clean DF: 1

File Name: 28MAY08APrep Method: SW3005A

ANTIMONY 0.02 0.00030.02 100 80 - 120%7440-36-0

ARSENIC 0.04 0.0020.0388 97 80 - 120%7440-38-2

CADMIUM 0.02 0.00030.0195 97 80 - 120%7440-43-9

LEAD 0.1 0.00050.101 101 80 - 120%7439-92-1

SELENIUM 0.04 0.0010.0394 98 80 - 120%7782-49-2

SILVER 0.02 0.00010.0206 103 80 - 120%7440-22-4

THALLIUM 0.001 0.00020.000959 96 80 - 120%7440-28-0

URANIUM 0.02 0.00010.0206 103 80 - 120%7440-61-1

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IM0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6020A
ICPMS Metals

Matrix Spike And Matrix Spike Duplicate

Target Analyte MS 
Result

Reporting 
Limit

MS 
Qual

Spike 
Added

MS % 
Rec.

Control 
Limits

Sample 
Result

Samp 
Qual

CASNO

Date Analyzed: 28-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IM080528-1A2
QCBatchID: IP080521-1-2

LabID: 0805113-2MS
Field ID: R-11-5-12-08-MET

Result Units: mg/l

Prep Method: SW3005 Rev A

File Name: 28MAY08A

ANTIMONY 0.020.0003 101 75 - 125%7440-36-0 0.00012 B 0.0202

ARSENIC 0.040.002 98 75 - 125%7440-38-2 0.0012 B 0.0403

CADMIUM 0.020.0003 101 75 - 125%7440-43-9 0.0003 U 0.0202

LEAD 0.10.0005 104 75 - 125%7439-92-1 0.00013 B 0.104

SELENIUM 0.040.001 102 75 - 125%7782-49-2 0.00097 B 0.0416

SILVER 0.020.0001 105 75 - 125%7440-22-4 0.00003 B 0.021

THALLIUM 0.0010.0002 95 75 - 125%7440-28-0 0.000039 B 0.000985

URANIUM 0.020.0001 106 75 - 125%7440-61-1 0.00067 0.0218

Target Analyte Spike 
Added

Reporting 
Limit

MSD % 
Rec.

RPD 
Limit

RPDMSD 
Result

MSD 
Qual

CASNO

Date Analyzed: 28-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 21-May-08

Sample Aliquot: 50
Final Volume: 50

Prep Batch: IP080521-1
% Moisture: N/A

g
g

Run ID: IM080528-1A2
QCBatchID: IP080521-1-2

LabID: 0805113-2MSD
Field ID: R-11-5-12-08-MET

Result Units: mg/l

Prep Method: SW3005 Rev A

File Name: 28MAY08A

ANTIMONY 200.0003 27440-36-0 990.0199 0.02

ARSENIC 200.002 17440-38-2 990.0408 0.04

CADMIUM 200.0003 27440-43-9 990.0198 0.02

LEAD 200.0005 27439-92-1 1010.101 0.1

SELENIUM 200.001 27782-49-2 1000.041 0.04

SILVER 200.0001 27440-22-4 1020.0205 0.02

THALLIUM 200.0002 07440-28-0 950.000987 0.001

URANIUM 200.0001 27440-61-1 1040.0214 0.02

Page 1 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: IM0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW7470A

Mercury

Date Analyzed: 20-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 19-May-08

Sample Aliquot: 20
Final Volume: 20

Prep Batch: HG080519-2
% Moisture: N/A

g
g

Run ID: HG080520-1A3
QCBatchID: HG080519-2-1

Method Blank

Lab ID: HG080519-2MB

mg/lResult Units:

File Name: 08052000

Clean DF: 1

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

DF IDL

7439-97-6 MERCURY 0.0001 B1 0.0000160.000018

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: HG0805113-1

LIMS Version:  6.153A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW7470A

Mercury

Laboratory Control Sample

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 05/20/2008

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 05/19/2008

Sample Aliquot: 20
Final Volume: 20

Prep Batch: HG080519-2
% Moisture: N/A

g
g

Run ID: HG080520-1A3
QCBatchID: HG080519-2-1

Lab ID: HG080519-2LCS

mg/lResult Units:
Clean DF: 1

File Name: 08052000Prep Method: METHOD

MERCURY 0.001 0.00010.00101 101 80 - 120%7439-97-6

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:

Data Package ID: HG0805113-1

LIMS Version:  6.153A
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Paragon OrderNum: 0805113
Client Name: NMED DOE Oversight Bureau

Client Project Name:
Client Project Number: 05.12.08-557(HWB R-11 & R-36)

Client PO Number: 06-667-55-01754

Paragon Analytics

Lab Sample 
Number

Client Sample 
Number

Matrix Date 
Collected

Time 
Collected

COC Number

Sample Number(s) Cross-Reference Table

0805113-1R-11-5-12-08-ClO4 WATER 12-May-08 11:47
0805113-2R-11-5-12-08-MET WATER 12-May-08 11:47
0805113-3R-11-5-12-08-VOC WATER 12-May-08 11:47
0805113-4R-11-5-12-08-SVOC WATER 12-May-08 11:47
0805113-5R-11-5-12-08-RAD WATER 12-May-08 11:47
0805113-6R-36-5-12-08-ClO4 WATER 12-May-08 14:20
0805113-7R-36-5-12-08-MET WATER 12-May-08 14:20
0805113-8R-36-5-12-08-VOC WATER 12-May-08 14:20
0805113-9R-36-5-12-08-SVOC WATER 12-May-08 14:20
0805113-10R-36-5-12-08-RAD WATER 12-May-08 14:20

Page 1 of 1 Paragon Analytics Thursday, June 05, 2008Date Printed:
LIMS Version:  6.154A
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Isotopic Plutonium By Alpha Spectroscopy

PAI 714 Rev 11Method Blank Results

Prep SOP: PAI 777 Rev 9
Final Aliquot: 1530 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080523-2MB

Date Analyzed: 28-May-08

Date Collected: 23-May-08

Sample Matrix: WATER

Date Prepared: 23-May-08

Prep Batch: AS080523-2

Run ID: AS080523-2A
QCBatchID: AS080523-2-1 Result Units: pCi/l

File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

PAI 714 Rev 11

CASNO Requested
 MDC

Pu-23813981-16-3 U0.00330 +/- 0.0060 0.03

Pu-239/24010-12-8 U0.0110 +/- 0.0060 0.03

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Pu-242 76.81.476 1.13 pCi/l 30 - 110 %

Data Package ID: PU0805113-1

Page 1 of 1Paragon AnalyticsFriday, June 06, 2008Date Printed:
LIMS Version:  6.154A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - Requested MDC not met.

B3 - Analyte concentration greater than MDC but less than Requested MDC.

B - Analyte concentration greater than MDC.

BDL - Below Detection Limit
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Isotopic Plutonium By Alpha Spectroscopy
PAI 714 Rev 11

Laboratory Control Sample(s)

Prep SOP: PAI 777 Rev 9
Final Aliquot: 1530 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080523-2LCS

Date Analyzed: 28-May-08

Date Collected: 23-May-08

Sample Matrix: WATER

Date Prepared: 23-May-08

Prep Batch: AS080523-2

Run ID: AS080523-2A
QCBatchID: AS080523-2-1 Result Units: pCi/l

File Name:Spectrum #1

Target 
Nuclide

Lab 
Qualifier

Spike Added Control
 LimitsResults +/- s TPU2

MDC % RecCASNO

Pu-239/240 1.67 0.280 0.00355 P1.54 108 82 - 118+/-10-12-8

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Pu-242 72.31.476 1.07 pCi/l 30 - 110 %

Data Package ID: PU0805113-1

Page 1 of 2Paragon AnalyticsFriday, June 06, 2008Date Printed:
LIMS Version:  6.154A

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)LT - Result is less than Requested MDC, greater than sample specific MDC.

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.
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Isotopic Plutonium By Alpha Spectroscopy
PAI 714 Rev 11

Laboratory Control Sample(s)

Prep SOP: PAI 777 Rev 9
Final Aliquot: 1600 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080523-2LCSD

Date Analyzed: 28-May-08

Date Collected: 23-May-08

Sample Matrix: WATER

Date Prepared: 23-May-08

Prep Batch: AS080523-2

Run ID: AS080523-2A
QCBatchID: AS080523-2-1 Result Units: pCi/l

File Name:Spectrum #1

Target 
Nuclide

Lab 
Qualifier

Spike Added Control
 LimitsResults +/- s TPU2

MDC % RecCASNO

Pu-239/240 1.47 0.243 0.0104 P1.47 99.6 82 - 118+/-10-12-8

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Pu-242 81.21.407 1.14 pCi/l 30 - 110 %

Data Package ID: PU0805113-1

Page 2 of 2Paragon AnalyticsFriday, June 06, 2008Date Printed:
LIMS Version:  6.154A

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)LT - Result is less than Requested MDC, greater than sample specific MDC.

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.
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Isotopic Plutonium By Alpha Spectroscopy
PAI 714 Rev 11

Duplicate Sample Results (DER)

Prep SOP: PAI 777 Rev 9
Final Aliquot: 1600 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID:
Lab ID: AS080523-2LCSD

Date Analyzed: 28-May-08

Date Collected: 23-May-08

Sample Matrix: WATER

Date Prepared: 23-May-08

Prep Batch: AS080523-2

Run ID: AS080523-2A
QCBatchID: AS080523-2-1

Result Units: pCi/l
File Name:Spectrum #1

Prep Basis: Unfiltered
Moisture(%): NA

Analyte          Sample                   Duplicate          DER Control
Limit

Lab 
QualifiersResult +/- s TPU2 Result +/- s TPU2

CASNO

Pu-239/240 0.56 2.13 P10-12-8 1.5 +/- 0.241.7 +/- 0.28

Data Package ID: PU0805113-1

Page 1 of 1Paragon AnalyticsFriday, June 06, 2008Date Printed:
LIMS Version:  6.154A

Comments:

Duplicate Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

DER - Duplicate Error Ratio (see PAI SOP 715)

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

LT - Result is less than Request MDC, greater than sample specific MDC

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

W - DER is greater than Warning Limit of 1.42

D - DER is greater than Control Limit of  2.13
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Isotopic Plutonium By Alpha Spectroscopy
PAI 714 Rev 11
Sample Results

Prep SOP: PAI 777 Rev 9
Final Aliquot: 1110 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID: R-11-5-12-08-RAD

Lab ID: 0805113-5

Date Analyzed: 28-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 23-May-08

Prep Batch: AS080523-2

Run ID: AS080523-2A
QCBatchID: AS080523-2-1

Result Units: pCi/l
File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  309

CASNO Requested
 MDC

Pu-238 U0.0140 +/- 0.009213981-16-3 0.03

Pu-239/240 U0.0140.0094 +/- 0.01010-12-8 0.03

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Pu-242 73.52.029 1.49 pCi/l 30 - 110 %

Data Package ID: PU0805113-1

Page 1 of 2Paragon AnalyticsFriday, June 06, 2008Date Printed:
LIMS Version:  6.154A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit
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Isotopic Plutonium By Alpha Spectroscopy
PAI 714 Rev 11
Sample Results

Prep SOP: PAI 777 Rev 9
Final Aliquot: 1210 ml

Count Time: 1000 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID: R-36-5-12-08-RAD

Lab ID: 0805113-10

Date Analyzed: 28-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 23-May-08

Prep Batch: AS080523-2

Run ID: AS080523-2A
QCBatchID: AS080523-2-1

Result Units: pCi/l
File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  309

CASNO Requested
 MDC

Pu-238 U0.0110 +/- 0.007513981-16-3 0.03

Pu-239/240 U0.0110.0015 +/- 0.007510-12-8 0.03

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Pu-242 81.51.861 1.52 pCi/l 30 - 110 %

Data Package ID: PU0805113-1

Page 2 of 2Paragon AnalyticsFriday, June 06, 2008Date Printed:
LIMS Version:  6.154A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit
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Paragon OrderNum: 0805113
Client Name: NMED DOE Oversight Bureau

Client Project Name:
Client Project Number: 05.12.08-557(HWB R-11 & R-36)

Client PO Number: 06-667-55-01754

Paragon Analytics

Lab Sample 
Number

Client Sample 
Number

Matrix Date 
Collected

Time 
Collected

COC Number

Sample Number(s) Cross-Reference Table

0805113-1R-11-5-12-08-ClO4 WATER 12-May-08 11:47
0805113-2R-11-5-12-08-MET WATER 12-May-08 11:47
0805113-3R-11-5-12-08-VOC WATER 12-May-08 11:47
0805113-4R-11-5-12-08-SVOC WATER 12-May-08 11:47
0805113-5R-11-5-12-08-RAD WATER 12-May-08 11:47
0805113-6R-36-5-12-08-ClO4 WATER 12-May-08 14:20
0805113-7R-36-5-12-08-MET WATER 12-May-08 14:20
0805113-8R-36-5-12-08-VOC WATER 12-May-08 14:20
0805113-9R-36-5-12-08-SVOC WATER 12-May-08 14:20
0805113-10R-36-5-12-08-RAD WATER 12-May-08 14:20

Page 1 of 1 Paragon Analytics Thursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

2



3



4



5



Isotopic Curium By Alpha Spectroscopy

PAI 714 Rev 11Method Blank Results

Prep SOP: PAI 778 Rev 12
Final Aliquot: 1960 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080516-7MB

Date Analyzed: 25-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7B
QCBatchID: AS080516-7-1 Result Units: pCi/l

File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

PAI 714 Rev 11

CASNO Requested
 MDC

Cm-24413981-15-2 U0.011-0.0012 +/- 0.0073 0.05

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 67.51.146 0.774 pCi/l 30 - 110 %

Data Package ID: CM0805113-1

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - Requested MDC not met.

B3 - Analyte concentration greater than MDC but less than Requested MDC.

B - Analyte concentration greater than MDC.

BDL - Below Detection Limit
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Isotopic Curium By Alpha Spectroscopy
PAI 714 Rev 11

Laboratory Control Sample(s)

Prep SOP: PAI 778 Rev 12
Final Aliquot: 1960 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080516-7LCS

Date Analyzed: 25-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7B
QCBatchID: AS080516-7-1 Result Units: pCi/l

File Name:Spectrum #1

Target 
Nuclide

Lab 
Qualifier

Spike Added Control
 LimitsResults +/- s TPU2

MDC % RecCASNO

Cm-244 1.25 0.223 0.0102 P1.43 87.2 79 - 118+/-13981-15-2

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 74.11.146 0.850 pCi/l 30 - 110 %

Data Package ID: CM0805113-1

Page 1 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)LT - Result is less than Requested MDC, greater than sample specific MDC.

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.
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Isotopic Curium By Alpha Spectroscopy
PAI 714 Rev 11

Laboratory Control Sample(s)

Prep SOP: PAI 778 Rev 12
Final Aliquot: 1960 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080516-7LCSD

Date Analyzed: 25-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7B
QCBatchID: AS080516-7-1 Result Units: pCi/l

File Name:Spectrum #1

Target 
Nuclide

Lab 
Qualifier

Spike Added Control
 LimitsResults +/- s TPU2

MDC % RecCASNO

Cm-244 1.27 0.227 0.0103 P1.43 89.0 79 - 118+/-13981-15-2

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 70.31.146 0.805 pCi/l 30 - 110 %

Data Package ID: CM0805113-1

Page 2 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)LT - Result is less than Requested MDC, greater than sample specific MDC.

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.
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Isotopic Curium By Alpha Spectroscopy
PAI 714 Rev 11

Duplicate Sample Results (DER)

Prep SOP: PAI 778 Rev 12
Final Aliquot: 1960 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID:
Lab ID: AS080516-7LCSD

Date Analyzed: 25-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7B
QCBatchID: AS080516-7-1

Result Units: pCi/l
File Name:Spectrum #1

Prep Basis: Unfiltered
Moisture(%): NA

Analyte          Sample                   Duplicate          DER Control
Limit

Lab 
QualifiersResult +/- s TPU2 Result +/- s TPU2

CASNO

Cm-244 0.08 2.13 P13981-15-2 1.3 +/- 0.231.2 +/- 0.22

Data Package ID: CM0805113-1

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Comments:

Duplicate Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

DER - Duplicate Error Ratio (see PAI SOP 715)

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

LT - Result is less than Request MDC, greater than sample specific MDC

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

W - DER is greater than Warning Limit of 1.42

D - DER is greater than Control Limit of  2.13
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Isotopic Curium By Alpha Spectroscopy
PAI 714 Rev 11
Sample Results

Prep SOP: PAI 778 Rev 12
Final Aliquot: 2000 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID: R-11-5-12-08-RAD

Lab ID: 0805113-5

Date Analyzed: 24-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7B
QCBatchID: AS080516-7-1

Result Units: pCi/l
File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  309

CASNO Requested
 MDC

Cm-244 U0.00380.0028 +/- 0.005913981-15-2 0.05

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 79.21.126 0.892 pCi/l 30 - 110 %

Data Package ID: CM0805113-1

Page 1 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit
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Isotopic Curium By Alpha Spectroscopy
PAI 714 Rev 11
Sample Results

Prep SOP: PAI 778 Rev 12
Final Aliquot: 2000 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID: R-36-5-12-08-RAD

Lab ID: 0805113-10

Date Analyzed: 29-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7B
QCBatchID: AS080516-7-1

Result Units: pCi/l
File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  309

CASNO Requested
 MDC

Cm-244 U0.0110.0041 +/- 0.007313981-15-2 0.05

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 66.61.126 0.750 pCi/l 30 - 110 %

Data Package ID: CM0805113-1

Page 2 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit
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Paragon OrderNum: 0805113
Client Name: NMED DOE Oversight Bureau

Client Project Name:
Client Project Number: 05.12.08-557(HWB R-11 & R-36)

Client PO Number: 06-667-55-01754

Paragon Analytics

Lab Sample 
Number

Client Sample 
Number

Matrix Date 
Collected

Time 
Collected

COC Number

Sample Number(s) Cross-Reference Table

0805113-1R-11-5-12-08-ClO4 WATER 12-May-08 11:47
0805113-2R-11-5-12-08-MET WATER 12-May-08 11:47
0805113-3R-11-5-12-08-VOC WATER 12-May-08 11:47
0805113-4R-11-5-12-08-SVOC WATER 12-May-08 11:47
0805113-5R-11-5-12-08-RAD WATER 12-May-08 11:47
0805113-6R-36-5-12-08-ClO4 WATER 12-May-08 14:20
0805113-7R-36-5-12-08-MET WATER 12-May-08 14:20
0805113-8R-36-5-12-08-VOC WATER 12-May-08 14:20
0805113-9R-36-5-12-08-SVOC WATER 12-May-08 14:20
0805113-10R-36-5-12-08-RAD WATER 12-May-08 14:20

Page 1 of 1 Paragon Analytics Thursday, June 05, 2008Date Printed:
LIMS Version:  6.154A
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4
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Isotopic Americium By Alpha Spectroscopy

PAI 714 Rev 11Method Blank Results

Prep SOP: PAI 778 Rev 12
Final Aliquot: 1960 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080516-7MB

Date Analyzed: 25-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7A
QCBatchID: AS080516-7-1 Result Units: pCi/l

File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

PAI 714 Rev 11

CASNO Requested
 MDC

Am-24114596-10-2 U0.011-0.0012 +/- 0.0073 0.05

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 67.51.146 0.774 pCi/l 30 - 110 %

Data Package ID: AM0805113-1

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - Requested MDC not met.

B3 - Analyte concentration greater than MDC but less than Requested MDC.

B - Analyte concentration greater than MDC.

BDL - Below Detection Limit
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Isotopic Americium By Alpha Spectroscopy
PAI 714 Rev 11

Laboratory Control Sample(s)

Prep SOP: PAI 778 Rev 12
Final Aliquot: 1960 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080516-7LCS

Date Analyzed: 25-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7A
QCBatchID: AS080516-7-1 Result Units: pCi/l

File Name:Spectrum #1

Target 
Nuclide

Lab 
Qualifier

Spike Added Control
 LimitsResults +/- s TPU2

MDC % RecCASNO

Am-241 1.02 0.186 0.00425 P1.14 90.0 79 - 118+/-14596-10-2

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 74.11.146 0.850 pCi/l 30 - 110 %

Data Package ID: AM0805113-1

Page 1 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)LT - Result is less than Requested MDC, greater than sample specific MDC.

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.
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Isotopic Americium By Alpha Spectroscopy
PAI 714 Rev 11

Laboratory Control Sample(s)

Prep SOP: PAI 778 Rev 12
Final Aliquot: 1960 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Lab ID: AS080516-7LCSD

Date Analyzed: 25-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7A
QCBatchID: AS080516-7-1 Result Units: pCi/l

File Name:Spectrum #1

Target 
Nuclide

Lab 
Qualifier

Spike Added Control
 LimitsResults +/- s TPU2

MDC % RecCASNO

Am-241 1.19 0.213 0.0127 P1.14 104 79 - 118+/-14596-10-2

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 70.31.146 0.805 pCi/l 30 - 110 %

Data Package ID: AM0805113-1

Page 2 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Comments:

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)LT - Result is less than Requested MDC, greater than sample specific MDC.

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS Recovery within control limits.

M - The requested MDC was not met.
M3 - The requested MDC was not met, but thereported
         activity is greater than the reported MDC.
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Isotopic Americium By Alpha Spectroscopy
PAI 714 Rev 11

Duplicate Sample Results (DER)

Prep SOP: PAI 778 Rev 12
Final Aliquot: 1960 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID:
Lab ID: AS080516-7LCSD

Date Analyzed: 25-May-08

Date Collected: 19-May-08

Sample Matrix: WATER

Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7A
QCBatchID: AS080516-7-1

Result Units: pCi/l
File Name:Spectrum #1

Prep Basis: Unfiltered
Moisture(%): NA

Analyte          Sample                   Duplicate          DER Control
Limit

Lab 
QualifiersResult +/- s TPU2 Result +/- s TPU2

CASNO

Am-241 0.58 2.13 P14596-10-2 1.2 +/- 0.211.0 +/- 0.19

Data Package ID: AM0805113-1

Page 1 of 1Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Comments:

Duplicate Qualifiers/Flags: Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

DER - Duplicate Error Ratio (see PAI SOP 715)

BDL - Below Detection Limit

NR - Not Reported

M - Requested MDC not met.

L - LCS Recovery below lower control limit.

H - LCS Recovery above upper control limit.

P - LCS, Matrix Spike Recovery within control limits.

N - Matrix Spike Recovery outside control limits

U - Result is less than the sample specific MDC.

Y2 - Chemical Yield outside default limits.

LT - Result is less than Request MDC, greater than sample specific MDC

Y1 - Chemical Yield is in control at 100-110%.  Quantitative yield is assumed.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

W - DER is greater than Warning Limit of 1.42

D - DER is greater than Control Limit of  2.13

9



Isotopic Americium By Alpha Spectroscopy
PAI 714 Rev 11
Sample Results

Prep SOP: PAI 778 Rev 12
Final Aliquot: 2000 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID: R-11-5-12-08-RAD

Lab ID: 0805113-5

Date Analyzed: 24-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7A
QCBatchID: AS080516-7-1

Result Units: pCi/l
File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  309

CASNO Requested
 MDC

Am-241 U0.00920.0019 +/- 0.005914596-10-2 0.05

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 79.21.126 0.892 pCi/l 30 - 110 %

Data Package ID: AM0805113-1

Page 1 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit
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Isotopic Americium By Alpha Spectroscopy
PAI 714 Rev 11
Sample Results

Prep SOP: PAI 778 Rev 12
Final Aliquot: 2000 ml

Count Time: 660 minutes

Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Field ID: R-36-5-12-08-RAD

Lab ID: 0805113-10

Date Analyzed: 29-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

 Report Basis: Unfiltered
Date Prepared: 19-May-08

Prep Batch: AS080516-7

Run ID: AS080516-7A
QCBatchID: AS080516-7-1

Result Units: pCi/l
File Name:Spectrum #1

Target Nuclide Lab QualifierResult +/- s TPU2 MDC

Prep Basis: Unfiltered
Moisture(%): NA

Analysis ReqCode:  309

CASNO Requested
 MDC

Am-241 U0.0110.0076 +/- 0.008314596-10-2 0.05

Chemical Yield Summary

Control 
Limits

UnitsUnitsCarrier/Tracer Control 
Limits

FlagAmount Added Result Yield

Am-243 66.61.126 0.750 pCi/l 30 - 110 %

Data Package ID: AM0805113-1

Page 2 of 2Paragon AnalyticsThursday, June 05, 2008Date Printed:
LIMS Version:  6.154A

Qualifiers/Flags:

Y2 - Chemical Yield outside default limits.

Abbreviations:

TPU - Total Propagated Uncertainty (see PAI SOP 743)

MDC - Minimum Detectable Concentration (see PAI SOP 709)

LT - Result is less than Requested MDC, greater than sample specific MDC.

Comments:

U   - Result is less than the sample specific MDC.

Y1 - Chemical Yield is in control at 100-110%.  Quantitative Yield is assumed.

M - The requested MDC was not met.

M3 - The requested MDC was not met, but the reported
         activity is greater than the reported MDC.

BDL - Below Detection Limit
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Paragon Analytics  
GC/MS Volatiles Case Narrative 

NMED DOE Oversight Bureau 
05.12.08-557(HWB R-11 & R-36) 

Order Number - 0805113 
 
 

1. This report consists of 2 water samples.  The samples were received cool and intact 
by Paragon on 05/13/2008.  The aqueous samples were free of headspace prior to 
analysis. 

 
2. These samples were prepared according to SW-846, 3rd Edition procedures.  

Specifically, the water samples were prepared by purging 10 mL using purge and trap 
procedures based on Method 5030C. 

 
3. The samples were analyzed using GC/MS with an RTX-624 capillary column 

according to Paragon Standard Operating Procedure 525 Revision 12 based on SW-
846 Method 8260B.  All positive results were quantitated against the initial 
calibration standards using the internal standard technique.  The identification of 
positive results was achieved by a comparison of the retention time and mass 
spectrum of the sample versus the daily calibration standard. 

 
4. All initial calibration criteria for SPCC’s and CCC’s were met.  If average response 

factors were used in the initial calibration, %RSD was ≤15%.  If linear or higher 
order regression calibrations were used in the initial calibration, the coefficient of 
determination (r2) ≥0.99. 

 
5. All initial calibrations are verified by comparing a second source standard calibration 

verification (ICV) against the calibration curve.  All compounds in the second source 
verification had a %D of less than 25%. 
 

6. All criteria for SPCC’s and CCC’s were met in daily (continuing) calibration 
verifications (CCV).   
 

7. Methylene chloride, acetone and 2-butanone are common laboratory contaminants.  
In order to minimize the levels of these compounds detected in the gc/ms analysis, 
Paragon has designated its volatile laboratory as a restricted access area.  In addition, 

1





 
 
 
 
Paragon Analytics  
Data Qualifier Flags 
Chromatography and Mass Spectrometry 
 
 
 
 
 
U or ND: This flag indicates that the compound was analyzed for but not detected. 
 
J: This flag indicates an estimated value.  This flag is used as follows :  (1)  when 

estimating a concentration for tentatively identified compounds (TICs) where a 
1:1 response is assumed; (2)  when the mass spectral and retention time data 
indicate the presence of a compound that meets the volatile and semivolatile 
GC/MS identification criteria, and the result is less than the reporting limit 
(RL) but greater than the method detection limit (MDL); (3)  when the 
retention time data indicate the presence of a compound that meets the GC 
identification criteria, and the result is less than the RL but greater than the 
MDL; and (4) the reported value is estimated.   

 
B: This flag is used when the analyte is detected in the associated method blank as 

well as in the sample.  It indicates probable blank contamination and warns the 
data user.  This flag shall be used for a tentatively identified compound (TIC) 
as well as for a positively identified target compound.   

 
E: This flag identifies compounds whose concentration exceeds the upper level of 

the calibration range. 
 
A: This flag indicates that a tentatively identified compound is a suspected aldol-

condensation product. 
 
X: This flag indicates that the analyte was diluted below an accurate quantitation 

level. 
 
*: This flag indicates that a spike recovery is equal to or outside the control 

criteria used.   
 
+: This flag indicates that the relative percent difference (RPD) equals or exceeds 

the control criteria.   
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Paragon OrderNum: 0805113
Client Name: NMED DOE Oversight Bureau

Client Project Name:
Client Project Number: 05.12.08-557(HWB R-11 & R-36)

Client PO Number: 06-667-55-01754

Paragon Analytics

Lab Sample 
Number

Client Sample 
Number

Matrix Date 
Collected

Time 
Collected

COC Number

Sample Number(s) Cross-Reference Table

0805113-1R-11-5-12-08-ClO4 WATER 12-May-08 11:47
0805113-2R-11-5-12-08-MET WATER 12-May-08 11:47
0805113-3R-11-5-12-08-VOC WATER 12-May-08 11:47
0805113-4R-11-5-12-08-SVOC WATER 12-May-08 11:47
0805113-5R-11-5-12-08-RAD WATER 12-May-08 11:47
0805113-6R-36-5-12-08-ClO4 WATER 12-May-08 14:20
0805113-7R-36-5-12-08-MET WATER 12-May-08 14:20
0805113-8R-36-5-12-08-VOC WATER 12-May-08 14:20
0805113-9R-36-5-12-08-SVOC WATER 12-May-08 14:20
0805113-10R-36-5-12-08-RAD WATER 12-May-08 14:20

Page 1 of 1 Paragon Analytics Thursday, May 29, 2008Date Printed:
LIMS Version:  6.149A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Date Analyzed: 20-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 20-May-08

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Method Blank

Lab ID: VL080520-2MB

ug/lResult Units:

File Name: B51157

Clean DF: 1

Prep Method: SW5030 Rev C

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

DF

75-71-8 DICHLORODIFLUOROMETHANE 1 U1 1

74-87-3 CHLOROMETHANE 1 U1 1

75-01-4 VINYL CHLORIDE 1 U1 1

74-83-9 BROMOMETHANE 1 U1 1

75-00-3 CHLOROETHANE 1 U1 1

75-69-4 TRICHLOROFLUOROMETHANE 1 U1 1

75-35-4 1,1-DICHLOROETHENE 1 U1 1

76-13-1 1,1,2-TRICHLORO-1,2,2-TRIFLUOROET 1 U1 1

67-64-1 ACETONE 10 U1 10

74-88-4 IODOMETHANE 1 U1 1

75-15-0 CARBON DISULFIDE 1 U1 1

75-09-2 METHYLENE CHLORIDE 1 U1 1

156-60-5 TRANS-1,2-DICHLOROETHENE 1 U1 1

1634-04-4 METHYL TERTIARY BUTYL ETHER 1 U1 1

75-34-3 1,1-DICHLOROETHANE 1 U1 1

108-05-4 VINYL ACETATE 2 U1 2

156-59-2 CIS-1,2-DICHLOROETHENE 1 U1 1

78-93-3 2-BUTANONE 10 U1 10

74-97-5 BROMOCHLOROMETHANE 1 U1 1

67-66-3 CHLOROFORM 1 U1 1

71-55-6 1,1,1-TRICHLOROETHANE 1 U1 1

594-20-7 2,2-DICHLOROPROPANE 1 U1 1

56-23-5 CARBON TETRACHLORIDE 1 U1 1

563-58-6 1,1-DICHLOROPROPENE 1 U1 1

107-06-2 1,2-DICHLOROETHANE 1 U1 1

71-43-2 BENZENE 1 U1 1

79-01-6 TRICHLOROETHENE 1 U1 1

Page 1 of 3Paragon AnalyticsThursday, May 29, 2008Date Printed:

Data Package ID: VL0805113-1

LIMS Version:  6.149A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Date Analyzed: 20-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 20-May-08

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Method Blank

Lab ID: VL080520-2MB

ug/lResult Units:

File Name: B51157

Clean DF: 1

Prep Method: SW5030 Rev C

78-87-5 1,2-DICHLOROPROPANE 1 U1 1

74-95-3 DIBROMOMETHANE 1 U1 1

75-27-4 BROMODICHLOROMETHANE 1 U1 1

10061-01-5 CIS-1,3-DICHLOROPROPENE 1 U1 1

108-10-1 4-METHYL-2-PENTANONE 10 U1 10

108-88-3 TOLUENE 1 U1 1

10061-02-6 TRANS-1,3-DICHLOROPROPENE 1 U1 1

79-00-5 1,1,2-TRICHLOROETHANE 1 U1 1

591-78-6 2-HEXANONE 10 U1 10

127-18-4 TETRACHLOROETHENE 1 U1 1

142-28-9 1,3-DICHLOROPROPANE 1 U1 1

124-48-1 DIBROMOCHLOROMETHANE 1 U1 1

106-93-4 1,2-DIBROMOETHANE 1 U1 1

544-10-5 1-CHLOROHEXANE 1 U1 1

108-90-7 CHLOROBENZENE 1 U1 1

630-20-6 1,1,1,2-TETRACHLOROETHANE 1 U1 1

100-41-4 ETHYLBENZENE 1 U1 1

136777-61-2 M+P-XYLENE 1 U1 1

95-47-6 O-XYLENE 1 U1 1

100-42-5 STYRENE 1 U1 1

75-25-2 BROMOFORM 1 U1 1

98-82-8 ISOPROPYLBENZENE 1 U1 1

96-18-4 1,2,3-TRICHLOROPROPANE 1 U1 1

79-34-5 1,1,2,2-TETRACHLOROETHANE 1 U1 1

108-86-1 BROMOBENZENE 1 U1 1

103-65-1 N-PROPYLBENZENE 1 U1 1

95-49-8 2-CHLOROTOLUENE 1 U1 1

108-67-8 1,3,5-TRIMETHYLBENZENE 1 U1 1

106-43-4 4-CHLOROTOLUENE 1 U1 1

Page 2 of 3Paragon AnalyticsThursday, May 29, 2008Date Printed:

Data Package ID: VL0805113-1

LIMS Version:  6.149A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Date Analyzed: 20-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 20-May-08

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Method Blank

Lab ID: VL080520-2MB

ug/lResult Units:

File Name: B51157

Clean DF: 1

Prep Method: SW5030 Rev C

98-06-6 TERT-BUTYLBENZENE 1 U1 1

95-63-6 1,2,4-TRIMETHYLBENZENE 1 U1 1

135-98-8 SEC-BUTYLBENZENE 1 U1 1

541-73-1 1,3-DICHLOROBENZENE 1 U1 1

99-87-6 P-ISOPROPYLTOLUENE 1 U1 1

106-46-7 1,4-DICHLOROBENZENE 1 U1 1

104-51-8 N-BUTYLBENZENE 1 U1 1

95-50-1 1,2-DICHLOROBENZENE 1 U1 1

96-12-8 1,2-DIBROMO-3-CHLOROPROPANE 2 U1 2

120-82-1 1,2,4-TRICHLOROBENZENE 1 U1 1

87-68-3 HEXACHLOROBUTADIENE 1 U1 1

91-20-3 NAPHTHALENE 1 U1 1

87-61-6 1,2,3-TRICHLOROBENZENE 1 U1 1

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

460-00-4 4-BROMOFLUOROBENZENE 24.3 25 97 78 - 129

1868-53-7 DIBROMOFLUOROMETHANE 23.8 25 95 80 - 124

2037-26-5 TOLUENE-D8 23.2 25 93 81 - 119

Page 3 of 3Paragon AnalyticsThursday, May 29, 2008Date Printed:

Data Package ID: VL0805113-1

LIMS Version:  6.149A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Field ID: R-11-5-12-08-VOC

Date Analyzed: 20-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 20-May-08

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Sample Results

Result Units: ug/l

File Name:B51158

Lab ID: 0805113-3

Clean DF: 1

Prep Method: SW5030 Rev C
Analysis ReqCode:  101

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

Dilution 
Factor

75-71-8 11DICHLORODIFLUOROMETHANE U1

74-87-3 11CHLOROMETHANE U1

75-01-4 11VINYL CHLORIDE U1

74-83-9 11BROMOMETHANE U1

75-00-3 11CHLOROETHANE U1

75-69-4 11TRICHLOROFLUOROMETHANE U1

75-35-4 111,1-DICHLOROETHENE U1

76-13-1 111,1,2-TRICHLORO-1,2,2-TRIFLUOROETHANE U1

67-64-1 101ACETONE U10

74-88-4 11IODOMETHANE U1

75-15-0 11CARBON DISULFIDE U1

75-09-2 11METHYLENE CHLORIDE U1

156-60-5 11TRANS-1,2-DICHLOROETHENE U1

1634-04-4 11METHYL TERTIARY BUTYL ETHER U1

75-34-3 111,1-DICHLOROETHANE U1

108-05-4 21VINYL ACETATE U2

156-59-2 11CIS-1,2-DICHLOROETHENE U1

78-93-3 1012-BUTANONE U10

74-97-5 11BROMOCHLOROMETHANE U1

67-66-3 11CHLOROFORM U1

71-55-6 111,1,1-TRICHLOROETHANE U1

594-20-7 112,2-DICHLOROPROPANE U1

56-23-5 11CARBON TETRACHLORIDE U1

563-58-6 111,1-DICHLOROPROPENE U1

107-06-2 111,2-DICHLOROETHANE U1

71-43-2 11BENZENE U1

79-01-6 11TRICHLOROETHENE U1

Page 1 of 6Paragon AnalyticsThursday, May 29, 2008Date Printed:

Data Package ID: VL0805113-1

LIMS Version:  6.149A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Field ID: R-11-5-12-08-VOC

Date Analyzed: 20-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 20-May-08

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Sample Results

Result Units: ug/l

File Name:B51158

Lab ID: 0805113-3

Clean DF: 1

Prep Method: SW5030 Rev C
Analysis ReqCode:  101

78-87-5 111,2-DICHLOROPROPANE U1

74-95-3 11DIBROMOMETHANE U1

75-27-4 11BROMODICHLOROMETHANE U1

10061-01-5 11CIS-1,3-DICHLOROPROPENE U1

108-10-1 1014-METHYL-2-PENTANONE U10

108-88-3 11TOLUENE U1

10061-02-6 11TRANS-1,3-DICHLOROPROPENE U1

79-00-5 111,1,2-TRICHLOROETHANE U1

591-78-6 1012-HEXANONE U10

127-18-4 11TETRACHLOROETHENE U1

142-28-9 111,3-DICHLOROPROPANE U1

124-48-1 11DIBROMOCHLOROMETHANE U1

106-93-4 111,2-DIBROMOETHANE U1

544-10-5 111-CHLOROHEXANE U1

108-90-7 11CHLOROBENZENE U1

630-20-6 111,1,1,2-TETRACHLOROETHANE U1

100-41-4 11ETHYLBENZENE U1

136777-61-2 11M+P-XYLENE U1

95-47-6 11O-XYLENE U1

100-42-5 11STYRENE U1

75-25-2 11BROMOFORM U1

98-82-8 11ISOPROPYLBENZENE U1

96-18-4 111,2,3-TRICHLOROPROPANE U1

79-34-5 111,1,2,2-TETRACHLOROETHANE U1

108-86-1 11BROMOBENZENE U1

103-65-1 11N-PROPYLBENZENE U1

95-49-8 112-CHLOROTOLUENE U1

108-67-8 111,3,5-TRIMETHYLBENZENE U1

106-43-4 114-CHLOROTOLUENE U1

Page 2 of 6Paragon AnalyticsThursday, May 29, 2008Date Printed:

Data Package ID: VL0805113-1

LIMS Version:  6.149A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Field ID: R-11-5-12-08-VOC

Date Analyzed: 20-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 20-May-08

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Sample Results

Result Units: ug/l

File Name:B51158

Lab ID: 0805113-3

Clean DF: 1

Prep Method: SW5030 Rev C
Analysis ReqCode:  101

98-06-6 11TERT-BUTYLBENZENE U1

95-63-6 111,2,4-TRIMETHYLBENZENE U1

135-98-8 11SEC-BUTYLBENZENE U1

541-73-1 111,3-DICHLOROBENZENE U1

99-87-6 11P-ISOPROPYLTOLUENE U1

106-46-7 111,4-DICHLOROBENZENE U1

104-51-8 11N-BUTYLBENZENE U1

95-50-1 111,2-DICHLOROBENZENE U1

96-12-8 211,2-DIBROMO-3-CHLOROPROPANE U2

120-82-1 111,2,4-TRICHLOROBENZENE U1

87-68-3 11HEXACHLOROBUTADIENE U1

91-20-3 11NAPHTHALENE U1

87-61-6 111,2,3-TRICHLOROBENZENE U1

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

460-00-4 4-BROMOFLUOROBENZENE 24.3 25 97 78 - 129

1868-53-7 DIBROMOFLUOROMETHANE 23.9 25 96 80 - 124

2037-26-5 TOLUENE-D8 24 25 96 81 - 119

Page 3 of 6Paragon AnalyticsThursday, May 29, 2008Date Printed:

Data Package ID: VL0805113-1

LIMS Version:  6.149A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Field ID: R-36-5-12-08-VOC

Date Analyzed: 20-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 20-May-08

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Sample Results

Result Units: ug/l

File Name:B51159

Lab ID: 0805113-8

Clean DF: 1

Prep Method: SW5030 Rev C
Analysis ReqCode:  101

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

Dilution 
Factor

75-71-8 11DICHLORODIFLUOROMETHANE U1

74-87-3 11CHLOROMETHANE 1.6

75-01-4 11VINYL CHLORIDE U1

74-83-9 11BROMOMETHANE 33

75-00-3 11CHLOROETHANE U1

75-69-4 11TRICHLOROFLUOROMETHANE U1

75-35-4 111,1-DICHLOROETHENE U1

76-13-1 111,1,2-TRICHLORO-1,2,2-TRIFLUOROETHANE U1

67-64-1 101ACETONE 14

74-88-4 11IODOMETHANE U1

75-15-0 11CARBON DISULFIDE U1

75-09-2 11METHYLENE CHLORIDE U1

156-60-5 11TRANS-1,2-DICHLOROETHENE U1

1634-04-4 11METHYL TERTIARY BUTYL ETHER U1

75-34-3 111,1-DICHLOROETHANE U1

108-05-4 21VINYL ACETATE U2

156-59-2 11CIS-1,2-DICHLOROETHENE U1

78-93-3 1012-BUTANONE U10

74-97-5 11BROMOCHLOROMETHANE U1

67-66-3 11CHLOROFORM U1

71-55-6 111,1,1-TRICHLOROETHANE U1

594-20-7 112,2-DICHLOROPROPANE U1

56-23-5 11CARBON TETRACHLORIDE U1

563-58-6 111,1-DICHLOROPROPENE U1

107-06-2 111,2-DICHLOROETHANE U1

71-43-2 11BENZENE U1

79-01-6 11TRICHLOROETHENE U1

Page 4 of 6Paragon AnalyticsThursday, May 29, 2008Date Printed:

Data Package ID: VL0805113-1

LIMS Version:  6.149A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Field ID: R-36-5-12-08-VOC

Date Analyzed: 20-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 20-May-08

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Sample Results

Result Units: ug/l

File Name:B51159

Lab ID: 0805113-8

Clean DF: 1

Prep Method: SW5030 Rev C
Analysis ReqCode:  101

78-87-5 111,2-DICHLOROPROPANE U1

74-95-3 11DIBROMOMETHANE U1

75-27-4 11BROMODICHLOROMETHANE U1

10061-01-5 11CIS-1,3-DICHLOROPROPENE U1

108-10-1 1014-METHYL-2-PENTANONE U10

108-88-3 11TOLUENE 11

10061-02-6 11TRANS-1,3-DICHLOROPROPENE U1

79-00-5 111,1,2-TRICHLOROETHANE U1

591-78-6 1012-HEXANONE U10

127-18-4 11TETRACHLOROETHENE U1

142-28-9 111,3-DICHLOROPROPANE U1

124-48-1 11DIBROMOCHLOROMETHANE U1

106-93-4 111,2-DIBROMOETHANE U1

544-10-5 111-CHLOROHEXANE U1

108-90-7 11CHLOROBENZENE U1

630-20-6 111,1,1,2-TETRACHLOROETHANE U1

100-41-4 11ETHYLBENZENE U1

136777-61-2 11M+P-XYLENE U1

95-47-6 11O-XYLENE U1

100-42-5 11STYRENE U1

75-25-2 11BROMOFORM U1

98-82-8 11ISOPROPYLBENZENE U1

96-18-4 111,2,3-TRICHLOROPROPANE U1

79-34-5 111,1,2,2-TETRACHLOROETHANE U1

108-86-1 11BROMOBENZENE U1

103-65-1 11N-PROPYLBENZENE U1

95-49-8 112-CHLOROTOLUENE U1

108-67-8 111,3,5-TRIMETHYLBENZENE U1

106-43-4 114-CHLOROTOLUENE U1

Page 5 of 6Paragon AnalyticsThursday, May 29, 2008Date Printed:
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Field ID: R-36-5-12-08-VOC

Date Analyzed: 20-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 20-May-08

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Sample Results

Result Units: ug/l

File Name:B51159

Lab ID: 0805113-8

Clean DF: 1

Prep Method: SW5030 Rev C
Analysis ReqCode:  101

98-06-6 11TERT-BUTYLBENZENE U1

95-63-6 111,2,4-TRIMETHYLBENZENE U1

135-98-8 11SEC-BUTYLBENZENE U1

541-73-1 111,3-DICHLOROBENZENE U1

99-87-6 11P-ISOPROPYLTOLUENE U1

106-46-7 111,4-DICHLOROBENZENE U1

104-51-8 11N-BUTYLBENZENE U1

95-50-1 111,2-DICHLOROBENZENE U1

96-12-8 211,2-DIBROMO-3-CHLOROPROPANE U2

120-82-1 111,2,4-TRICHLOROBENZENE U1

87-68-3 11HEXACHLOROBUTADIENE U1

91-20-3 11NAPHTHALENE U1

87-61-6 111,2,3-TRICHLOROBENZENE U1

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

460-00-4 4-BROMOFLUOROBENZENE 24.4 25 97 78 - 129

1868-53-7 DIBROMOFLUOROMETHANE 23.6 25 94 80 - 124

2037-26-5 TOLUENE-D8 23.5 25 94 81 - 119

Page 6 of 6Paragon AnalyticsThursday, May 29, 2008Date Printed:
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Laboratory Control Sample and Laboratory Control Sample Duplicate

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 05/20/2008

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 05/20/2008

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Lab ID: VL080520-2LCS

ug/lResult Units:
Clean DF: 1

File Name: B51154Prep Method: SW5030C

1,1-DICHLOROETHENE 10 19.86 99 75 - 126%75-35-4

BENZENE 10 19.67 97 82 - 122%71-43-2

TRICHLOROETHENE 10 19.93 99 82 - 121%79-01-6

TOLUENE 10 19.02 90 83 - 121%108-88-3

CHLOROBENZENE 10 19.11 91 82 - 121%108-90-7

CASNO Target Analyte LCSD 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCSD 
% Rec.

RPD 
Limit

Date Analyzed: 05/20/2008

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 05/20/2008

Sample Aliquot: 10
Final Volume: 10

Prep Batch: VL080520-2
% Moisture: N/A

ml
ml

Run ID: VL080520-2A
QCBatchID: VL080520-2-2

Lab ID: VL080520-2LCSD

ug/lResult Units:
Clean DF: 1

RPD

File Name: B51155Prep Method: SW5030C

1,1-DICHLOROETHENE 10 19.74 97 2075-35-4 1

BENZENE 10 19.42 94 2071-43-2 3

TRICHLOROETHENE 10 19.57 96 2079-01-6 4

TOLUENE 10 19.15 92 20108-88-3 1

CHLOROBENZENE 10 19.15 92 20108-90-7 1

Page 1 of 2Paragon AnalyticsThursday, May 29, 2008Date Printed:
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8260_25B

GC/MS Volatiles

Laboratory Control Sample and Laboratory Control Sample Duplicate

CASNO Target Analyte LCSD 
Flag

Spike 
Added

LCS % 
Rec.

LCSD % 
Rec.

Control 
Limits

Surrogate Recovery LCS/LCSD

LCS 
Flag

4-BROMOFLUOROBENZENE 25460-00-4 9997 78 - 129

DIBROMOFLUOROMETHANE 251868-53-7 9497 80 - 124

TOLUENE-D8 252037-26-5 9693 81 - 119

Page 2 of 2Paragon AnalyticsThursday, May 29, 2008Date Printed:
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Paragon Analytics  
GC/MS Semivolatiles Case Narrative 

NMED DOE Oversight Bureau 
05.12.08-557(HWB R-11 &R-36) 

Order Number - 0805113 
 
 

1. This report consists of 2 water samples.  These samples were received cool and intact 
on 5/14/08.   

 
2. These samples were prepared and analyzed according to SW-846, 3rd Edition 

protocol utilizing Paragon Analytics Standard Operating Procedures.  Specifically, the 
water samples were extracted using continuous liquid-liquid extractors, according to 
SW-846 Method 3520C utilizing Paragon Analytics Standard Operating Procedure 
617 Revision 13. 
 

3. The extracts were analyzed using GC/MS with a DB-5.625 capillary column according 
to Paragon Analytics Standard Operating Procedure 506 Revision 15 based on SW-
846 Method 8270D.  All positive results were quantitated against the initial calibration 
standards using the internal standard technique.  The identification of positive results 
was achieved by a comparison of the retention time and mass spectrum of the sample 
versus the daily calibration standard. 

 
4. All initial calibration criteria for SPCC’s and CCC’s were met.  If average response 

factors were used in the initial calibration, %RSD was ≤15%.  If linear or higher order 
regression calibrations were used in the initial calibration, the coefficient of 
determination (r2) ≥0.99.   

 
5. All initial calibration standards are verified by comparing a second source standard 

initial calibration verification (ICV) against the calibration curve.  All compounds in 
the second source verification had a %D of less than 25%. 

  
6. All SPCC and CCC criteria were met in each of the daily (continuing) calibration 

verifications.   
 
7. All method blank criteria were met. 

1





 

Paragon Analytics  
Data Qualifier Flags 
Chromatography and Mass Spectrometry 
 
 
 
 
 
U or ND: This flag indicates that the compound was analyzed for but not detected. 
 
J: This flag indicates an estimated value.  This flag is used as follows: (1) when 

estimating a concentration for tentatively identified compounds (TICs) where a 
1:1 response is assumed; (2) when the mass spectral and retention time data 
indicate the presence of a compound that meets the volatile and semivolatile 
GC/MS identification criteria, and the result is less than the reporting limit (RL) 
but greater than the method detection limit (MDL); (3) when the retention time 
data indicate the presence of a compound that meets the GC identification 
criteria, and the result is less than the RL but greater than the MDL; and (4) the 
reported value is estimated.   

 
B: This flag is used when the analyte is detected in the associated method blank as 

well as in the sample.  It indicates probable blank contamination and warns the 
data user.  This flag shall be used for a tentatively identified compound (TIC) as 
well as for a positively identified target compound.   

 
E: This flag identifies compounds whose concentration exceeds the upper level of 

the calibration range. 
 
A: This flag indicates that a tentatively identified compound is a suspected aldol-

condensation product. 
 
X: This flag indicates that the analyte was diluted below an accurate quantitation 

level. 
 
*: This flag indicates that a spike recovery is equal to or outside the control criteria 

used.   
 
+: This flag indicates that the relative percent difference (RPD) equals or exceeds 

the control criteria.   
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Paragon OrderNum: 0805113
Client Name: NMED DOE Oversight Bureau

Client Project Name:
Client Project Number: 05.12.08-557(HWB R-11 & R-36)

Client PO Number: 06-667-55-01754

Paragon Analytics

Lab Sample 
Number

Client Sample 
Number

Matrix Date 
Collected

Time 
Collected

COC Number

Sample Number(s) Cross-Reference Table

0805113-1R-11-5-12-08-ClO4 WATER 12-May-08 11:47
0805113-2R-11-5-12-08-MET WATER 12-May-08 11:47
0805113-3R-11-5-12-08-VOC WATER 12-May-08 11:47
0805113-4R-11-5-12-08-SVOC WATER 12-May-08 11:47
0805113-5R-11-5-12-08-RAD WATER 12-May-08 11:47
0805113-6R-36-5-12-08-ClO4 WATER 12-May-08 14:20
0805113-7R-36-5-12-08-MET WATER 12-May-08 14:20
0805113-8R-36-5-12-08-VOC WATER 12-May-08 14:20
0805113-9R-36-5-12-08-SVOC WATER 12-May-08 14:20
0805113-10R-36-5-12-08-RAD WATER 12-May-08 14:20

Page 1 of 1 Paragon Analytics Friday, May 23, 2008Date Printed:
LIMS Version:  6.147A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Date Analyzed: 21-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 19-May-08

Sample Aliquot: 1000
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-2

Method Blank

Lab ID: EX080519-7MB

UG/LResult Units:

File Name: R9043

Clean DF: 1

Prep Method: SW3520 Rev C

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

DF

123-91-1 1,4-DIOXANE 10 U1 10

110-86-1 PYRIDINE 10 U1 10

62-75-9 N-NITROSODIMETHYLAMINE 10 U1 10

62-53-3 ANILINE 10 U1 10

108-95-2 PHENOL 10 U1 10

111-44-4 BIS(2-CHLOROETHYL)ETHER 10 U1 10

95-57-8 2-CHLOROPHENOL 10 U1 10

541-73-1 1,3-DICHLOROBENZENE 10 U1 10

106-46-7 1,4-DICHLOROBENZENE 10 U1 10

95-50-1 1,2-DICHLOROBENZENE 10 U1 10

100-51-6 BENZYL ALCOHOL 10 U1 10

108-60-1 BIS(2-CHLOROISOPROPYL)ETHER 10 U1 10

95-48-7 2-METHYLPHENOL 10 U1 10

621-64-7 N-NITROSO-DI-N-PROPYLAMINE 10 U1 10

108-39-4 3+4-METHYLPHENOL 10 U1 10

67-72-1 HEXACHLOROETHANE 10 U1 10

98-95-3 NITROBENZENE 10 U1 10

78-59-1 ISOPHORONE 10 U1 10

88-75-5 2-NITROPHENOL 10 U1 10

105-67-9 2,4-DIMETHYLPHENOL 10 U1 10

111-91-1 BIS(2-CHLOROETHOXY)METHANE 10 U1 10

120-83-2 2,4-DICHLOROPHENOL 10 U1 10

65-85-0 BENZOIC ACID 50 U1 50

120-82-1 1,2,4-TRICHLOROBENZENE 10 U1 10

91-20-3 NAPHTHALENE 10 U1 10

106-47-8 4-CHLOROANILINE 10 U1 10

87-68-3 HEXACHLOROBUTADIENE 10 U1 10

Page 1 of 3Paragon AnalyticsFriday, May 23, 2008Date Printed:

Data Package ID: SV0805113-1
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Date Analyzed: 21-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 19-May-08

Sample Aliquot: 1000
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-1

Method Blank

Lab ID: EX080519-7MB

UG/LResult Units:

File Name: R9043

Clean DF: 1

Prep Method: SW3520 Rev C

59-50-7 4-CHLORO-3-METHYLPHENOL 10 U1 10

91-57-6 2-METHYLNAPHTHALENE 10 U1 10

77-47-4 HEXACHLOROCYCLOPENTADIENE 10 U1 10

88-06-2 2,4,6-TRICHLOROPHENOL 10 U1 10

95-95-4 2,4,5-TRICHLOROPHENOL 10 U1 10

91-58-7 2-CHLORONAPHTHALENE 10 U1 10

88-74-4 2-NITROANILINE 20 U1 20

131-11-3 DIMETHYL PHTHALATE 10 U1 10

606-20-2 2,6-DINITROTOLUENE 10 U1 10

208-96-8 ACENAPHTHYLENE 10 U1 10

99-09-2 3-NITROANILINE 20 U1 20

83-32-9 ACENAPHTHENE 10 U1 10

51-28-5 2,4-DINITROPHENOL 20 U1 20

100-02-7 4-NITROPHENOL 20 U1 20

132-64-9 DIBENZOFURAN 10 U1 10

121-14-2 2,4-DINITROTOLUENE 10 U1 10

84-66-2 DIETHYL PHTHALATE 10 U1 10

86-73-7 FLUORENE 10 U1 10

7005-72-3 4-CHLOROPHENYL PHENYL ETHER 10 U1 10

100-01-6 4-NITROANILINE 20 U1 20

103-33-3 AZOBENZENE 10 U1 10

534-52-1 4,6-DINITRO-2-METHYLPHENOL 20 U1 20

86-30-6 N-NITROSODIPHENYLAMINE 10 U1 10

101-55-3 4-BROMOPHENYL PHENYL ETHER 10 U1 10

118-74-1 HEXACHLOROBENZENE 10 U1 10

58-90-2 2,3,4,6-TETRACHLOROPHENOL 10 U1 10

87-86-5 PENTACHLOROPHENOL 20 U1 20

85-01-8 PHENANTHRENE 10 U1 10

120-12-7 ANTHRACENE 10 U1 10

Page 2 of 3Paragon AnalyticsFriday, May 23, 2008Date Printed:

Data Package ID: SV0805113-1
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Date Analyzed: 21-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 19-May-08

Sample Aliquot: 1000
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-1

Method Blank

Lab ID: EX080519-7MB

UG/LResult Units:

File Name: R9043

Clean DF: 1

Prep Method: SW3520 Rev C

86-74-8 CARBAZOLE 10 U1 10

84-74-2 DI-N-BUTYL PHTHALATE 10 U1 10

206-44-0 FLUORANTHENE 10 U1 10

129-00-0 PYRENE 10 U1 10

85-68-7 BUTYL BENZYL PHTHALATE 10 U1 10

56-55-3 BENZO(A)ANTHRACENE 10 U1 10

91-94-1 3,3'-DICHLOROBENZIDINE 10 U1 10

218-01-9 CHRYSENE 10 U1 10

117-81-7 BIS(2-ETHYLHEXYL)PHTHALATE 10 U1 10

117-84-0 DI-N-OCTYL PHTHALATE 10 U1 10

205-99-2 BENZO(B)FLUORANTHENE 10 U1 10

207-08-9 BENZO(K)FLUORANTHENE 10 U1 10

50-32-8 BENZO(A)PYRENE 10 U1 10

193-39-5 INDENO(1,2,3-CD)PYRENE 10 U1 10

53-70-3 DIBENZO(A,H)ANTHRACENE 10 U1 10

191-24-2 BENZO(G,H,I)PERYLENE 10 U1 10

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

118-79-6 2,4,6-TRIBROMOPHENOL 60.3 75 80 23 - 100

321-60-8 2-FLUOROBIPHENYL 44.2 50 88 21 - 106

367-12-4 2-FLUOROPHENOL 65.5 75 87 21 - 100

4165-60-0 NITROBENZENE-D5 41.4 50 83 34 - 111

4165-62-2 PHENOL-D5 65.3 75 87 15 - 104

1718-51-0 TERPHENYL-D14 41.9 50 84 33 - 111

Page 3 of 3Paragon AnalyticsFriday, May 23, 2008Date Printed:
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Field ID: R-11-5-12-08-SVOC

Date Analyzed: 21-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 19-May-08

Sample Aliquot: 1060
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-2

Sample Results

Result Units: UG/L

File Name: R9051

Lab ID: 0805113-4

Clean DF: 1

Prep Method: SW3520 Rev C
Analysis ReqCode:  115

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

Dilution 
Factor

123-91-1 9.411,4-DIOXANE U9.4

110-86-1 9.41PYRIDINE U9.4

62-75-9 9.41N-NITROSODIMETHYLAMINE U9.4

62-53-3 9.41ANILINE U9.4

108-95-2 9.41PHENOL U9.4

111-44-4 9.41BIS(2-CHLOROETHYL)ETHER U9.4

95-57-8 9.412-CHLOROPHENOL U9.4

541-73-1 9.411,3-DICHLOROBENZENE U9.4

106-46-7 9.411,4-DICHLOROBENZENE U9.4

95-50-1 9.411,2-DICHLOROBENZENE U9.4

100-51-6 9.41BENZYL ALCOHOL U9.4

108-60-1 9.41BIS(2-CHLOROISOPROPYL)ETHER U9.4

95-48-7 9.412-METHYLPHENOL U9.4

621-64-7 9.41N-NITROSO-DI-N-PROPYLAMINE U9.4

108-39-4 9.413+4-METHYLPHENOL U9.4

67-72-1 9.41HEXACHLOROETHANE U9.4

98-95-3 9.41NITROBENZENE U9.4

78-59-1 9.41ISOPHORONE U9.4

88-75-5 9.412-NITROPHENOL U9.4

105-67-9 9.412,4-DIMETHYLPHENOL U9.4

111-91-1 9.41BIS(2-CHLOROETHOXY)METHANE U9.4

120-83-2 9.412,4-DICHLOROPHENOL U9.4

65-85-0 471BENZOIC ACID U47

120-82-1 9.411,2,4-TRICHLOROBENZENE U9.4

91-20-3 9.41NAPHTHALENE U9.4

106-47-8 9.414-CHLOROANILINE U9.4

87-68-3 9.41HEXACHLOROBUTADIENE U9.4

Page 1 of 6Paragon AnalyticsFriday, May 23, 2008Date Printed:
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Field ID: R-11-5-12-08-SVOC

Date Analyzed: 21-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 19-May-08

Sample Aliquot: 1060
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-1

Sample Results

Result Units: UG/L

File Name: R9051

Lab ID: 0805113-4

Clean DF: 1

Prep Method: SW3520 Rev C
Analysis ReqCode:  115

59-50-7 9.414-CHLORO-3-METHYLPHENOL U9.4

91-57-6 9.412-METHYLNAPHTHALENE U9.4

77-47-4 9.41HEXACHLOROCYCLOPENTADIENE U9.4

88-06-2 9.412,4,6-TRICHLOROPHENOL U9.4

95-95-4 9.412,4,5-TRICHLOROPHENOL U9.4

91-58-7 9.412-CHLORONAPHTHALENE U9.4

88-74-4 1912-NITROANILINE U19

131-11-3 9.41DIMETHYL PHTHALATE U9.4

606-20-2 9.412,6-DINITROTOLUENE U9.4

208-96-8 9.41ACENAPHTHYLENE U9.4

99-09-2 1913-NITROANILINE U19

83-32-9 9.41ACENAPHTHENE U9.4

51-28-5 1912,4-DINITROPHENOL U19

100-02-7 1914-NITROPHENOL U19

132-64-9 9.41DIBENZOFURAN U9.4

121-14-2 9.412,4-DINITROTOLUENE U9.4

84-66-2 9.41DIETHYL PHTHALATE U9.4

86-73-7 9.41FLUORENE U9.4

7005-72-3 9.414-CHLOROPHENYL PHENYL ETHER U9.4

100-01-6 1914-NITROANILINE U19

103-33-3 9.41AZOBENZENE U9.4

534-52-1 1914,6-DINITRO-2-METHYLPHENOL U19

86-30-6 9.41N-NITROSODIPHENYLAMINE U9.4

101-55-3 9.414-BROMOPHENYL PHENYL ETHER U9.4

118-74-1 9.41HEXACHLOROBENZENE U9.4

58-90-2 9.412,3,4,6-TETRACHLOROPHENOL U9.4

87-86-5 191PENTACHLOROPHENOL U19

85-01-8 9.41PHENANTHRENE U9.4

120-12-7 9.41ANTHRACENE U9.4

Page 2 of 6Paragon AnalyticsFriday, May 23, 2008Date Printed:
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Field ID: R-11-5-12-08-SVOC

Date Analyzed: 21-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 19-May-08

Sample Aliquot: 1060
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-1

Sample Results

Result Units: UG/L

File Name: R9051

Lab ID: 0805113-4

Clean DF: 1

Prep Method: SW3520 Rev C
Analysis ReqCode:  115

86-74-8 9.41CARBAZOLE U9.4

84-74-2 9.41DI-N-BUTYL PHTHALATE U9.4

206-44-0 9.41FLUORANTHENE U9.4

129-00-0 9.41PYRENE U9.4

85-68-7 9.41BUTYL BENZYL PHTHALATE U9.4

56-55-3 9.41BENZO(A)ANTHRACENE U9.4

91-94-1 9.413,3'-DICHLOROBENZIDINE U9.4

218-01-9 9.41CHRYSENE U9.4

117-81-7 9.41BIS(2-ETHYLHEXYL)PHTHALATE U9.4

117-84-0 9.41DI-N-OCTYL PHTHALATE U9.4

205-99-2 9.41BENZO(B)FLUORANTHENE U9.4

207-08-9 9.41BENZO(K)FLUORANTHENE U9.4

50-32-8 9.41BENZO(A)PYRENE U9.4

193-39-5 9.41INDENO(1,2,3-CD)PYRENE U9.4

53-70-3 9.41DIBENZO(A,H)ANTHRACENE U9.4

191-24-2 9.41BENZO(G,H,I)PERYLENE U9.4

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

118-79-6 2,4,6-TRIBROMOPHENOL 53.6 70.8 76 23 - 100

321-60-8 2-FLUOROBIPHENYL 38.4 47.2 81 21 - 106

367-12-4 2-FLUOROPHENOL 56.2 70.8 79 21 - 100

4165-60-0 NITROBENZENE-D5 35.8 47.2 76 34 - 111

4165-62-2 PHENOL-D5 56.6 70.8 80 15 - 104

1718-51-0 TERPHENYL-D14 38.8 47.2 82 33 - 111
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Field ID: R-36-5-12-08-SVOC

Date Analyzed: 21-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 19-May-08

Sample Aliquot: 1050
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-2

Sample Results

Result Units: UG/L

File Name: R9052

Lab ID: 0805113-9

Clean DF: 1

Prep Method: SW3520 Rev C
Analysis ReqCode:  115

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

Dilution 
Factor

123-91-1 9.511,4-DIOXANE U9.5

110-86-1 9.51PYRIDINE U9.5

62-75-9 9.51N-NITROSODIMETHYLAMINE U9.5

62-53-3 9.51ANILINE U9.5

108-95-2 9.51PHENOL U9.5

111-44-4 9.51BIS(2-CHLOROETHYL)ETHER U9.5

95-57-8 9.512-CHLOROPHENOL U9.5

541-73-1 9.511,3-DICHLOROBENZENE U9.5

106-46-7 9.511,4-DICHLOROBENZENE U9.5

95-50-1 9.511,2-DICHLOROBENZENE U9.5

100-51-6 9.51BENZYL ALCOHOL U9.5

108-60-1 9.51BIS(2-CHLOROISOPROPYL)ETHER U9.5

95-48-7 9.512-METHYLPHENOL U9.5

621-64-7 9.51N-NITROSO-DI-N-PROPYLAMINE U9.5

108-39-4 9.513+4-METHYLPHENOL U9.5

67-72-1 9.51HEXACHLOROETHANE U9.5

98-95-3 9.51NITROBENZENE U9.5

78-59-1 9.51ISOPHORONE U9.5

88-75-5 9.512-NITROPHENOL U9.5

105-67-9 9.512,4-DIMETHYLPHENOL U9.5

111-91-1 9.51BIS(2-CHLOROETHOXY)METHANE U9.5

120-83-2 9.512,4-DICHLOROPHENOL U9.5

65-85-0 481BENZOIC ACID U48

120-82-1 9.511,2,4-TRICHLOROBENZENE U9.5

91-20-3 9.51NAPHTHALENE U9.5

106-47-8 9.514-CHLOROANILINE U9.5

87-68-3 9.51HEXACHLOROBUTADIENE U9.5

Page 4 of 6Paragon AnalyticsFriday, May 23, 2008Date Printed:
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Field ID: R-36-5-12-08-SVOC

Date Analyzed: 21-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 19-May-08

Sample Aliquot: 1050
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-1

Sample Results

Result Units: UG/L

File Name: R9052

Lab ID: 0805113-9

Clean DF: 1

Prep Method: SW3520 Rev C
Analysis ReqCode:  115

59-50-7 9.514-CHLORO-3-METHYLPHENOL U9.5

91-57-6 9.512-METHYLNAPHTHALENE U9.5

77-47-4 9.51HEXACHLOROCYCLOPENTADIENE U9.5

88-06-2 9.512,4,6-TRICHLOROPHENOL U9.5

95-95-4 9.512,4,5-TRICHLOROPHENOL U9.5

91-58-7 9.512-CHLORONAPHTHALENE U9.5

88-74-4 1912-NITROANILINE U19

131-11-3 9.51DIMETHYL PHTHALATE U9.5

606-20-2 9.512,6-DINITROTOLUENE U9.5

208-96-8 9.51ACENAPHTHYLENE U9.5

99-09-2 1913-NITROANILINE U19

83-32-9 9.51ACENAPHTHENE U9.5

51-28-5 1912,4-DINITROPHENOL U19

100-02-7 1914-NITROPHENOL U19

132-64-9 9.51DIBENZOFURAN U9.5

121-14-2 9.512,4-DINITROTOLUENE U9.5

84-66-2 9.51DIETHYL PHTHALATE U9.5

86-73-7 9.51FLUORENE U9.5

7005-72-3 9.514-CHLOROPHENYL PHENYL ETHER U9.5

100-01-6 1914-NITROANILINE U19

103-33-3 9.51AZOBENZENE U9.5

534-52-1 1914,6-DINITRO-2-METHYLPHENOL U19

86-30-6 9.51N-NITROSODIPHENYLAMINE U9.5

101-55-3 9.514-BROMOPHENYL PHENYL ETHER U9.5

118-74-1 9.51HEXACHLOROBENZENE U9.5

58-90-2 9.512,3,4,6-TETRACHLOROPHENOL U9.5

87-86-5 191PENTACHLOROPHENOL U19

85-01-8 9.51PHENANTHRENE U9.5

120-12-7 9.51ANTHRACENE U9.5
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Field ID: R-36-5-12-08-SVOC

Date Analyzed: 21-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 19-May-08

Sample Aliquot: 1050
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-1

Sample Results

Result Units: UG/L

File Name: R9052

Lab ID: 0805113-9

Clean DF: 1

Prep Method: SW3520 Rev C
Analysis ReqCode:  115

86-74-8 9.51CARBAZOLE U9.5

84-74-2 9.51DI-N-BUTYL PHTHALATE U9.5

206-44-0 9.51FLUORANTHENE U9.5

129-00-0 9.51PYRENE U9.5

85-68-7 9.51BUTYL BENZYL PHTHALATE U9.5

56-55-3 9.51BENZO(A)ANTHRACENE U9.5

91-94-1 9.513,3'-DICHLOROBENZIDINE U9.5

218-01-9 9.51CHRYSENE U9.5

117-81-7 9.51BIS(2-ETHYLHEXYL)PHTHALATE 28

117-84-0 9.51DI-N-OCTYL PHTHALATE U9.5

205-99-2 9.51BENZO(B)FLUORANTHENE U9.5

207-08-9 9.51BENZO(K)FLUORANTHENE U9.5

50-32-8 9.51BENZO(A)PYRENE U9.5

193-39-5 9.51INDENO(1,2,3-CD)PYRENE U9.5

53-70-3 9.51DIBENZO(A,H)ANTHRACENE U9.5

191-24-2 9.51BENZO(G,H,I)PERYLENE U9.5

CASNO Surrogate Analyte Result Flag Spike 
Amount

Percent 
Recovery

Control
 Limits

Surrogate Recovery

118-79-6 2,4,6-TRIBROMOPHENOL 54.7 71.4 77 23 - 100

321-60-8 2-FLUOROBIPHENYL 37.1 47.6 78 21 - 106

367-12-4 2-FLUOROPHENOL 48.7 71.4 68 21 - 100

4165-60-0 NITROBENZENE-D5 33.9 47.6 71 34 - 111

4165-62-2 PHENOL-D5 53.3 71.4 75 15 - 104

1718-51-0 TERPHENYL-D14 36.9 47.6 78 33 - 111
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Laboratory Control Sample and Laboratory Control Sample Duplicate

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 05/21/2008

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 05/19/2008

Sample Aliquot: 1000
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-2

Lab ID: EX080519-7LCS

UG/LResult Units:
Clean DF: 1

File Name: R9044Prep Method: SW3520C

1,4-DIOXANE 60.1 1042.7 71 30 - 130%123-91-1

PHENOL 75 1067.6 90 49 - 101%108-95-2

2-CHLOROPHENOL 75 1070 93 37 - 106%95-57-8

1,4-DICHLOROBENZENE 50 1042.2 84 32 - 98%106-46-7

N-NITROSO-DI-N-PROPYLAMINE 50 1046.3 93 34 - 128%621-64-7

1,2,4-TRICHLOROBENZENE 50 1044.3 89 37 - 107%120-82-1

4-CHLORO-3-METHYLPHENOL 75 1066.4 89 47 - 111%59-50-7

ACENAPHTHENE 50 1041.4 83 47 - 108%83-32-9

4-NITROPHENOL 75 2053.1 71 21 - 119%100-02-7

2,4-DINITROTOLUENE 50 1044.3 89 51 - 118%121-14-2

PENTACHLOROPHENOL 75 2066.7 89 38 - 117%87-86-5

PYRENE 50 1042.4 85 49 - 128%129-00-0
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau
ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW8270D

GC/MS Semi-volatiles

Laboratory Control Sample and Laboratory Control Sample Duplicate

CASNO Target Analyte LCSD 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCSD 
% Rec.

RPD 
Limit

Date Analyzed: 05/21/2008

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 05/19/2008

Sample Aliquot: 1000
Final Volume: 1

Prep Batch: EX080519-7
% Moisture: N/A

ml
ml

Run ID: SV080521-3
QCBatchID: EX080519-7-2

Lab ID: EX080519-7LCSD

UG/LResult Units:
Clean DF: 1

RPD

File Name: R9045Prep Method: SW3520C

1,4-DIOXANE 60.1 1039.2 65 50123-91-1 9

PHENOL 75 1064.5 86 40108-95-2 5

2-CHLOROPHENOL 75 1066.5 89 4295-57-8 5

1,4-DICHLOROBENZENE 50 1040 80 50106-46-7 6

N-NITROSO-DI-N-PROPYLAMINE 50 1045.1 90 44621-64-7 3

1,2,4-TRICHLOROBENZENE 50 1041.7 83 42120-82-1 6

4-CHLORO-3-METHYLPHENOL 75 1063.1 84 3559-50-7 5

ACENAPHTHENE 50 1039.2 78 4383-32-9 6

4-NITROPHENOL 75 2049.8 66 48100-02-7 6

2,4-DINITROTOLUENE 50 1043.1 86 40121-14-2 3

PENTACHLOROPHENOL 75 2062.8 84 4487-86-5 6

PYRENE 50 1044.7 89 48129-00-0 5

CASNO Target Analyte LCSD 
Flag

Spike 
Added

LCS % 
Rec.

LCSD % 
Rec.

Control 
Limits

Surrogate Recovery LCS/LCSD

LCS 
Flag

2,4,6-TRIBROMOPHENOL 75118-79-6 8589 23 - 100

2-FLUOROBIPHENYL 50321-60-8 8994 21 - 106

2-FLUOROPHENOL 75367-12-4 8793 21 - 100

NITROBENZENE-D5 504165-60-0 8590 34 - 111

PHENOL-D5 754165-62-2 9095 15 - 104

TERPHENYL-D14 501718-51-0 8785 33 - 111
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Paragon Analytics  
Perchlorate Case Narrative 

NMED DOE Oversight Bureau 
05.12.08-557(HWB R-11 & R-36) 

Order Number - 0805113 
 
 

1. This report consists of 2 water samples.  The samples were received cool and intact by 
Paragon on 05/14/2008.  As prescribed by the method, all aqueous samples contained 
headspace upon receipt. 

2. These samples were prepared and analyzed according to SW-846, 3rd Edition 
procedures, method SW6850 Revision 0 and PA SOP448R0. 

3. The preparation batch included a method blank, laboratory control sample, matrix 
spike, and sample duplicate.  Per method requirements, matrix QC was performed for 
this analysis.  The following is a list of samples used for the matrix QC: 

Sample ID QC Type Batch ID 
0805113-1 MS LM080520-1 
0805113-1 DUP LM080520-1 

 
 Similarity of matrix and therefore relevance of the QC results should not be 

automatically inferred for any sample other than the native sample selected for QC. 

 All preparation QC were within the acceptance criteria. 

4. The analytical batch included an initial calibration, an initial calibration verification 
(ICV), continuing calibration verifications (CCV) and Limit of Detection verifications 
(LODV).  In addition, isotope ratios, relative retention times (RRT) and internal 
standards for each injection were monitored.   

5. All analytical QC were within the acceptance criteria. 

6. Sample dilutions were not required for the requested analyses. 

7. The samples were prepared and analyzed within the established holding times. 

8. Manual integrations are performed when needed to provide consistent and defensible 
data following the guidelines in Paragon Analytics Standard Operating Procedure 939 
Revision 3.   

1





 
Paragon Analytics, Inc. 
Data Qualifier Flags 
Chromatography and Mass Spectrometry 
 
 
 
 
 
U or ND: This flag indicates that the compound was analyzed for but not detected. 
 
J: This flag indicates an estimated value.  This flag is used as follows :  (1)  when 

estimating a concentration for tentatively identified compounds (TICs) where a 
1:1 response is assumed; (2)  when the mass spectral and retention time data 
indicate the presence of a compound that meets the volatile and semivolatile 
GC/MS identification criteria, and the result is less than the reporting limit 
(RL) but greater than the method detection limit (MDL); (3)  when the data 
indicate the presence of a compound that meets the identification criteria, and 
the result is less than the RL but greater than the MDL; and (4) the reported 
value is estimated.   

 
B: This flag is used when the analyte is detected in the associated method blank as 

well as in the sample.  It indicates probable blank contamination and warns the 
data user.  This flag shall be used for a tentatively identified compound (TIC) 
as well as for a positively identified target compound.   

 
E: This flag identifies compounds whose concentration exceeds the upper level of 

the calibration range. 
 
A: This flag indicates that a tentatively identified compound is a suspected aldol-

condensation product. 
 
X: This flag indicates that the analyte was diluted below an accurate quantitation 

level. 
 
*: This flag indicates that a spike recovery is outside the control criteria.   
 
+: This flag indicates that the relative percent difference (RPD) exceeds the 

control criteria.   
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Paragon OrderNum: 0805113
Client Name: NMED DOE Oversight Bureau

Client Project Name:
Client Project Number: 05.12.08-557(HWB R-11 & R-36)

Client PO Number: 06-667-55-01754

Paragon Analytics

Lab Sample 
Number

Client Sample 
Number

Matrix Date 
Collected

Time 
Collected

COC Number

Sample Number(s) Cross-Reference Table

0805113-1R-11-5-12-08-ClO4 WATER 12-May-08 11:47
0805113-2R-11-5-12-08-MET WATER 12-May-08 11:47
0805113-3R-11-5-12-08-VOC WATER 12-May-08 11:47
0805113-4R-11-5-12-08-SVOC WATER 12-May-08 11:47
0805113-5R-11-5-12-08-RAD WATER 12-May-08 11:47
0805113-6R-36-5-12-08-ClO4 WATER 12-May-08 14:20
0805113-7R-36-5-12-08-MET WATER 12-May-08 14:20
0805113-8R-36-5-12-08-VOC WATER 12-May-08 14:20
0805113-9R-36-5-12-08-SVOC WATER 12-May-08 14:20
0805113-10R-36-5-12-08-RAD WATER 12-May-08 14:20

Page 1 of 1 Paragon Analytics Monday, June 09, 2008Date Printed:
LIMS Version:  6.157A
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6850

Perchlorates by LCMS/MS

Date Analyzed: 20-May-08

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 20-May-08

Sample Aliquot: 2
Final Volume: 2

Prep Batch: LM080520-1
% Moisture: N/A

ml
ml

Run ID: LM080520-1A
QCBatchID: LM080520-1-1

Method Blank

Lab ID: LM080520-1MB

UG/LResult Units:

File Name: perc052008

Clean DF: 1

Prep Method: METHOD

CASNO Target Analyte Result Reporting 
Limit

Result 
Qualifier

EPA 
Qualifier

DF

14797-73-0 PERCHLORATE 0.05 U1 0.05
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Lab Name:
Client Name: NMED DOE Oversight Bureau

Client Project ID:  05.12.08-557(HWB R-11 & R-36)
Work Order Number: 0805113

Reporting Basis: As Received Matrix: WATER

Paragon Analytics

Client Sample ID Lab ID
Percent  
Moisture Result

Date 
Collected

Reporting 
Limit Flag

Result Units:

PERCHLORATE
Method SW6850

Dilution 
Factor

Date 
Analyzed

Date 
Prepared

Sample Results

Final Volume: 2 ml

Sample 
Aliquot

UG/LPrep Method: METHOD

0805113-1R-11-5-12-08-ClO4 05/12/2008 0.05N/A 105/20/2008 05/20/2008 2 ml0.79

0805113-6R-36-5-12-08-ClO4 05/12/2008 0.05N/A 105/20/2008 05/20/2008 2 ml1.6

Comments:

1.  ND or U  = Not Detected at or above the client requested detection limit.
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6850

Perchlorates by LCMS/MS

Date Analyzed: 05/21/2008

Date Collected: 05/12/2008

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 05/20/2008

Sample Aliquot: 2
Final Volume: 2

Prep Batch: LM080520-1
% Moisture: N/A

ml
ml

Run ID: LM080520-1A
QCBatchID: LM080520-1-1

Duplicate Sample Results

Field ID: R-11-5-12-08-ClO4

Result Units: UG/L
Lab ID: 0805113-1D

File Name: perc052008

Clean DF: 1

CASNO Target Analyte Duplicate 
Result

Reporting 
Limit

Dup 
Qual

Dilution 
Factor

RPD RPD 
Limit

Sample 
Result

Samp 
Qual

PERCHLORATE 10.050.766 3 1514797-73-0 0.79

Page 1 of 1Paragon AnalyticsMonday, June 09, 2008Date Printed:
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6850

Perchlorates by LCMS/MS

Laboratory Control Sample

CASNO Target Analyte LCS 
Result

Reporting 
Limit

Result 
Qualifier

Spike 
Added

LCS % 
Rec.

Control 
Limits

Date Analyzed: 05/20/2008

Date Collected: N/A

Sample Matrix: WATER

Cleanup: NONE
Basis: N/A

Date Extracted: 05/20/2008

Sample Aliquot: 2
Final Volume: 2

Prep Batch: LM080520-1
% Moisture: N/A

ml
ml

Run ID: LM080520-1A
QCBatchID: LM080520-1-1

Lab ID: LM080520-1LCS

UG/LResult Units:
Clean DF: 1

File Name: perc052008Prep Method: METHOD

PERCHLORATE 1 0.051.05 105 80 - 120%14797-73-0
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Lab Name: Paragon Analytics

Client Name: NMED DOE Oversight Bureau

ClientProject ID:  05.12.08-557(HWB R-11 & R-36)

Work Order Number: 0805113

Method SW6850

Perchlorates by LCMS/MS

Date Analyzed: 20-May-08

Date Collected: 12-May-08

Sample Matrix: WATER

Cleanup: NONE
Basis: As Received

Date Extracted: 20-May-08

Sample Aliquot: 2
Final Volume: 2

Prep Batch: LM080520-1
% Moisture: N/A

ml
ml

Run ID: LM080520-1A
QCBatchID: LM080520-1-1

Matrix Spike

Field ID: R-11-5-12-08-ClO4

LabID: 0805113-1MS UG/LResult Units:
File Name: perc052008

Target Analyte MS 
Result

Reporting 
Limit

MS 
Qual

Spike 
Added

MS % 
Rec.

Control 
Limits

Sample 
Result

Samp 
Qual

CASNO

PERCHLORATE 10.051.95 116 80 - 120%0.7914797-73-0
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