
April 12, 2011

Brad Davis
Zia Engineering & Environmental
755 S Telshor Blvd Ste F-201
Las Cruces, NM 88011
  
TEL: (575) 678-3397
FAX: (575) 532-1587
  
RE: MPL#3 Long-term GW Monitoring  
 
Dear Brad Davis:

Order No: 1103255

DHL Analytical received 5 sample(s) on 3/31/2011 for the analyses presented in the following report.

There were no problems with the analyses and all data met requirements of DoD QSM Ver 4.1 and
NELAC except where noted in the Case Narrative.  All non-NELAC methods will be identified
accordingly in the case narrative and all estimated uncertainties of test results are within method or EPA
specifications.

If you have any questions regarding these tests results, please feel free to call.  This report shall not be
reproduced except in full without the written approval of DHL Analytical, Inc.  Thank you for using DHL
Analytical.

Sincerely,

John DuPont
General Manager

This report was performed under the accreditation of the State of Texas & DoD Laboratory Certification
Number: T104704211-11-5 & DoD ELAP #ADE-1416 v2

2300 Double Creek Dr. • Round Rock, TX 78664 • Phone: (512) 388-8222 • Fax: (512) 388-8229
 http://www.dhlanalytical.com
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DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring
Lab Order: 1103255

CASE NARRATIVE

This case narrative  describes abnormalities and deviations that may affect the results and summarizes all
known issues that need to be highlighted for the data user to assess the results.  This case narrative and the
report contents are compliant with DoD QSM Ver 4.1 and NELAC.

Samples were analyzed using the methods outlined in the following references:

   Method SW8260C - Volatile Organics
   Method SW8270C - Semivolatile Organics  (Compounds "N" flagged are not NELAC certified))
   Method SW6020 - Metals Analysis (Total and Dissolved)
   Method SW7470A - Metals Analysis (Total and Dissolved)
   Method M4500-H+ B (18th Edition) - pH of a Water
   Method M5310C (18th Edition) - TOC Analysis
   Method E300 - Anions by IC
   Method M2320 B - Alkalinity
   Method M8015D - DRO Analysis
   Method M8015V - GRO Analysis
   
Exception Report R1-01

Samples were received on and log-in performed on 3/31/2011.  A total of 5 samples were received and all
were analyzed.  The samples arrived in good condition and were properly packaged.

Exception Report R6-04

For Volatiles Analysis, the recoveries of 1,2-Dichlorobenzene and sec-Butylbenzene for the Laboratory
Control Spike (LCS-45723) were slightly above the method control limits. These are flagged accordingly
in the QC Summary Report.  These compounds were within method control limits in the associated ICV.
No further corrective actions were taken.

For Semivolatiles Analysis, the recoveries of Dimethylphenethylamine for the Laboratory Control Spike
(LCS-45760) was below the method control limits. This is flagged accordingly in the QC Summary
Report.  This compound was within method control limits in the associated ICV. No further corrective
actions were taken.

Exception Report R7-03 and R7-04

For Volatiles Analysis, the recovery of 2-Chloroethylvinylether in the Matrix Spike and Matrix Spike
Duplicate (1103202-02 MS/MSD) was outside of the method control limits. Additionally, the recoveries
of 2-Hexanone and 4-Methyl-2-pentanone for the Matrix Spike Duplicate (1103202-02 MSD) were
slightly above the method control limits. These are flagged accordingly in the QC Summary Report.
These compounds were within method control limits in the associated LCS. The reference sample selected
for the matrix spike and matrix spike duplicate was not from this work order. No further corrective actions
were taken.

For Semivolatiles Analysis, the recoveries/RPDs of several compounds for the Matrix Spike and Matrix
Spike Duplicate (1103202-02 MS/MSD) were  outside of the method control limits. These are flagged
accordingly in the QC Summary Report. Of these compounds Dimethylphenethylamine may be biased
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DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring
Lab Order: 1103255

CASE NARRATIVE

low, the remaining compounds were within method control limits in the associated LCS. The reference
sample selected for the matrix spike and matrix spike duplicate was not from this work order.  No further
corrective actions were taken.

For Dissolved Metals Analysis, the recovery of Calcium in the Matrix Spike (1104021-01 MS) was below
the method control limits. This is flagged accordingly in the QC Summary Report. This analyte is within
method control limits in the associated LCS. The reference sample selected for the MS/MSD was not
from this workorder. No further corrective action was taken.

For Total Metals Analysis, the recoveries of Calcium, Magnesium and Sodium in the Matrix Spike and
Matrix Spike Duplicate (1103253-02 MS/MSD) were below the method control limits. These are flagged
accordingly in the QC Summary Report. These analytes are within method control limits in the associated
LCS. The reference sample selected for the MS/MSD was not from this workorder. No further corrective
action was taken.

Exception Report R10-01

For Total and Dissolved Metals Analysis, the results for all samples showed dissolved Calcium and
Sodium as slightly higher than the results for total Calcium and Sodium. The results se are within the
acceptable variation limits.  No further corrective actions were taken.

Exception Report S2-02

For Semivolatiles Analysis, the recovery 1,2,4,5-Tetrachlorobenzene for the Initial Calibration
Verification (ICV-110406) was slightly below the method control limits. This is flagged in the QC
Summary Report. This compound is within method control limits in the associated LCS. No further
corrective action was taken.

Exception Report S4-01

For Dissolved Metals Analysis, the recoveries of several internal standards for the Matrix Spike, Matrix
Spike Duplicate, Post Digestion Spike, the CCV and CCB (1104021-01) were above the method control
limits, due to matrix interference. The sample selected for the MS/MSD was not from this workorder. No
further corrective action was taken.

Exception Report S9-01

For Total Metals Analysis,  the recovery of Potassium in the Post Digestion Spike (1103253-02 PDS) was
slightly below the method control limits. Additionally, for dissolved metals the recovery of Sodium in the
Post Digestion Spike (1104021-01 PDS) slightly below the method control limits. These are flagged
accordingly in the QC Summary Report. These analyses are within method control limits in the respective
Serial Dilutions. No further corrective action taken.

For Dissolved Metals Analysis, the RPD of Potassium in the Serial Dilution (1104021-01 SD) was
marginally above the method control limits. This is flagged accordingly in the QC Summary report. This
element is within method control limits in the associated PDS. No further corrective action taken.
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DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring
Lab Order: 1103255

CASE NARRATIVE

A summary of project communication follows:

DHL Analytical  received the Project RFQ from the client on 12/29/09. Completed RFQ returned to client
via email on 1/07/2010. Purchase Order/Terms and Conditions received and  signed and approved by both
parties on 01/25/2010.

Brad Davis of ZIA  Requested a bottle kit from Jennifer Barker of DHL: via email on 2/22/11.

Kit #2315 sent on 2/24/11 via Lonestar Overnight, arrive by  3/01/11.

This sample delivery group arrived at DHL Analytical 3/31/11.  Sample summary sent via email from
Log-in to client on 3/31/11.

All hardcopies for the sample kit request, bill of lading for sample kit sent and login summary are kept in
project folder.
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DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring
Lab Order: 1103255

Work Order Sample Summary

Lab Smp ID Client Sample ID Tag Number Date Collected Date Recv'd

1103255-01 0065-MW-012-0311 03/30/11 10:17 AM 03/31/11
1103255-02 0065-MW-112-0311 03/30/11 10:17 AM 03/31/11
1103255-03 0065-MW-TB-377-034 03/30/11 10:17 AM 03/31/11
1103255-04 0065-MW-010-0311 03/30/11 02:07 PM 03/31/11
1103255-05 0065-MW-TB-374-0311 03/30/11 02:07 PM 03/31/11
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DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring
Lab Order: 1103255

PREP DATES REPORT

Sample ID Client Sample ID Collection Date Matrix Test Number Test Name Prep Date Batch ID

1103255-01A 0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW5030C Purge and Trap Water GC/MS 04/04/11 09:00 AM 45723

1103255-01B 0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW5030C Purge and Trap Water GC-Gas 04/05/11 11:30 AM 45762

1103255-01C 0065-MW-012-0311 03/30/11 10:17 AM Aqueous M5310C TOC prep Aqueous 04/04/11 12:39 PM 45751

1103255-01D 0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW7470A Mercury Aq Prep, Total 04/04/11 08:56 AM 45737

0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals: Dissolved 04/05/11 08:56 AM 45755

0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals: Dissolved 04/05/11 08:56 AM 45755

1103255-01E 0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW7470A Mercury Aq Prep, Total 04/04/11 08:56 AM 45738

0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals : ICP-MS 04/01/11 09:15 AM 45708

0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals : ICP-MS 04/01/11 09:15 AM 45708

0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals : ICP-MS 04/01/11 09:15 AM 45708

1103255-01F 0065-MW-012-0311 03/30/11 10:17 AM Aqueous E300 Anion Preparation 03/31/11 09:00 AM 45703

0065-MW-012-0311 03/30/11 10:17 AM Aqueous M2320 B Alkalinity Preparation 03/31/11 01:30 PM 45702

0065-MW-012-0311 03/30/11 10:17 AM Aqueous M4500-H+ B pH Preparation 03/31/11 09:30 AM 45701

1103255-01G 0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW3510C Aq Prep Sep Funnel: DRO 04/04/11 08:25 AM 45732

1103255-01H 0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW3510C Aq Prep Sep Funnel: BNA 04/05/11 10:36 AM 45760

0065-MW-012-0311 03/30/11 10:17 AM Aqueous SW3510C Aq Prep Sep Funnel: BNA 04/05/11 10:36 AM 45760

1103255-02A 0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW5030C Purge and Trap Water GC/MS 04/04/11 09:00 AM 45723

1103255-02B 0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW5030C Purge and Trap Water GC-Gas 04/05/11 11:30 AM 45762

1103255-02C 0065-MW-112-0311 03/30/11 10:17 AM Aqueous M5310C TOC prep Aqueous 04/04/11 12:39 PM 45751

1103255-02D 0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW7470A Mercury Aq Prep, Total 04/04/11 08:56 AM 45737

0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals: Dissolved 04/05/11 08:56 AM 45755

0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals: Dissolved 04/05/11 08:56 AM 45755

0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals: Dissolved 04/05/11 08:56 AM 45755

1103255-02E 0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW7470A Mercury Aq Prep, Total 04/04/11 08:56 AM 45738

0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals : ICP-MS 04/01/11 09:15 AM 45708

0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals : ICP-MS 04/01/11 09:15 AM 45708

0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW3005A Aq Prep Metals : ICP-MS 04/01/11 09:15 AM 45708

1103255-02F 0065-MW-112-0311 03/30/11 10:17 AM Aqueous E300 Anion Preparation 03/31/11 09:00 AM 45703

0065-MW-112-0311 03/30/11 10:17 AM Aqueous M2320 B Alkalinity Preparation 03/31/11 01:30 PM 45702
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DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring
Lab Order: 1103255

PREP DATES REPORT

Sample ID Client Sample ID Collection Date Matrix Test Number Test Name Prep Date Batch ID

0065-MW-112-0311 03/30/11 10:17 AM Aqueous M4500-H+ B pH Preparation 03/31/11 09:30 AM 45701

1103255-02G 0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW3510C Aq Prep Sep Funnel: DRO 04/04/11 08:25 AM 45732

1103255-02H 0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW3510C Aq Prep Sep Funnel: BNA 04/05/11 10:36 AM 45760

0065-MW-112-0311 03/30/11 10:17 AM Aqueous SW3510C Aq Prep Sep Funnel: BNA 04/05/11 10:36 AM 45760

1103255-03A 0065-MW-TB-377-034 03/30/11 10:17 AM Trip Blank SW5030C Purge and Trap Water GC/MS 04/04/11 09:00 AM 45723

1103255-04A 0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW5030C Purge and Trap Water GC/MS 04/04/11 09:00 AM 45723

1103255-04B 0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW5030C Purge and Trap Water GC-Gas 04/05/11 11:30 AM 45762

1103255-04C 0065-MW-010-0311 03/30/11 02:07 PM Aqueous M5310C TOC prep Aqueous 04/04/11 12:39 PM 45751

1103255-04D 0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW7470A Mercury Aq Prep, Total 04/04/11 08:56 AM 45737

0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW3005A Aq Prep Metals: Dissolved 04/05/11 08:56 AM 45755

0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW3005A Aq Prep Metals: Dissolved 04/05/11 08:56 AM 45755

0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW3005A Aq Prep Metals: Dissolved 04/05/11 08:56 AM 45755

1103255-04E 0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW7470A Mercury Aq Prep, Total 04/04/11 08:56 AM 45738

0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW3005A Aq Prep Metals : ICP-MS 04/01/11 09:15 AM 45708

0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW3005A Aq Prep Metals : ICP-MS 04/01/11 09:15 AM 45708

0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW3005A Aq Prep Metals : ICP-MS 04/01/11 09:15 AM 45708

1103255-04F 0065-MW-010-0311 03/30/11 02:07 PM Aqueous E300 Anion Preparation 03/31/11 09:00 AM 45703

0065-MW-010-0311 03/30/11 02:07 PM Aqueous M2320 B Alkalinity Preparation 03/31/11 01:30 PM 45702

0065-MW-010-0311 03/30/11 02:07 PM Aqueous M4500-H+ B pH Preparation 03/31/11 09:30 AM 45701

1103255-04G 0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW3510C Aq Prep Sep Funnel: DRO 04/04/11 08:25 AM 45732

1103255-04H 0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW3510C Aq Prep Sep Funnel: BNA 04/05/11 10:36 AM 45760

0065-MW-010-0311 03/30/11 02:07 PM Aqueous SW3510C Aq Prep Sep Funnel: BNA 04/05/11 10:36 AM 45760

1103255-05A 0065-MW-TB-374-0311 03/30/11 02:07 PM Trip Blank SW5030C Purge and Trap Water GC/MS 04/04/11 09:00 AM 45723
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DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring
Lab Order: 1103255

ANALYTICAL DATES REPORT

Sample ID Client Sample ID Matrix Test Number Test Name Batch ID Dilution Analysis Date Run ID

1103255-01A 0065-MW-012-0311 Aqueous SW8260C 8260 Water Volatiles by GC/MS 45723 1 04/04/11 05:21 PM GCMS5_110404A

1103255-01B 0065-MW-012-0311 Aqueous M8015V Method 8015 Gasoline (GRO) 45762 1 04/05/11 01:16 PM GC4_110405A

1103255-01C 0065-MW-012-0311 Aqueous M5310C Total Organic Carbon 45751 1 04/04/11 04:48 PM TOC_110404A

1103255-01D 0065-MW-012-0311 Aqueous SW6020 Dissolved Metals-ICPMS (0.45µ) 45755 1 04/07/11 11:54 PM ICP-MS2_110407A

0065-MW-012-0311 Aqueous SW6020 Dissolved Metals-ICPMS (0.45µ) 45755 5 04/08/11 02:01 PM ICP-MS2_110408A

0065-MW-012-0311 Aqueous SW7470A Mercury Filtered (0.45µ) 45737 1 04/06/11 12:47 PM CETAC_HG_110406A

1103255-01E 0065-MW-012-0311 Aqueous SW7470A Total Mercury: Aqueous 45738 1 04/06/11 01:12 PM CETAC_HG_110406A

0065-MW-012-0311 Aqueous SW6020 Trace Metals: ICP-MS - Water 45708 1 04/07/11 12:37 AM ICP-MS2_110406C

0065-MW-012-0311 Aqueous SW6020 Trace Metals: ICP-MS - Water 45708 1 04/07/11 03:07 PM ICP-MS2_110407A

0065-MW-012-0311 Aqueous SW6020 Trace Metals: ICP-MS - Water 45708 5 04/08/11 02:25 PM ICP-MS2_110408A

1103255-01F 0065-MW-012-0311 Aqueous M2320 B Alkalinity 45702 1 03/31/11 01:45 PM TITRATOR_110331B

0065-MW-012-0311 Aqueous E300 Anions by IC method - Water 45703 1 03/31/11 02:43 PM IC2_110331A

0065-MW-012-0311 Aqueous M4500-H+ B pH 45701 1 03/31/11 12:58 PM TITRATOR_110331A

1103255-01G 0065-MW-012-0311 Aqueous M8015D TPH Extractable by GC - Water 45732 1 04/04/11 02:30 PM GC15_110404A

1103255-01H 0065-MW-012-0311 Aqueous SW8270C Semivolatiles by GC/MS - Water 45760 1 04/05/11 05:45 PM GCMS4_110405A

0065-MW-012-0311 Aqueous SW8270C Semivolatiles by GC/MS - Water 45760 1 04/06/11 02:27 PM GCMS9_110406A

1103255-02A 0065-MW-112-0311 Aqueous SW8260C 8260 Water Volatiles by GC/MS 45723 1 04/04/11 05:47 PM GCMS5_110404A

1103255-02B 0065-MW-112-0311 Aqueous M8015V Method 8015 Gasoline (GRO) 45762 1 04/05/11 01:41 PM GC4_110405A

1103255-02C 0065-MW-112-0311 Aqueous M5310C Total Organic Carbon 45751 1 04/04/11 05:05 PM TOC_110404A

1103255-02D 0065-MW-112-0311 Aqueous SW6020 Dissolved Metals-ICPMS (0.45µ) 45755 1 04/08/11 ICP-MS2_110407A

0065-MW-112-0311 Aqueous SW6020 Dissolved Metals-ICPMS (0.45µ) 45755 5 04/08/11 02:07 PM ICP-MS2_110408A

0065-MW-112-0311 Aqueous SW6020 Dissolved Metals-ICPMS (0.45µ) 45755 1 04/08/11 03:48 PM ICP-MS2_110408A

0065-MW-112-0311 Aqueous SW7470A Mercury Filtered (0.45µ) 45737 1 04/06/11 12:49 PM CETAC_HG_110406A

1103255-02E 0065-MW-112-0311 Aqueous SW7470A Total Mercury: Aqueous 45738 1 04/06/11 01:14 PM CETAC_HG_110406A

0065-MW-112-0311 Aqueous SW6020 Trace Metals: ICP-MS - Water 45708 1 04/07/11 12:43 AM ICP-MS2_110406C

0065-MW-112-0311 Aqueous SW6020 Trace Metals: ICP-MS - Water 45708 1 04/07/11 03:13 PM ICP-MS2_110407A

0065-MW-112-0311 Aqueous SW6020 Trace Metals: ICP-MS - Water 45708 5 04/08/11 02:31 PM ICP-MS2_110408A

1103255-02F 0065-MW-112-0311 Aqueous M2320 B Alkalinity 45702 1 03/31/11 01:52 PM TITRATOR_110331B

0065-MW-112-0311 Aqueous E300 Anions by IC method - Water 45703 1 03/31/11 03:28 PM IC2_110331A
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DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring
Lab Order: 1103255

ANALYTICAL DATES REPORT

Sample ID Client Sample ID Matrix Test Number Test Name Batch ID Dilution Analysis Date Run ID

0065-MW-112-0311 Aqueous M4500-H+ B pH 45701 1 03/31/11 01:00 PM TITRATOR_110331A

1103255-02G 0065-MW-112-0311 Aqueous M8015D TPH Extractable by GC - Water 45732 1 04/04/11 02:39 PM GC15_110404A

1103255-02H 0065-MW-112-0311 Aqueous SW8270C Semivolatiles by GC/MS - Water 45760 1 04/05/11 06:09 PM GCMS4_110405A

0065-MW-112-0311 Aqueous SW8270C Semivolatiles by GC/MS - Water 45760 1 04/06/11 02:51 PM GCMS9_110406A

1103255-03A 0065-MW-TB-377-034 Trip Blank SW8260C 8260 Water Volatiles by GC/MS 45723 1 04/04/11 04:32 PM GCMS5_110404A

1103255-04A 0065-MW-010-0311 Aqueous SW8260C 8260 Water Volatiles by GC/MS 45723 1 04/04/11 06:11 PM GCMS5_110404A

1103255-04B 0065-MW-010-0311 Aqueous M8015V Method 8015 Gasoline (GRO) 45762 1 04/05/11 02:06 PM GC4_110405A

1103255-04C 0065-MW-010-0311 Aqueous M5310C Total Organic Carbon 45751 1 04/04/11 05:22 PM TOC_110404A

1103255-04D 0065-MW-010-0311 Aqueous SW6020 Dissolved Metals-ICPMS (0.45µ) 45755 1 04/08/11 12:06 AM ICP-MS2_110407A

0065-MW-010-0311 Aqueous SW6020 Dissolved Metals-ICPMS (0.45µ) 45755 5 04/08/11 02:13 PM ICP-MS2_110408A

0065-MW-010-0311 Aqueous SW6020 Dissolved Metals-ICPMS (0.45µ) 45755 1 04/08/11 03:54 PM ICP-MS2_110408A

0065-MW-010-0311 Aqueous SW7470A Mercury Filtered (0.45µ) 45737 1 04/06/11 12:51 PM CETAC_HG_110406A

1103255-04E 0065-MW-010-0311 Aqueous SW7470A Total Mercury: Aqueous 45738 1 04/06/11 01:16 PM CETAC_HG_110406A

0065-MW-010-0311 Aqueous SW6020 Trace Metals: ICP-MS - Water 45708 1 04/07/11 12:49 AM ICP-MS2_110406C

0065-MW-010-0311 Aqueous SW6020 Trace Metals: ICP-MS - Water 45708 1 04/07/11 03:19 PM ICP-MS2_110407A

0065-MW-010-0311 Aqueous SW6020 Trace Metals: ICP-MS - Water 45708 5 04/08/11 02:37 PM ICP-MS2_110408A

1103255-04F 0065-MW-010-0311 Aqueous M2320 B Alkalinity 45702 1 03/31/11 01:56 PM TITRATOR_110331B

0065-MW-010-0311 Aqueous E300 Anions by IC method - Water 45703 1 03/31/11 03:39 PM IC2_110331A

0065-MW-010-0311 Aqueous M4500-H+ B pH 45701 1 03/31/11 01:01 PM TITRATOR_110331A

1103255-04G 0065-MW-010-0311 Aqueous M8015D TPH Extractable by GC - Water 45732 1 04/04/11 02:48 PM GC15_110404A

1103255-04H 0065-MW-010-0311 Aqueous SW8270C Semivolatiles by GC/MS - Water 45760 1 04/05/11 06:33 PM GCMS4_110405A

0065-MW-010-0311 Aqueous SW8270C Semivolatiles by GC/MS - Water 45760 1 04/06/11 03:15 PM GCMS9_110406A

1103255-05A 0065-MW-TB-374-0311 Trip Blank SW8260C 8260 Water Volatiles by GC/MS 45723 1 04/04/11 04:57 PM GCMS5_110404A
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DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-012-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-01
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

TPH Extractable by GC - Water M8015D  Analyst: DO
TPH-DRO C10-C28 <0.0500 0.0500 0.100 mg/L 1 04/04/11 02:30 PM
    Surr: Isopropylbenzene 70.0 0 47 - 142 %REC 1 04/04/11 02:30 PM
    Surr: Octacosane 118 0 51 - 124 %REC 1 04/04/11 02:30 PM

Method 8015 Gasoline (GRO) M8015V  Analyst: DEW
Gasoline Range Organics <0.0600 0.0600 0.100 mg/L 1 04/05/11 01:16 PM
    Surr: Tetrachlorethene 119 0 74 - 138 %REC 1 04/05/11 01:16 PM

Mercury Filtered (0.45µ) SW7470A  Analyst: LM
Mercury <0.0000600 0.0000600 0.000200 mg/L 1 04/06/11 12:47 PM

Total Mercury: Aqueous SW7470A  Analyst: LM
Mercury <0.0000600 0.0000600 0.000200 mg/L 1 04/06/11 01:12 PM

Dissolved Metals-ICPMS (0.45µ) SW6020  Analyst: AJR
Arsenic <0.00200 0.00200 0.00600 mg/L 1 04/07/11 11:54 PM
Barium 0.0807 0.00300 0.0100 mg/L 1 04/07/11 11:54 PM
Cadmium <0.000300 0.000300 0.00100 mg/L 1 04/07/11 11:54 PM
Calcium 46.1 0.500 1.50 mg/L 5 04/08/11 02:01 PM
Chromium <0.00200 0.00200 0.00600 mg/L 1 04/07/11 11:54 PM
Lead <0.000300 0.000300 0.00100 mg/L 1 04/07/11 11:54 PM
Magnesium 5.04 0.100 0.300 mg/L 1 04/07/11 11:54 PM
Potassium 1.68 0.100 0.300 mg/L 1 04/07/11 11:54 PM
Selenium <0.00200 0.00200 0.00600 mg/L 1 04/07/11 11:54 PM
Silver <0.000600 0.000600 0.00200 mg/L 1 04/07/11 11:54 PM
Sodium 23.3 0.100 0.300 mg/L 1 04/07/11 11:54 PM

Trace Metals: ICP-MS - Water SW6020  Analyst: AJR
Arsenic <0.00200 0.00200 0.00600 mg/L 1 04/07/11 12:37 AM
Barium 0.0820 0.00300 0.0100 mg/L 1 04/07/11 12:37 AM
Cadmium <0.000300 0.000300 0.00100 mg/L 1 04/07/11 12:37 AM
Calcium 44.8 0.500 1.50 mg/L 5 04/08/11 02:25 PM
Chromium <0.00200 0.00200 0.00600 mg/L 1 04/07/11 12:37 AM
Lead <0.000300 0.000300 0.00100 mg/L 1 04/07/11 12:37 AM
Magnesium 5.61 0.100 0.300 mg/L 1 04/07/11 12:37 AM
Potassium 1.77 0.100 0.300 mg/L 1 04/07/11 12:37 AM
Selenium <0.00200 0.00200 0.00600 mg/L 1 04/07/11 12:37 AM
Silver <0.000600 0.000600 0.00200 mg/L 1 04/07/11 12:37 AM
Sodium 23.1 0.100 0.300 mg/L 1 04/07/11 03:07 PM

Semivolatiles by GC/MS - Water SW8270C  Analyst: DO
1,2,4,5-Tetrachlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
1,2,4-Trichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
1,2-Dichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
1,2-Diphenylhydrazine <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
1,3-Dichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
1,4-Dichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
1-Chloronaphthalene <0.000200 0.000200 0.000800 N mg/L 1 04/05/11 05:45 PM
1-Methylnaphthalene <0.000200 0.000200 0.000800 N mg/L 1 04/06/11 02:27 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 19 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-012-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-01
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

1-Naphthylamine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
2,4,5-Trichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2,4,6-Trichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2,4-Dichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2,4-Dimethylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2,4-Dinitrophenol <0.00100 0.00100 0.00400 mg/L 1 04/06/11 02:27 PM
2,4-Dinitrotoluene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2,6-Dichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2,6-Dinitrotoluene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2-Chloronaphthalene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2-Chlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2-Methylnaphthalene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2-Methylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2-Naphthylamine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
2-Nitroaniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2-Nitrophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
2-Picoline <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
3,3´-Dichlorobenzidine <0.00100 0.00100 0.00400 mg/L 1 04/06/11 02:27 PM
3-Methylcholanthrene <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
3-Nitroaniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
4,6-Dinitro-2-methylphenol <0.000600 0.000600 0.00200 mg/L 1 04/06/11 02:27 PM
4-Aminobiphenyl <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
4-Bromophenyl phenyl ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
4-Chloro-3-methylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
4-Chloroaniline <0.000600 0.000600 0.00200 mg/L 1 04/06/11 02:27 PM
4-Chlorophenyl phenyl ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
4-Methylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
4-Nitroaniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
4-Nitrophenol <0.00100 0.00100 0.00400 mg/L 1 04/06/11 02:27 PM
7,12-Dimethylbenz(a)anthracene <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
Acenaphthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Acenaphthylene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Acetophenone <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Aniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Anthracene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Benzidine <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:27 PM
Benzo[a]anthracene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Benzo[a]pyrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Benzo[b]fluoranthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Benzo[g,h,i]perylene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Benzo[k]fluoranthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Benzoic acid <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:27 PM
Benzyl alcohol <0.000600 0.000600 0.00200 mg/L 1 04/06/11 02:27 PM
Biphenyl <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Bis(2-chloroethoxy)methane <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 20 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-012-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-01
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Bis(2-chloroethyl)ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Bis(2-chloroisopropyl)ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Bis(2-ethylhexyl)phthalate <0.00100 0.00100 0.00300 mg/L 1 04/06/11 02:27 PM
Butyl benzyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:27 PM
Carbazole <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Chrysene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Di-n-butyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:27 PM
Di-n-octyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:27 PM
Dibenz(a,j)acridine <0.00100 0.00100 0.00400 N mg/L 1 04/05/11 05:45 PM
Dibenz[a,h]anthracene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Dibenzofuran <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Diethyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:27 PM
Dimethyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:27 PM
Dimethylphenethylamine <0.00200 0.00200 0.00600 mg/L 1 04/05/11 05:45 PM
Diphenylamine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
Ethyl methanesulfonate <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
Fluoranthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Fluorene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Hexachlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Hexachlorobutadiene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Hexachlorocyclopentadiene <0.000600 0.000600 0.00200 mg/L 1 04/06/11 02:27 PM
Hexachloroethane <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Indeno[1,2,3-cd]pyrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Isophorone <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Methyl methanesulfonate <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
N-Nitrosodi-n-propylamine <0.000100 0.000100 0.000800 mg/L 1 04/06/11 02:27 PM
N-Nitrosodimethylamine <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
N-Nitrosodiphenylamine <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
N-Nitrosopiperidine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
Naphthalene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Nitrobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
p-Dimethylaminoazobenzene <0.000200 0.000200 0.000800 N mg/L 1 04/05/11 05:45 PM
Pentachlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Pentachloronitrobenzene <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
Pentachlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Phenacetin <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
Phenanthrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Phenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Pronamide <0.000200 0.000200 0.000800 mg/L 1 04/05/11 05:45 PM
Pyrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:27 PM
Pyridine <0.000800 0.000800 0.00200 mg/L 1 04/06/11 02:27 PM
    Surr: 2,4,6-Tribromophenol 108 0 42 - 124 %REC 1 04/05/11 05:45 PM
    Surr: 2,4,6-Tribromophenol 96.8 0 42 - 124 %REC 1 04/06/11 02:27 PM
    Surr: 2-Fluorobiphenyl 79.8 0 50 - 110 %REC 1 04/05/11 05:45 PM
    Surr: 2-Fluorobiphenyl 86.2 0 50 - 110 %REC 1 04/06/11 02:27 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 21 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-012-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-01
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

    Surr: 2-Fluorophenol 68.8 0 20 - 110 %REC 1 04/06/11 02:27 PM
    Surr: 2-Fluorophenol 69.8 0 20 - 110 %REC 1 04/05/11 05:45 PM
    Surr: 4-Terphenyl-d14 89.8 0 51 - 135 %REC 1 04/05/11 05:45 PM
    Surr: 4-Terphenyl-d14 98.0 0 51 - 135 %REC 1 04/06/11 02:27 PM
    Surr: Nitrobenzene-d5 90.8 0 41 - 110 %REC 1 04/05/11 05:45 PM
    Surr: Nitrobenzene-d5 87.3 0 41 - 110 %REC 1 04/06/11 02:27 PM
    Surr: Phenol-d6 45.3 0 20 - 115 %REC 1 04/05/11 05:45 PM
    Surr: Phenol-d6 41.5 0 20 - 115 %REC 1 04/06/11 02:27 PM

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 05:21 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 05:21 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 05:21 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 04/04/11 05:21 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 05:21 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 04/04/11 05:21 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:21 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:21 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:21 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:21 PM
Acetone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:21 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 04/04/11 05:21 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 22 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-012-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-01
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:21 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 04/04/11 05:21 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:21 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 05:21 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 04/04/11 05:21 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:21 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:21 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 05:21 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 05:21 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Trichloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 05:21 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:21 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 04/04/11 05:21 PM
    Surr: 1,2-Dichloroethane-d4 103 0 70 - 120 %REC 1 04/04/11 05:21 PM
    Surr: 4-Bromofluorobenzene 100 0 75 - 120 %REC 1 04/04/11 05:21 PM
    Surr: Dibromofluoromethane 99.5 0 85 - 115 %REC 1 04/04/11 05:21 PM
    Surr: Toluene-d8 99.8 0 85 - 120 %REC 1 04/04/11 05:21 PM

Anions by IC method - Water E300  Analyst: JBC
Chloride 17.8 0.300 1.00 mg/L 1 03/31/11 02:43 PM
Sulfate 42.6 1.00 3.00 mg/L 1 03/31/11 02:43 PM

Alkalinity M2320 B  Analyst: JBC
Alkalinity, Bicarbonate (As CaCO3) 115 10.0 20.0 mg/L 1 03/31/11 01:45 PM
Alkalinity, Carbonate (As CaCO3) <10.0 10.0 20.0 mg/L 1 03/31/11 01:45 PM
Alkalinity, Hydroxide (As CaCO3) <10.0 10.0 20.0 mg/L 1 03/31/11 01:45 PM
Alkalinity, Total (As CaCO3) 115 10.0 20.0 mg/L 1 03/31/11 01:45 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 23 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-012-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-01
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

pH M4500-H+ B  Analyst: JBC
pH 7.93 0 0 pH Units 1 03/31/11 12:58 PM

Total Organic Carbon M5310C  Analyst: TGK
Total Organic Carbon 0.344 0.300 1.00 J mg/L 1 04/04/11 04:48 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 24 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-112-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-02
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

TPH Extractable by GC - Water M8015D  Analyst: DO
TPH-DRO C10-C28 <0.0500 0.0500 0.100 mg/L 1 04/04/11 02:39 PM
    Surr: Isopropylbenzene 72.1 0 47 - 142 %REC 1 04/04/11 02:39 PM
    Surr: Octacosane 119 0 51 - 124 %REC 1 04/04/11 02:39 PM

Method 8015 Gasoline (GRO) M8015V  Analyst: DEW
Gasoline Range Organics <0.0600 0.0600 0.100 mg/L 1 04/05/11 01:41 PM
    Surr: Tetrachlorethene 118 0 74 - 138 %REC 1 04/05/11 01:41 PM

Mercury Filtered (0.45µ) SW7470A  Analyst: LM
Mercury <0.0000600 0.0000600 0.000200 mg/L 1 04/06/11 12:49 PM

Total Mercury: Aqueous SW7470A  Analyst: LM
Mercury <0.0000600 0.0000600 0.000200 mg/L 1 04/06/11 01:14 PM

Dissolved Metals-ICPMS (0.45µ) SW6020  Analyst: AJR
Arsenic <0.00200 0.00200 0.00600 mg/L 1 04/08/11
Barium 0.0808 0.00300 0.0100 mg/L 1 04/08/11
Cadmium <0.000300 0.000300 0.00100 mg/L 1 04/08/11
Calcium 46.2 0.500 1.50 mg/L 5 04/08/11 02:07 PM
Chromium <0.00200 0.00200 0.00600 mg/L 1 04/08/11
Lead <0.000300 0.000300 0.00100 mg/L 1 04/08/11 03:48 PM
Magnesium 5.07 0.100 0.300 mg/L 1 04/08/11
Potassium 1.68 0.100 0.300 mg/L 1 04/08/11
Selenium <0.00200 0.00200 0.00600 mg/L 1 04/08/11
Silver <0.000600 0.000600 0.00200 mg/L 1 04/08/11
Sodium 23.3 0.100 0.300 mg/L 1 04/08/11

Trace Metals: ICP-MS - Water SW6020  Analyst: AJR
Arsenic <0.00200 0.00200 0.00600 mg/L 1 04/07/11 12:43 AM
Barium 0.0826 0.00300 0.0100 mg/L 1 04/07/11 12:43 AM
Cadmium <0.000300 0.000300 0.00100 mg/L 1 04/07/11 12:43 AM
Calcium 45.1 0.500 1.50 mg/L 5 04/08/11 02:31 PM
Chromium <0.00200 0.00200 0.00600 mg/L 1 04/07/11 12:43 AM
Lead <0.000300 0.000300 0.00100 mg/L 1 04/07/11 12:43 AM
Magnesium 5.50 0.100 0.300 mg/L 1 04/07/11 12:43 AM
Potassium 1.75 0.100 0.300 mg/L 1 04/07/11 12:43 AM
Selenium <0.00200 0.00200 0.00600 mg/L 1 04/07/11 12:43 AM
Silver <0.000600 0.000600 0.00200 mg/L 1 04/07/11 12:43 AM
Sodium 23.1 0.100 0.300 mg/L 1 04/07/11 03:13 PM

Semivolatiles by GC/MS - Water SW8270C  Analyst: DO
1,2,4,5-Tetrachlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
1,2,4-Trichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
1,2-Dichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
1,2-Diphenylhydrazine <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
1,3-Dichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
1,4-Dichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
1-Chloronaphthalene <0.000200 0.000200 0.000800 N mg/L 1 04/05/11 06:09 PM
1-Methylnaphthalene <0.000200 0.000200 0.000800 N mg/L 1 04/06/11 02:51 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 25 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-112-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-02
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

1-Naphthylamine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
2,4,5-Trichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2,4,6-Trichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2,4-Dichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2,4-Dimethylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2,4-Dinitrophenol <0.00100 0.00100 0.00400 mg/L 1 04/06/11 02:51 PM
2,4-Dinitrotoluene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2,6-Dichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2,6-Dinitrotoluene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2-Chloronaphthalene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2-Chlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2-Methylnaphthalene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2-Methylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2-Naphthylamine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
2-Nitroaniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2-Nitrophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
2-Picoline <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
3,3´-Dichlorobenzidine <0.00100 0.00100 0.00400 mg/L 1 04/06/11 02:51 PM
3-Methylcholanthrene <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
3-Nitroaniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
4,6-Dinitro-2-methylphenol <0.000600 0.000600 0.00200 mg/L 1 04/06/11 02:51 PM
4-Aminobiphenyl <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
4-Bromophenyl phenyl ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
4-Chloro-3-methylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
4-Chloroaniline <0.000600 0.000600 0.00200 mg/L 1 04/06/11 02:51 PM
4-Chlorophenyl phenyl ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
4-Methylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
4-Nitroaniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
4-Nitrophenol <0.00100 0.00100 0.00400 mg/L 1 04/06/11 02:51 PM
7,12-Dimethylbenz(a)anthracene <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
Acenaphthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Acenaphthylene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Acetophenone <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Aniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Anthracene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Benzidine <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:51 PM
Benzo[a]anthracene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Benzo[a]pyrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Benzo[b]fluoranthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Benzo[g,h,i]perylene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Benzo[k]fluoranthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Benzoic acid <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:51 PM
Benzyl alcohol <0.000600 0.000600 0.00200 mg/L 1 04/06/11 02:51 PM
Biphenyl <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Bis(2-chloroethoxy)methane <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 26 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-112-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-02
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Bis(2-chloroethyl)ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Bis(2-chloroisopropyl)ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Bis(2-ethylhexyl)phthalate <0.00100 0.00100 0.00300 mg/L 1 04/06/11 02:51 PM
Butyl benzyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:51 PM
Carbazole <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Chrysene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Di-n-butyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:51 PM
Di-n-octyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:51 PM
Dibenz(a,j)acridine <0.00100 0.00100 0.00400 N mg/L 1 04/05/11 06:09 PM
Dibenz[a,h]anthracene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Dibenzofuran <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Diethyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:51 PM
Dimethyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 02:51 PM
Dimethylphenethylamine <0.00200 0.00200 0.00600 mg/L 1 04/05/11 06:09 PM
Diphenylamine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
Ethyl methanesulfonate <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
Fluoranthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Fluorene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Hexachlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Hexachlorobutadiene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Hexachlorocyclopentadiene <0.000600 0.000600 0.00200 mg/L 1 04/06/11 02:51 PM
Hexachloroethane <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Indeno[1,2,3-cd]pyrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Isophorone <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Methyl methanesulfonate <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
N-Nitrosodi-n-propylamine <0.000100 0.000100 0.000800 mg/L 1 04/06/11 02:51 PM
N-Nitrosodimethylamine <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
N-Nitrosodiphenylamine <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
N-Nitrosopiperidine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
Naphthalene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Nitrobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
p-Dimethylaminoazobenzene <0.000200 0.000200 0.000800 N mg/L 1 04/05/11 06:09 PM
Pentachlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Pentachloronitrobenzene <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
Pentachlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Phenacetin <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
Phenanthrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Phenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Pronamide <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:09 PM
Pyrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 02:51 PM
Pyridine <0.000800 0.000800 0.00200 mg/L 1 04/06/11 02:51 PM
    Surr: 2,4,6-Tribromophenol 99.3 0 42 - 124 %REC 1 04/05/11 06:09 PM
    Surr: 2,4,6-Tribromophenol 86.5 0 42 - 124 %REC 1 04/06/11 02:51 PM
    Surr: 2-Fluorobiphenyl 73.5 0 50 - 110 %REC 1 04/05/11 06:09 PM
    Surr: 2-Fluorobiphenyl 79.2 0 50 - 110 %REC 1 04/06/11 02:51 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 27 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-112-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-02
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

    Surr: 2-Fluorophenol 62.0 0 20 - 110 %REC 1 04/06/11 02:51 PM
    Surr: 2-Fluorophenol 62.3 0 20 - 110 %REC 1 04/05/11 06:09 PM
    Surr: 4-Terphenyl-d14 80.8 0 51 - 135 %REC 1 04/05/11 06:09 PM
    Surr: 4-Terphenyl-d14 87.5 0 51 - 135 %REC 1 04/06/11 02:51 PM
    Surr: Nitrobenzene-d5 84.5 0 41 - 110 %REC 1 04/05/11 06:09 PM
    Surr: Nitrobenzene-d5 81.0 0 41 - 110 %REC 1 04/06/11 02:51 PM
    Surr: Phenol-d6 39.5 0 20 - 115 %REC 1 04/05/11 06:09 PM
    Surr: Phenol-d6 37.0 0 20 - 115 %REC 1 04/06/11 02:51 PM

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 05:47 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 05:47 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 05:47 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 04/04/11 05:47 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 05:47 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 04/04/11 05:47 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:47 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:47 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:47 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:47 PM
Acetone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:47 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 04/04/11 05:47 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 28 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-112-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-02
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:47 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 04/04/11 05:47 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:47 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 05:47 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 04/04/11 05:47 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 04/04/11 05:47 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 05:47 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 05:47 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 05:47 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Trichloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 05:47 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 05:47 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 04/04/11 05:47 PM
    Surr: 1,2-Dichloroethane-d4 102 0 70 - 120 %REC 1 04/04/11 05:47 PM
    Surr: 4-Bromofluorobenzene 99.0 0 75 - 120 %REC 1 04/04/11 05:47 PM
    Surr: Dibromofluoromethane 101 0 85 - 115 %REC 1 04/04/11 05:47 PM
    Surr: Toluene-d8 99.9 0 85 - 120 %REC 1 04/04/11 05:47 PM

Anions by IC method - Water E300  Analyst: JBC
Chloride 17.9 0.300 1.00 mg/L 1 03/31/11 03:28 PM
Sulfate 42.7 1.00 3.00 mg/L 1 03/31/11 03:28 PM

Alkalinity M2320 B  Analyst: JBC
Alkalinity, Bicarbonate (As CaCO3) 112 10.0 20.0 mg/L 1 03/31/11 01:52 PM
Alkalinity, Carbonate (As CaCO3) <10.0 10.0 20.0 mg/L 1 03/31/11 01:52 PM
Alkalinity, Hydroxide (As CaCO3) <10.0 10.0 20.0 mg/L 1 03/31/11 01:52 PM
Alkalinity, Total (As CaCO3) 112 10.0 20.0 mg/L 1 03/31/11 01:52 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 29 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-112-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-02
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

pH M4500-H+ B  Analyst: JBC
pH 7.91 0 0 pH Units 1 03/31/11 01:00 PM

Total Organic Carbon M5310C  Analyst: TGK
Total Organic Carbon 0.349 0.300 1.00 J mg/L 1 04/04/11 05:05 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 30 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-TB-377-034
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-03
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Trip Blank

Analyses Result MDL RL Qual Units DF Date Analyzed

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 04:32 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 04:32 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 04:32 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 04/04/11 04:32 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 04:32 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 04/04/11 04:32 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:32 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:32 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:32 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:32 PM
Acetone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:32 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 04/04/11 04:32 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:32 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 31 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-TB-377-034
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-03
Project No: Collection Date: 03/30/11 10:17 AM
Lab Order: 1103255 Matrix: Trip Blank

Analyses Result MDL RL Qual Units DF Date Analyzed

Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 04/04/11 04:32 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:32 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 04:32 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 04/04/11 04:32 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:32 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:32 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 04:32 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 04:32 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Trichloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 04:32 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:32 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 04/04/11 04:32 PM
    Surr: 1,2-Dichloroethane-d4 101 0 70 - 120 %REC 1 04/04/11 04:32 PM
    Surr: 4-Bromofluorobenzene 100 0 75 - 120 %REC 1 04/04/11 04:32 PM
    Surr: Dibromofluoromethane 98.4 0 85 - 115 %REC 1 04/04/11 04:32 PM
    Surr: Toluene-d8 98.5 0 85 - 120 %REC 1 04/04/11 04:32 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 32 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-010-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-04
Project No: Collection Date: 03/30/11 02:07 PM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

TPH Extractable by GC - Water M8015D  Analyst: DO
TPH-DRO C10-C28 0.0500 0.0500 0.100 J mg/L 1 04/04/11 02:48 PM
    Surr: Isopropylbenzene 57.9 0 47 - 142 %REC 1 04/04/11 02:48 PM
    Surr: Octacosane 109 0 51 - 124 %REC 1 04/04/11 02:48 PM

Method 8015 Gasoline (GRO) M8015V  Analyst: DEW
Gasoline Range Organics <0.0600 0.0600 0.100 mg/L 1 04/05/11 02:06 PM
    Surr: Tetrachlorethene 116 0 74 - 138 %REC 1 04/05/11 02:06 PM

Mercury Filtered (0.45µ) SW7470A  Analyst: LM
Mercury <0.0000600 0.0000600 0.000200 mg/L 1 04/06/11 12:51 PM

Total Mercury: Aqueous SW7470A  Analyst: LM
Mercury <0.0000600 0.0000600 0.000200 mg/L 1 04/06/11 01:16 PM

Dissolved Metals-ICPMS (0.45µ) SW6020  Analyst: AJR
Arsenic <0.00200 0.00200 0.00600 mg/L 1 04/08/11 12:06 AM
Barium 0.0881 0.00300 0.0100 mg/L 1 04/08/11 03:54 PM
Cadmium <0.000300 0.000300 0.00100 mg/L 1 04/08/11 03:54 PM
Calcium 31.3 0.500 1.50 mg/L 5 04/08/11 02:13 PM
Chromium <0.00200 0.00200 0.00600 mg/L 1 04/08/11 12:06 AM
Lead <0.000300 0.000300 0.00100 mg/L 1 04/08/11 03:54 PM
Magnesium 6.61 0.100 0.300 mg/L 1 04/08/11 12:06 AM
Potassium 1.59 0.100 0.300 mg/L 1 04/08/11 12:06 AM
Selenium <0.00200 0.00200 0.00600 mg/L 1 04/08/11 12:06 AM
Silver <0.000600 0.000600 0.00200 mg/L 1 04/08/11 03:54 PM
Sodium 21.7 0.100 0.300 mg/L 1 04/08/11 12:06 AM

Trace Metals: ICP-MS - Water SW6020  Analyst: AJR
Arsenic <0.00200 0.00200 0.00600 mg/L 1 04/07/11 12:49 AM
Barium 0.0895 0.00300 0.0100 mg/L 1 04/07/11 12:49 AM
Cadmium <0.000300 0.000300 0.00100 mg/L 1 04/07/11 12:49 AM
Calcium 30.8 0.500 1.50 mg/L 5 04/08/11 02:37 PM
Chromium <0.00200 0.00200 0.00600 mg/L 1 04/07/11 12:49 AM
Lead <0.000300 0.000300 0.00100 mg/L 1 04/07/11 12:49 AM
Magnesium 7.13 0.100 0.300 mg/L 1 04/07/11 12:49 AM
Potassium 1.75 0.100 0.300 mg/L 1 04/07/11 12:49 AM
Selenium <0.00200 0.00200 0.00600 mg/L 1 04/07/11 12:49 AM
Silver <0.000600 0.000600 0.00200 mg/L 1 04/07/11 12:49 AM
Sodium 21.3 0.100 0.300 mg/L 1 04/07/11 03:19 PM

Semivolatiles by GC/MS - Water SW8270C  Analyst: DO
1,2,4,5-Tetrachlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
1,2,4-Trichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
1,2-Dichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
1,2-Diphenylhydrazine <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
1,3-Dichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
1,4-Dichlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
1-Chloronaphthalene <0.000200 0.000200 0.000800 N mg/L 1 04/05/11 06:33 PM
1-Methylnaphthalene <0.000200 0.000200 0.000800 N mg/L 1 04/06/11 03:15 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 33 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-010-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-04
Project No: Collection Date: 03/30/11 02:07 PM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

1-Naphthylamine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
2,4,5-Trichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2,4,6-Trichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2,4-Dichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2,4-Dimethylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2,4-Dinitrophenol <0.00100 0.00100 0.00400 mg/L 1 04/06/11 03:15 PM
2,4-Dinitrotoluene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2,6-Dichlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2,6-Dinitrotoluene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2-Chloronaphthalene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2-Chlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2-Methylnaphthalene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2-Methylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2-Naphthylamine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
2-Nitroaniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2-Nitrophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
2-Picoline <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
3,3´-Dichlorobenzidine <0.00100 0.00100 0.00400 mg/L 1 04/06/11 03:15 PM
3-Methylcholanthrene <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
3-Nitroaniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
4,6-Dinitro-2-methylphenol <0.000600 0.000600 0.00200 mg/L 1 04/06/11 03:15 PM
4-Aminobiphenyl <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
4-Bromophenyl phenyl ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
4-Chloro-3-methylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
4-Chloroaniline <0.000600 0.000600 0.00200 mg/L 1 04/06/11 03:15 PM
4-Chlorophenyl phenyl ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
4-Methylphenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
4-Nitroaniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
4-Nitrophenol <0.00100 0.00100 0.00400 mg/L 1 04/06/11 03:15 PM
7,12-Dimethylbenz(a)anthracene <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
Acenaphthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Acenaphthylene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Acetophenone <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Aniline <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Anthracene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Benzidine <0.00200 0.00200 0.00600 mg/L 1 04/06/11 03:15 PM
Benzo[a]anthracene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Benzo[a]pyrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Benzo[b]fluoranthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Benzo[g,h,i]perylene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Benzo[k]fluoranthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Benzoic acid <0.00200 0.00200 0.00600 mg/L 1 04/06/11 03:15 PM
Benzyl alcohol <0.000600 0.000600 0.00200 mg/L 1 04/06/11 03:15 PM
Biphenyl <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Bis(2-chloroethoxy)methane <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 34 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-010-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-04
Project No: Collection Date: 03/30/11 02:07 PM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Bis(2-chloroethyl)ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Bis(2-chloroisopropyl)ether <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Bis(2-ethylhexyl)phthalate <0.00100 0.00100 0.00300 mg/L 1 04/06/11 03:15 PM
Butyl benzyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 03:15 PM
Carbazole <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Chrysene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Di-n-butyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 03:15 PM
Di-n-octyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 03:15 PM
Dibenz(a,j)acridine <0.00100 0.00100 0.00400 N mg/L 1 04/05/11 06:33 PM
Dibenz[a,h]anthracene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Dibenzofuran <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Diethyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 03:15 PM
Dimethyl phthalate <0.00200 0.00200 0.00600 mg/L 1 04/06/11 03:15 PM
Dimethylphenethylamine <0.00200 0.00200 0.00600 mg/L 1 04/05/11 06:33 PM
Diphenylamine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
Ethyl methanesulfonate <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
Fluoranthene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Fluorene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Hexachlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Hexachlorobutadiene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Hexachlorocyclopentadiene <0.000600 0.000600 0.00200 mg/L 1 04/06/11 03:15 PM
Hexachloroethane <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Indeno[1,2,3-cd]pyrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Isophorone <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Methyl methanesulfonate <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
N-Nitrosodi-n-propylamine <0.000100 0.000100 0.000800 mg/L 1 04/06/11 03:15 PM
N-Nitrosodimethylamine <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
N-Nitrosodiphenylamine <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
N-Nitrosopiperidine <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
Naphthalene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Nitrobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
p-Dimethylaminoazobenzene <0.000200 0.000200 0.000800 N mg/L 1 04/05/11 06:33 PM
Pentachlorobenzene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Pentachloronitrobenzene <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
Pentachlorophenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Phenacetin <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
Phenanthrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Phenol <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Pronamide <0.000200 0.000200 0.000800 mg/L 1 04/05/11 06:33 PM
Pyrene <0.000200 0.000200 0.000800 mg/L 1 04/06/11 03:15 PM
Pyridine <0.000800 0.000800 0.00200 mg/L 1 04/06/11 03:15 PM
    Surr: 2,4,6-Tribromophenol 102 0 42 - 124 %REC 1 04/05/11 06:33 PM
    Surr: 2,4,6-Tribromophenol 90.2 0 42 - 124 %REC 1 04/06/11 03:15 PM
    Surr: 2-Fluorobiphenyl 74.8 0 50 - 110 %REC 1 04/05/11 06:33 PM
    Surr: 2-Fluorobiphenyl 81.0 0 50 - 110 %REC 1 04/06/11 03:15 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 35 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-010-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-04
Project No: Collection Date: 03/30/11 02:07 PM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

    Surr: 2-Fluorophenol 65.2 0 20 - 110 %REC 1 04/06/11 03:15 PM
    Surr: 2-Fluorophenol 66.5 0 20 - 110 %REC 1 04/05/11 06:33 PM
    Surr: 4-Terphenyl-d14 83.2 0 51 - 135 %REC 1 04/05/11 06:33 PM
    Surr: 4-Terphenyl-d14 90.5 0 51 - 135 %REC 1 04/06/11 03:15 PM
    Surr: Nitrobenzene-d5 86.8 0 41 - 110 %REC 1 04/05/11 06:33 PM
    Surr: Nitrobenzene-d5 83.2 0 41 - 110 %REC 1 04/06/11 03:15 PM
    Surr: Phenol-d6 41.0 0 20 - 115 %REC 1 04/05/11 06:33 PM
    Surr: Phenol-d6 38.0 0 20 - 115 %REC 1 04/06/11 03:15 PM

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 06:11 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 06:11 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 06:11 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 04/04/11 06:11 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 06:11 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 04/04/11 06:11 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 06:11 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 04/04/11 06:11 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 06:11 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 06:11 PM
Acetone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 06:11 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 04/04/11 06:11 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 36 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-010-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-04
Project No: Collection Date: 03/30/11 02:07 PM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 04/04/11 06:11 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 04/04/11 06:11 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 04/04/11 06:11 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 06:11 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 04/04/11 06:11 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 04/04/11 06:11 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 06:11 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 06:11 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 06:11 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Trichloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 06:11 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 06:11 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 04/04/11 06:11 PM
    Surr: 1,2-Dichloroethane-d4 102 0 70 - 120 %REC 1 04/04/11 06:11 PM
    Surr: 4-Bromofluorobenzene 99.6 0 75 - 120 %REC 1 04/04/11 06:11 PM
    Surr: Dibromofluoromethane 99.0 0 85 - 115 %REC 1 04/04/11 06:11 PM
    Surr: Toluene-d8 99.3 0 85 - 120 %REC 1 04/04/11 06:11 PM

Anions by IC method - Water E300  Analyst: JBC
Chloride 15.7 0.300 1.00 mg/L 1 03/31/11 03:39 PM
Sulfate 56.5 1.00 3.00 mg/L 1 03/31/11 03:39 PM

Alkalinity M2320 B  Analyst: JBC
Alkalinity, Bicarbonate (As CaCO3) 74.0 10.0 20.0 mg/L 1 03/31/11 01:56 PM
Alkalinity, Carbonate (As CaCO3) <10.0 10.0 20.0 mg/L 1 03/31/11 01:56 PM
Alkalinity, Hydroxide (As CaCO3) <10.0 10.0 20.0 mg/L 1 03/31/11 01:56 PM
Alkalinity, Total (As CaCO3) 74.0 10.0 20.0 mg/L 1 03/31/11 01:56 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 37 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-010-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-04
Project No: Collection Date: 03/30/11 02:07 PM
Lab Order: 1103255 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

pH M4500-H+ B  Analyst: JBC
pH 7.37 0 0 pH Units 1 03/31/11 01:01 PM

Total Organic Carbon M5310C  Analyst: TGK
Total Organic Carbon <0.300 0.300 1.00 mg/L 1 04/04/11 05:22 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 38 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-TB-374-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-05
Project No: Collection Date: 03/30/11 02:07 PM
Lab Order: 1103255 Matrix: Trip Blank

Analyses Result MDL RL Qual Units DF Date Analyzed

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 04:57 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 04:57 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 04:57 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 04/04/11 04:57 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 04/04/11 04:57 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 04/04/11 04:57 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:57 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:57 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:57 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:57 PM
Acetone <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:57 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 04/04/11 04:57 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:57 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 39 of 103



DHL Analytical Date: 04/12/11

CLIENT: Zia Engineering & Environmental Client Sample ID: 0065-MW-TB-374-0311
Project: MPL#3 Long-term GW Monitoring Lab ID: 1103255-05
Project No: Collection Date: 03/30/11 02:07 PM
Lab Order: 1103255 Matrix: Trip Blank

Analyses Result MDL RL Qual Units DF Date Analyzed

Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 04/04/11 04:57 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:57 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 04:57 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 04/04/11 04:57 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 04/04/11 04:57 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 04/04/11 04:57 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 04:57 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 04:57 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Trichloroethene <0.000600 0.000600 0.00200 mg/L 1 04/04/11 04:57 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 04/04/11 04:57 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 04/04/11 04:57 PM
    Surr: 1,2-Dichloroethane-d4 101 0 70 - 120 %REC 1 04/04/11 04:57 PM
    Surr: 4-Bromofluorobenzene 99.8 0 75 - 120 %REC 1 04/04/11 04:57 PM
    Surr: Dibromofluoromethane 98.4 0 85 - 115 %REC 1 04/04/11 04:57 PM
    Surr: Toluene-d8 99.1 0 85 - 120 %REC 1 04/04/11 04:57 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 40 of 103



DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GC15_110404A

Sample ID: 1104021-01HMS Batch ID: 45732 TestNo: M8015D Units: mg/L
SampType: MS Run ID: GC15_110404A Analysis Date: 04/04/11 01:36 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 1.13 0.100 1.250 0 90.4 50 114
    Surr: Isopropylbenzene 0.0995 0.1500 66.3 47 142
    Surr: Octacosane 0.175 0.1500 117 51 124

Sample ID: 1104021-01HMSD Batch ID: 45732 TestNo: M8015D Units: mg/L
SampType: MSD Run ID: GC15_110404A Analysis Date: 04/04/11 01:45 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 1.16 0.100 1.250 0 92.9 50 114 2.69 30
    Surr: Isopropylbenzene 0.113 0.1500 75.5 47 142 0 0
    Surr: Octacosane 0.180 0.1500 120 51 124 0 0

Sample ID: 1104015-04DMS Batch ID: 45732 TestNo: M8015D Units: mg/L
SampType: MS Run ID: GC15_110404A Analysis Date: 04/04/11 01:54 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 1.09 0.100 1.250 0.4227 53.0 50 114
    Surr: Isopropylbenzene 0.0979 0.1500 65.3 47 142
    Surr: Octacosane 0.164 0.1500 110 51 124

Sample ID: 1104015-04DMSD Batch ID: 45732 TestNo: M8015D Units: mg/L
SampType: MSD Run ID: GC15_110404A Analysis Date: 04/04/11 02:03 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 1.27 0.100 1.250 0.4227 68.1 50 114 16.0 30
    Surr: Isopropylbenzene 0.103 0.1500 68.8 47 142 0 0
    Surr: Octacosane 0.165 0.1500 110 51 124 0 0

Sample ID: MB-45732 Batch ID: 45732 TestNo: M8015D Units: mg/L
SampType: MBLK Run ID: GC15_110404A Analysis Date: 04/04/11 02:21 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 <0.0500 0.100
    Surr: Isopropylbenzene 0.0766 0.1500 51.1 47 142
    Surr: Octacosane 0.156 0.1500 104 51 124

Sample ID: LCS-45732 Batch ID: 45732 TestNo: M8015D Units: mg/L
SampType: LCS Run ID: GC15_110404A Analysis Date: 04/04/11 04:46 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 0.939 0.100 1.250 0 75.2 50 114
    Surr: Isopropylbenzene 0.0946 0.1500 63.0 47 142
    Surr: Octacosane 0.165 0.1500 110 51 124

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GC15_110404A

Sample ID: ICV-110404 Batch ID: R54277 TestNo: M8015D Units: mg/L
SampType: ICV Run ID: GC15_110404A Analysis Date: 04/04/11 01:18 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 521 0.100 500.0 0 104 80 120
    Surr: Isopropylbenzene 24.8 25.00 99.2 80 120
    Surr: Octacosane 27.2 25.00 109 80 120

Sample ID: CCV1-110404 Batch ID: R54277 TestNo: M8015D Units: mg/L
SampType: CCV Run ID: GC15_110404A Analysis Date: 04/04/11 03:06 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 244 0.100 250.0 0 97.7 80 120
    Surr: Isopropylbenzene 11.5 12.50 91.7 80 120
    Surr: Octacosane 13.5 12.50 108 80 120

Sample ID: CCV2-110404 Batch ID: R54277 TestNo: M8015D Units: mg/L
SampType: CCV Run ID: GC15_110404A Analysis Date: 04/04/11 05:13 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 249 0.100 250.0 0 99.6 80 120
    Surr: Isopropylbenzene 11.8 12.50 94.3 80 120
    Surr: Octacosane 14.0 12.50 112 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GC4_110405A

Sample ID: LCS-45762 Batch ID: 45762 TestNo: M8015V Units: mg/L
SampType: LCS Run ID: GC4_110405A Analysis Date: 04/05/11 12:00 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Gasoline Range Organics 5.11 0.100 5.000 0 102 67 136
    Surr: Tetrachlorethene 0.486 0.4000 122 74 138

Sample ID: MB-45762 Batch ID: 45762 TestNo: M8015V Units: mg/L
SampType: MBLK Run ID: GC4_110405A Analysis Date: 04/05/11 12:49 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Gasoline Range Organics <0.0600 0.100
    Surr: Tetrachlorethene 0.456 0.4000 114 74 138

Sample ID: 1104021-01BMS Batch ID: 45762 TestNo: M8015V Units: mg/L
SampType: MS Run ID: GC4_110405A Analysis Date: 04/05/11 03:48 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Gasoline Range Organics 4.73 0.100 5.000 0 94.5 67 136
    Surr: Tetrachlorethene 0.416 0.4000 104 74 138

Sample ID: 1104021-01BMSD Batch ID: 45762 TestNo: M8015V Units: mg/L
SampType: MSD Run ID: GC4_110405A Analysis Date: 04/05/11 04:13 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Gasoline Range Organics 4.85 0.100 5.000 0 97.0 67 136 2.64 30
    Surr: Tetrachlorethene 0.420 0.4000 105 74 138 0 0

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GC4_110405A

Sample ID: ICV-110405 Batch ID: R54315 TestNo: M8015V Units: mg/L
SampType: ICV Run ID: GC4_110405A Analysis Date: 04/05/11 11:27 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Gasoline Range Organics 9.71 0.100 10.00 0 97.1 80 120
    Surr: Tetrachlorethene 0.407 0.4000 102 74 138

Sample ID: CCV1-110405 Batch ID: R54315 TestNo: M8015V Units: mg/L
SampType: CCV Run ID: GC4_110405A Analysis Date: 04/05/11 04:38 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Gasoline Range Organics 4.90 0.100 5.000 0 97.9 80 120
    Surr: Tetrachlorethene 0.422 0.4000 106 74 138

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  CETAC_HG_110406A

Sample ID: 1104021-01D SD Batch ID: 45737 TestNo: SW7470A Units: mg/L
SampType: SD Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:35 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury <0.000300 0.00100 0 0 0 10

Sample ID: 1104021-01D PDS Batch ID: 45737 TestNo: SW7470A Units: mg/L
SampType: PDS Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:37 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00257 0.000200 0.00250 0 103 85 115

Sample ID: 1104021-01D MS Batch ID: 45737 TestNo: SW7470A Units: mg/L
SampType: MS Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:39 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00202 0.000200 0.00200 0 101 80 120

Sample ID: 1104021-01D MSD Batch ID: 45737 TestNo: SW7470A Units: mg/L
SampType: MSD Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:45 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00200 0.000200 0.00200 0 100 80 120 0.995 15

Sample ID: MB-45737 Batch ID: 45737 TestNo: SW7470A Units: mg/L
SampType: MBLK Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:20 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury <0.0000600 0.000200

Sample ID: LCS-45737 Batch ID: 45737 TestNo: SW7470A Units: mg/L
SampType: LCS Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:24 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00195 0.000200 0.00200 0 97.5 85 115

Sample ID: LCSD-45737 Batch ID: 45737 TestNo: SW7470A Units: mg/L
SampType: LCSD Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:26 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00193 0.000200 0.00200 0 96.5 85 115 1.03 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  CETAC_HG_110406A

Sample ID: MB-45738 Batch ID: 45738 TestNo: SW7470A Units: mg/L
SampType: MBLK Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:22 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury <0.0000600 0.000200

Sample ID: LCS-45738 Batch ID: 45738 TestNo: SW7470A Units: mg/L
SampType: LCS Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:29 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00199 0.000200 0.00200 0 99.5 85 115

Sample ID: LCSD-45738 Batch ID: 45738 TestNo: SW7470A Units: mg/L
SampType: LCSD Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:31 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00203 0.000200 0.00200 0 102 85 115 1.99 15

Sample ID: 1104021-01E SD Batch ID: 45738 TestNo: SW7470A Units: mg/L
SampType: SD Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:59 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury <0.000300 0.00100 0 0 0 10

Sample ID: 1104021-01E PDS Batch ID: 45738 TestNo: SW7470A Units: mg/L
SampType: PDS Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 01:01 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00242 0.000200 0.00250 0 96.8 85 115

Sample ID: 1104021-01E MS Batch ID: 45738 TestNo: SW7470A Units: mg/L
SampType: MS Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 01:03 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00199 0.000200 0.00200 0 99.5 80 120

Sample ID: 1104021-01E MSD Batch ID: 45738 TestNo: SW7470A Units: mg/L
SampType: MSD Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 01:10 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00206 0.000200 0.00200 0 103 80 120 3.46 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  CETAC_HG_110406A

Sample ID: ICV-110406 Batch ID: R54314 TestNo: SW7470A Units: mg/L
SampType: ICV Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:16 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00395 0.000200 0.00400 0 98.8 90 110

Sample ID: CCV1-110406 Batch ID: R54314 TestNo: SW7470A Units: mg/L
SampType: CCV Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 12:41 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00202 0.000200 0.00200 0 101 90 110

Sample ID: CCV2-110406 Batch ID: R54314 TestNo: SW7470A Units: mg/L
SampType: CCV Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 01:06 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00204 0.000200 0.00200 0 102 90 110

Sample ID: CCV3-110406 Batch ID: R54314 TestNo: SW7470A Units: mg/L
SampType: CCV Run ID: CETAC_HG_110406A Analysis Date: 04/06/11 01:28 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Mercury 0.00207 0.000200 0.00200 0 104 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110406C

Sample ID: MB-45708 Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: MBLK Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 10:01 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic <0.00200 0.00600
Barium <0.00300 0.0100
Cadmium <0.000300 0.00100
Calcium <0.100 0.300
Chromium <0.00200 0.00600
Lead <0.000300 0.00100
Magnesium <0.100 0.300
Potassium <0.100 0.300
Selenium <0.00200 0.00600
Silver <0.000600 0.00200

Sample ID: LCS-45708 Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: LCS Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 10:07 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.192 0.00600 0.200 0 96.2 80 120
Barium 0.187 0.0100 0.200 0 93.6 80 120
Cadmium 0.186 0.00100 0.200 0 93.2 80 120
Calcium 4.91 0.300 5.00 0 98.2 80 120
Chromium 0.204 0.00600 0.200 0 102 80 120
Lead 0.193 0.00100 0.200 0 96.4 80 120
Magnesium 5.00 0.300 5.00 0 100 80 120
Potassium 5.10 0.300 5.00 0 102 80 120
Selenium 0.193 0.00600 0.200 0 96.4 80 120
Silver 0.198 0.00200 0.200 0 99.0 80 120

Sample ID: LCSD-45708 Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: LCSD Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 10:13 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.193 0.00600 0.200 0 96.4 80 120 0.208 15
Barium 0.188 0.0100 0.200 0 94.2 80 120 0.639 15
Cadmium 0.185 0.00100 0.200 0 92.4 80 120 0.970 15
Calcium 4.87 0.300 5.00 0 97.3 80 120 0.880 15
Chromium 0.204 0.00600 0.200 0 102 80 120 0.245 15
Lead 0.198 0.00100 0.200 0 99.2 80 120 2.86 15
Magnesium 4.96 0.300 5.00 0 99.1 80 120 0.924 15
Potassium 5.09 0.300 5.00 0 102 80 120 0.196 15
Selenium 0.195 0.00600 0.200 0 97.4 80 120 1.03 15
Silver 0.196 0.00200 0.200 0 98.1 80 120 0.863 15

Sample ID: 1103253-02B SD Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: SD Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 10:30 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic <0.0100 0.0300 0 0 0 10
Barium <0.0150 0.0500 0 0.00562 0 10

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110406C

Cadmium <0.00150 0.00500 0 0 0 10
Chromium <0.0100 0.0300 0 0 0 10
Lead <0.00150 0.00500 0 0 0 10
Potassium 24.3 1.50 0 22.8 6.28 10
Selenium <0.0100 0.0300 0 0 0 10
Silver <0.00300 0.0100 0 0 0 10

Sample ID: 1103253-02B PDS Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: PDS Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 10:59 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.199 0.00600 0.200 0 99.4 75 125
Barium 0.207 0.0100 0.200 0.00562 101 75 125
Cadmium 0.166 0.00100 0.200 0 82.8 75 125
Chromium 0.190 0.00600 0.200 0 95.2 75 125
Lead 0.216 0.00100 0.200 0 108 75 125
Potassium 26.2 0.300 5.00 22.8 66.4 75 125 S
Selenium 0.218 0.00600 0.200 0 109 75 125
Silver 0.187 0.00200 0.200 0 93.6 75 125

Sample ID: 1103253-02B MS Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: MS Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 11:05 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.192 0.00600 0.200 0 96.2 80 120
Barium 0.199 0.0100 0.200 0.00562 96.9 80 120
Cadmium 0.162 0.00100 0.200 0 80.8 80 120
Calcium 447 0.300 5.00 446 26.0 80 120 S
Chromium 0.179 0.00600 0.200 0 89.3 80 120
Lead 0.208 0.00100 0.200 0 104 80 120
Magnesium 702 0.300 5.00 720 -374 80 120 S
Potassium 27.0 0.300 5.00 22.8 83.4 80 120
Selenium 0.212 0.00600 0.200 0 106 80 120
Silver 0.178 0.00200 0.200 0 89.0 80 120

Sample ID: 1103253-02B MSD Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: MSD Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 11:11 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.194 0.00600 0.200 0 96.8 80 120 0.725 15
Barium 0.198 0.0100 0.200 0.00562 96.4 80 120 0.452 15
Cadmium 0.163 0.00100 0.200 0 81.4 80 120 0.678 15
Calcium 442 0.300 5.00 446 -78.0 80 120 1.17 15 S
Chromium 0.180 0.00600 0.200 0 90.2 80 120 0.947 15
Lead 0.207 0.00100 0.200 0 104 80 120 0.722 15
Magnesium 708 0.300 5.00 720 -236 80 120 0.979 15 S
Potassium 27.3 0.300 5.00 22.8 90.0 80 120 1.21 15
Selenium 0.215 0.00600 0.200 0 107 80 120 1.03 15
Silver 0.178 0.00200 0.200 0 89.1 80 120 0.168 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110406C

Sample ID: ICV1-110406 Batch ID: R54331 TestNo: SW6020 Units: mg/L
SampType: ICV Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 04:37 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.101 0.00600 0.100 0 101 90 110
Barium 0.0989 0.0100 0.100 0 98.9 90 110
Cadmium 0.0986 0.00100 0.100 0 98.6 90 110
Calcium 2.50 0.300 2.50 0 99.8 90 110
Chromium 0.109 0.00600 0.100 0 109 90 110
Lead 0.100 0.00100 0.100 0 100 90 110
Magnesium 2.39 0.300 2.50 0 95.6 90 110
Potassium 2.60 0.300 2.50 0 104 90 110
Selenium 0.106 0.00600 0.100 0 106 90 110
Silver 0.102 0.00200 0.100 0 102 90 110

Sample ID: CCV3-110406 Batch ID: R54331 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 09:20 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.203 0.00600 0.200 0 102 90 110
Barium 0.200 0.0100 0.200 0 100 90 110
Cadmium 0.197 0.00100 0.200 0 98.6 90 110
Calcium 5.26 0.300 5.00 0 105 90 110
Chromium 0.212 0.00600 0.200 0 106 90 110
Lead 0.206 0.00100 0.200 0 103 90 110
Magnesium 5.44 0.300 5.00 0 109 90 110
Potassium 5.42 0.300 5.00 0 108 90 110
Selenium 0.207 0.00600 0.200 0 104 90 110
Silver 0.212 0.00200 0.200 0 106 90 110

Sample ID: CCV4-110406 Batch ID: R54331 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS2_110406C Analysis Date: 04/06/11 11:22 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.200 0.00600 0.200 0 100 90 110
Barium 0.197 0.0100 0.200 0 98.6 90 110
Cadmium 0.190 0.00100 0.200 0 95.2 90 110
Calcium 5.11 0.300 5.00 0 102 90 110
Chromium 0.215 0.00600 0.200 0 108 90 110
Lead 0.202 0.00100 0.200 0 101 90 110
Magnesium 5.26 0.300 5.00 0 105 90 110
Potassium 5.28 0.300 5.00 0 106 90 110
Selenium 0.207 0.00600 0.200 0 103 90 110
Silver 0.214 0.00200 0.200 0 107 90 110

Sample ID: CCV5-110406 Batch ID: R54331 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS2_110406C Analysis Date: 04/07/11 01:07 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.195 0.00600 0.200 0 97.4 90 110
Barium 0.199 0.0100 0.200 0 99.5 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110406C

Cadmium 0.183 0.00100 0.200 0 91.7 90 110
Chromium 0.210 0.00600 0.200 0 105 90 110
Lead 0.210 0.00100 0.200 0 105 90 110
Magnesium 5.16 0.300 5.00 0 103 90 110
Potassium 5.03 0.300 5.00 0 101 90 110
Selenium 0.199 0.00600 0.200 0 99.6 90 110
Silver 0.208 0.00200 0.200 0 104 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110407A

Sample ID: MB-45708 Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: MBLK Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 02:31 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Sodium <0.100 0.300

Sample ID: LCS-45708 Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: LCS Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 02:37 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Sodium 4.98 0.300 5.00 0 99.7 80 120

Sample ID: LCSD-45708 Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: LCSD Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 02:43 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Sodium 4.97 0.300 5.00 0 99.4 80 120 0.322 15

Sample ID: 1103253-02B SD Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: SD Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 03:01 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Calcium 480 150 0 482 0.468 10
Magnesium 802 150 0 777 3.16 10
Sodium 1750 150 0 1680 3.94 10

Sample ID: 1103253-02B PDS Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: PDS Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 03:31 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Calcium 980 30.0 500 482 99.5 75 125
Magnesium 1280 30.0 500 777 100 75 125
Sodium 2090 30.0 500 1680 82.0 75 125

Sample ID: 1103253-02B MS Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: MS Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 03:37 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Sodium 1600 30.0 5.00 1680 -1500 80 120 S

Sample ID: 1103253-02B MSD Batch ID: 45708 TestNo: SW6020 Units: mg/L
SampType: MSD Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 03:42 PM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Sodium 1600 30.0 5.00 1680 -1480 80 120 0.062 15 S

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110407A

Sample ID: MB-45755 Batch ID: 45755 TestNo: SW6020 Units: mg/L
SampType: MBLK Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 11:18 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic <0.00200 0.00600
Barium <0.00300 0.0100
Cadmium <0.000300 0.00100
Calcium <0.100 0.300
Chromium <0.00200 0.00600
Lead <0.000300 0.00100
Magnesium <0.100 0.300
Potassium <0.100 0.300
Selenium <0.00200 0.00600
Silver <0.000600 0.00200
Sodium <0.100 0.300

Sample ID: LCS-45755 Batch ID: 45755 TestNo: SW6020 Units: mg/L
SampType: LCS Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 11:24 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.194 0.00600 0.200 0 97.2 80 120
Barium 0.196 0.0100 0.200 0 97.8 80 120
Cadmium 0.193 0.00100 0.200 0 96.7 80 120
Calcium 5.19 0.300 5.00 0 104 80 120
Chromium 0.197 0.00600 0.200 0 98.6 80 120
Lead 0.203 0.00100 0.200 0 102 80 120
Magnesium 4.96 0.300 5.00 0 99.3 80 120
Potassium 4.90 0.300 5.00 0 97.9 80 120
Selenium 0.196 0.00600 0.200 0 98.0 80 120
Silver 0.199 0.00200 0.200 0 99.5 80 120
Sodium 5.26 0.300 5.00 0 105 80 120

Sample ID: LCSD-45755 Batch ID: 45755 TestNo: SW6020 Units: mg/L
SampType: LCSD Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 11:30 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.192 0.00600 0.200 0 96.0 80 120 1.24 15
Barium 0.196 0.0100 0.200 0 98.1 80 120 0.306 15
Cadmium 0.196 0.00100 0.200 0 97.8 80 120 1.13 15
Calcium 5.18 0.300 5.00 0 104 80 120 0.232 15
Chromium 0.195 0.00600 0.200 0 97.6 80 120 1.07 15
Lead 0.199 0.00100 0.200 0 99.3 80 120 2.34 15
Magnesium 4.98 0.300 5.00 0 99.6 80 120 0.362 15
Potassium 4.94 0.300 5.00 0 98.7 80 120 0.773 15
Selenium 0.194 0.00600 0.200 0 96.9 80 120 1.13 15
Silver 0.201 0.00200 0.200 0 101 80 120 1.10 15
Sodium 5.29 0.300 5.00 0 106 80 120 0.531 15

Sample ID: 1104021-01D SD Batch ID: 45755 TestNo: SW6020 Units: mg/L
SampType: SD Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 11:48 PM Prep Date: 04/05/11

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110407A

Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic <0.0100 0.0300 0 0 0 10
Barium 0.0871 0.0500 0 0.0885 1.61 10
Cadmium <0.00150 0.00500 0 0 0 10
Chromium <0.0100 0.0300 0 0 0 10
Lead <0.00150 0.00500 0 0 0 10
Magnesium 5.51 1.50 0 5.57 1.03 10
Potassium 1.48 1.50 0 1.65 10.9 10 R
Selenium <0.0100 0.0300 0 0 0 10
Silver <0.00300 0.0100 0 0 0 10
Sodium 24.1 1.50 0 23.4 3.18 10

Sample ID: 1104021-01D PDS Batch ID: 45755 TestNo: SW6020 Units: mg/L
SampType: PDS Run ID: ICP-MS2_110407A Analysis Date: 04/08/11 12:23 AM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.198 0.00600 0.200 0 99.2 75 125
Barium 0.274 0.0100 0.200 0.0885 92.8 75 125
Cadmium 0.189 0.00100 0.200 0 94.5 75 125
Chromium 0.207 0.00600 0.200 0 104 75 125
Lead 0.208 0.00100 0.200 0 104 75 125
Magnesium 10.2 0.300 5.00 5.57 93.3 75 125
Potassium 6.30 0.300 5.00 1.65 93.0 75 125
Selenium 0.195 0.00600 0.200 0 97.4 75 125
Silver 0.199 0.00200 0.200 0 99.6 75 125
Sodium 26.7 0.300 5.00 23.4 67.2 75 125 S

Sample ID: 1104021-01D MS Batch ID: 45755 TestNo: SW6020 Units: mg/L
SampType: MS Run ID: ICP-MS2_110407A Analysis Date: 04/08/11 12:29 AM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.192 0.00600 0.200 0 96.0 80 120
Barium 0.268 0.0100 0.200 0.0885 90.0 80 120
Cadmium 0.184 0.00100 0.200 0 92.0 80 120
Calcium 46.0 0.300 5.00 42.6 68.0 80 120 S
Chromium 0.195 0.00600 0.200 0 97.4 80 120
Lead 0.200 0.00100 0.200 0 100 80 120
Magnesium 10.6 0.300 5.00 5.57 99.7 80 120
Potassium 6.43 0.300 5.00 1.65 95.6 80 120
Selenium 0.188 0.00600 0.200 0 94.0 80 120
Silver 0.192 0.00200 0.200 0 96.0 80 120
Sodium 27.7 0.300 5.00 23.4 86.2 80 120

Sample ID: 1104021-01D MSD Batch ID: 45755 TestNo: SW6020 Units: mg/L
SampType: MSD Run ID: ICP-MS2_110407A Analysis Date: 04/08/11 12:35 AM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.193 0.00600 0.200 0 96.4 80 120 0.416 15
Barium 0.281 0.0100 0.200 0.0885 96.3 80 120 4.59 15
Cadmium 0.191 0.00100 0.200 0 95.4 80 120 3.74 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110407A

Calcium 46.9 0.300 5.00 42.6 85.0 80 120 1.83 15
Chromium 0.198 0.00600 0.200 0 98.9 80 120 1.58 15
Lead 0.202 0.00100 0.200 0 101 80 120 0.894 15
Magnesium 10.8 0.300 5.00 5.57 105 80 120 2.53 15
Potassium 6.52 0.300 5.00 1.65 97.3 80 120 1.33 15
Selenium 0.190 0.00600 0.200 0 95.0 80 120 1.11 15
Silver 0.197 0.00200 0.200 0 98.6 80 120 2.62 15
Sodium 28.0 0.300 5.00 23.4 92.2 80 120 1.08 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110407A

Sample ID: ICV1-110407 Batch ID: R54339 TestNo: SW6020 Units: mg/L
SampType: ICV Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 01:57 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.0986 0.00600 0.100 0 98.6 90 110
Barium 0.0977 0.0100 0.100 0 97.7 90 110
Cadmium 0.0961 0.00100 0.100 0 96.1 90 110
Calcium 2.46 0.300 2.50 0 98.4 90 110
Chromium 0.105 0.00600 0.100 0 105 90 110
Lead 0.0968 0.00100 0.100 0 96.8 90 110
Magnesium 2.47 0.300 2.50 0 98.6 90 110
Potassium 2.42 0.300 2.50 0 96.8 90 110
Selenium 0.0998 0.00600 0.100 0 99.8 90 110
Silver 0.0978 0.00200 0.100 0 97.8 90 110
Sodium 2.55 0.300 2.50 0 102 90 110

Sample ID: CCV1-110407 Batch ID: R54339 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 03:48 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Calcium 5.16 0.300 5.00 0 103 90 110
Magnesium 5.14 0.300 5.00 0 103 90 110
Sodium 5.31 0.300 5.00 0 106 90 110

Sample ID: CCV5-110407 Batch ID: R54339 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS2_110407A Analysis Date: 04/07/11 10:37 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.186 0.00600 0.200 0 93.0 90 110
Barium 0.185 0.0100 0.200 0 92.3 90 110
Cadmium 0.184 0.00100 0.200 0 91.8 90 110
Calcium 4.84 0.300 5.00 0 96.7 90 110
Chromium 0.186 0.00600 0.200 0 93.0 90 110
Lead 0.192 0.00100 0.200 0 95.9 90 110
Magnesium 4.69 0.300 5.00 0 93.8 90 110
Potassium 4.77 0.300 5.00 0 95.4 90 110
Selenium 0.192 0.00600 0.200 0 96.2 90 110
Silver 0.194 0.00200 0.200 0 96.8 90 110
Sodium 5.14 0.300 5.00 0 103 90 110

Sample ID: CCV6-110407 Batch ID: R54339 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS2_110407A Analysis Date: 04/08/11 12:41 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Arsenic 0.184 0.00600 0.200 0 92.0 90 110
Barium 0.182 0.0100 0.200 0 91.0 90 110
Cadmium 0.182 0.00100 0.200 0 91.2 90 110
Calcium 4.81 0.300 5.00 0 96.3 90 110
Chromium 0.186 0.00600 0.200 0 92.8 90 110
Lead 0.192 0.00100 0.200 0 96.2 90 110
Magnesium 4.70 0.300 5.00 0 94.0 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110407A

Potassium 4.69 0.300 5.00 0 93.7 90 110
Selenium 0.189 0.00600 0.200 0 94.4 90 110
Silver 0.192 0.00200 0.200 0 96.2 90 110
Sodium 4.88 0.300 5.00 0 97.7 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified

Page 57 of 103



DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110408A

Sample ID: 1104021-01D SD Batch ID: 45755 TestNo: SW6020 Units: mg/L
SampType: SD Run ID: ICP-MS2_110408A Analysis Date: 04/08/11 01:55 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Calcium 44.4 7.50 0 44.5 0.135 10

Sample ID: 1104021-01D PDS Batch ID: 45755 TestNo: SW6020 Units: mg/L
SampType: PDS Run ID: ICP-MS2_110408A Analysis Date: 04/08/11 02:43 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Calcium 71.3 1.50 25.0 44.5 107 75 125

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110408A

Sample ID: ICV1-110408 Batch ID: R54357 TestNo: SW6020 Units: mg/L
SampType: ICV Run ID: ICP-MS2_110408A Analysis Date: 04/08/11 01:17 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Barium 0.0981 0.0100 0.100 0 98.1 90 110
Cadmium 0.0971 0.00100 0.100 0 97.1 90 110
Calcium 2.48 0.300 2.50 0 99.4 90 110
Lead 0.0987 0.00100 0.100 0 98.7 90 110
Silver 0.0988 0.00200 0.100 0 98.8 90 110

Sample ID: CCV1-110408 Batch ID: R54357 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS2_110408A Analysis Date: 04/08/11 02:49 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Barium 0.194 0.0100 0.200 0 97.0 90 110
Cadmium 0.192 0.00100 0.200 0 96.0 90 110
Calcium 4.91 0.300 5.00 0 98.2 90 110
Lead 0.197 0.00100 0.200 0 98.6 90 110
Silver 0.199 0.00200 0.200 0 99.7 90 110

Sample ID: CCV2-110408 Batch ID: R54357 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS2_110408A Analysis Date: 04/08/11 04:26 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Barium 0.195 0.0100 0.200 0 97.7 90 110
Cadmium 0.193 0.00100 0.200 0 96.6 90 110
Lead 0.198 0.00100 0.200 0 99.1 90 110
Silver 0.201 0.00200 0.200 0 100 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS4_110405A

Sample ID: LCS2-45760 Batch ID: 45760 TestNo: SW8270C Units: mg/L
SampType: LCS Run ID: GCMS4_110405A Analysis Date: 04/05/11 03:48 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1-Chloronaphthalene 0.00692 0.000800 0.00800 0 86.5 45 125 N
1-Naphthylamine 0.00656 0.000800 0.00800 0 82.0 45 125
2-Naphthylamine 0.00672 0.000800 0.00800 0 84.0 45 125
2-Picoline 0.00524 0.000800 0.00800 0 65.5 45 125
3-Methylcholanthrene 0.00764 0.000800 0.00800 0 95.5 45 125
4-Aminobiphenyl 0.00672 0.000800 0.00800 0 84.0 45 125
7,12-Dimethylbenz(a)anthracene 0.00680 0.000800 0.00800 0 85.0 45 125
Dibenz(a,j)acridine 0.00952 0.00400 0.00800 0 119 45 125 N
Dimethylphenethylamine 0.00220 0.00600 0.00800 0 27.5 45 125 S
Diphenylamine 0.00760 0.000800 0.00800 0 95.0 45 125
Ethyl methanesulfonate 0.00652 0.000800 0.00800 0 81.5 45 125
Methyl methanesulfonate 0.00560 0.000800 0.00800 0 70.0 45 125
N-Nitrosopiperidine 0.00724 0.000800 0.00800 0 90.5 45 125
p-Dimethylaminoazobenzene 0.00796 0.000800 0.00800 0 99.5 45 125 N
Pentachloronitrobenzene 0.00932 0.000800 0.00800 0 116 45 125
Phenacetin 0.00772 0.000800 0.00800 0 96.5 45 125
Pronamide 0.00800 0.000800 0.00800 0 100 45 125
    Surr: 2,4,6-Tribromophenol 17.2 16.00 107 42 124
    Surr: 2-Fluorobiphenyl 13.0 16.00 81.5 50 110
    Surr: 2-Fluorophenol 11.7 16.00 73.0 20 110
    Surr: 4-Terphenyl-d14 14.8 16.00 92.2 51 135
    Surr: Nitrobenzene-d5 14.8 16.00 92.5 41 110
    Surr: Phenol-d6 7.80 16.00 48.8 20 115

Sample ID: 1104021-01GMS Batch ID: 45760 TestNo: SW8270C Units: mg/L
SampType: MS Run ID: GCMS4_110405A Analysis Date: 04/05/11 04:11 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1-Chloronaphthalene 0.00632 0.000800 0.00800 0 79.0 45 125 N
1-Naphthylamine 0.00496 0.000800 0.00800 0 62.0 45 125
2-Naphthylamine 0.00588 0.000800 0.00800 0 73.5 45 125
2-Picoline 0.00500 0.000800 0.00800 0 62.5 45 125
3-Methylcholanthrene 0.00716 0.000800 0.00800 0 89.5 45 125
4-Aminobiphenyl 0.00472 0.000800 0.00800 0 59.0 45 125
7,12-Dimethylbenz(a)anthracene 0.00592 0.000800 0.00800 0 74.0 45 125
Dibenz(a,j)acridine 0.00824 0.00400 0.00800 0 103 45 125 N
Dimethylphenethylamine 0.00260 0.00600 0.00800 0 32.5 45 125 S
Diphenylamine 0.0108 0.000800 0.0160 0 67.8 45 125
Ethyl methanesulfonate 0.00564 0.000800 0.00800 0 70.5 45 125
Methyl methanesulfonate 0.00488 0.000800 0.00800 0 61.0 45 125
N-Nitrosopiperidine 0.00656 0.000800 0.00800 0 82.0 45 125
p-Dimethylaminoazobenzene 0.00680 0.000800 0.00800 0 85.0 45 125 N
Pentachloronitrobenzene 0.00936 0.000800 0.00800 0 117 45 125
Phenacetin 0.00732 0.000800 0.00800 0 91.5 45 125
Pronamide 0.00712 0.000800 0.00800 0 89.0 45 125

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS4_110405A

    Surr: 2,4,6-Tribromophenol 16.4 16.00 103 42 124
    Surr: 2-Fluorobiphenyl 11.9 16.00 74.5 50 110
    Surr: 2-Fluorophenol 10.8 16.00 67.5 20 110
    Surr: 4-Terphenyl-d14 12.6 16.00 79.0 51 135
    Surr: Nitrobenzene-d5 13.6 16.00 84.8 41 110
    Surr: Phenol-d6 7.32 16.00 45.8 20 115

Sample ID: 1104021-01GMSD Batch ID: 45760 TestNo: SW8270C Units: mg/L
SampType: MSD Run ID: GCMS4_110405A Analysis Date: 04/05/11 04:35 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1-Chloronaphthalene 0.00680 0.000800 0.00800 0 85.0 45 125 7.32 30 N
1-Naphthylamine 0.00276 0.000800 0.00800 0 34.5 45 125 57.0 30 SR
2-Naphthylamine 0.00364 0.000800 0.00800 0 45.5 45 125 47.1 30 R
2-Picoline 0.00548 0.000800 0.00800 0 68.5 45 125 9.16 30
3-Methylcholanthrene 0.00764 0.000800 0.00800 0 95.5 45 125 6.49 30
4-Aminobiphenyl 0.00360 0.000800 0.00800 0 45.0 45 125 26.9 30
7,12-Dimethylbenz(a)anthracene 0.00688 0.000800 0.00800 0 86.0 45 125 15.0 30
Dibenz(a,j)acridine 0.00632 0.00400 0.00800 0 79.0 45 125 26.4 30 N
Dimethylphenethylamine <0.00200 0.00600 0.00800 0 0 45 125 0 30 S
Diphenylamine 0.0110 0.000800 0.0160 0 68.8 45 125 1.47 30
Ethyl methanesulfonate 0.00624 0.000800 0.00800 0 78.0 45 125 10.1 30
Methyl methanesulfonate 0.00528 0.000800 0.00800 0 66.0 45 125 7.87 30
N-Nitrosopiperidine 0.00712 0.000800 0.00800 0 89.0 45 125 8.19 30
p-Dimethylaminoazobenzene 0.00720 0.000800 0.00800 0 90.0 45 125 5.71 30 N
Pentachloronitrobenzene 0.0100 0.000800 0.00800 0 125 45 125 6.61 30
Phenacetin 0.00844 0.000800 0.00800 0 106 45 125 14.2 30
Pronamide 0.00776 0.000800 0.00800 0 97.0 45 125 8.60 30
    Surr: 2,4,6-Tribromophenol 17.3 16.00 108 42 124 0 0
    Surr: 2-Fluorobiphenyl 13.0 16.00 81.5 50 110 0 0
    Surr: 2-Fluorophenol 11.6 16.00 72.2 20 110 0 0
    Surr: 4-Terphenyl-d14 13.4 16.00 83.8 51 135 0 0
    Surr: Nitrobenzene-d5 14.2 16.00 88.5 41 110 0 0
    Surr: Phenol-d6 7.56 16.00 47.2 20 115 0 0

Sample ID: MB-45760 Batch ID: 45760 TestNo: SW8270C Units: mg/L
SampType: MBLK Run ID: GCMS4_110405A Analysis Date: 04/05/11 05:22 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1-Chloronaphthalene <0.000200 0.000800 N
1-Naphthylamine <0.000200 0.000800
2-Naphthylamine <0.000200 0.000800
2-Picoline <0.000200 0.000800
3-Methylcholanthrene <0.000200 0.000800
4-Aminobiphenyl <0.000200 0.000800
7,12-Dimethylbenz(a)anthracene <0.000200 0.000800
Dibenz(a,j)acridine <0.00100 0.00400 N
Dimethylphenethylamine <0.00200 0.00600
Diphenylamine <0.000200 0.000800

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS4_110405A

Ethyl methanesulfonate <0.000200 0.000800
Methyl methanesulfonate <0.000200 0.000800
N-Nitrosopiperidine <0.000200 0.000800
p-Dimethylaminoazobenzene <0.000200 0.000800 N
Pentachloronitrobenzene <0.000200 0.000800
Phenacetin <0.000200 0.000800
Pronamide <0.000200 0.000800
    Surr: 2,4,6-Tribromophenol 17.2 16.00 107 42 124
    Surr: 2-Fluorobiphenyl 13.1 16.00 82.0 50 110
    Surr: 2-Fluorophenol 11.4 16.00 71.2 20 110
    Surr: 4-Terphenyl-d14 14.7 16.00 92.0 51 135
    Surr: Nitrobenzene-d5 15.0 16.00 93.5 41 110
    Surr: Phenol-d6 6.84 16.00 42.8 20 115

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS4_110405A

Sample ID: ICV-110405 Batch ID: R54318 TestNo: SW8270C Units: mg/L
SampType: ICV Run ID: GCMS4_110405A Analysis Date: 04/05/11 03:24 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1-Chloronaphthalene 3.52 0.000800 4.00 0 88.0 80 120 N
1-Naphthylamine 3.78 0.000800 4.00 0 94.5 80 120
2-Naphthylamine 3.62 0.000800 4.00 0 90.5 80 120
2-Picoline 3.52 0.000800 4.00 0 88.0 80 120
3-Methylcholanthrene 4.10 0.000800 4.00 0 103 80 120
4-Aminobiphenyl 3.86 0.000800 4.00 0 96.5 80 120
7,12-Dimethylbenz(a)anthracene 3.26 0.000800 4.00 0 81.5 80 120
Dibenz(a,j)acridine 4.74 0.00400 4.00 0 118 80 120 N
Dimethylphenethylamine 3.59 0.00600 4.00 0 89.8 80 120
Diphenylamine 3.64 0.000800 4.00 0 91.0 80 120
Ethyl methanesulfonate 3.55 0.000800 4.00 0 88.8 80 120
Methyl methanesulfonate 3.81 0.000800 4.00 0 95.2 80 120
N-Nitrosopiperidine 3.68 0.000800 4.00 0 92.0 80 120
p-Dimethylaminoazobenzene 4.32 0.000800 4.00 0 108 80 120 N
Pentachloronitrobenzene 4.57 0.000800 4.00 0 114 80 120
Phenacetin 3.84 0.000800 4.00 0 96.0 80 120
Pronamide 3.90 0.000800 4.00 0 97.5 80 120
    Surr: 2,4,6-Tribromophenol 4170 4000 104 80 120
    Surr: 2-Fluorobiphenyl 3520 4000 88.0 80 120
    Surr: 2-Fluorophenol 3850 4000 96.2 80 120
    Surr: 4-Terphenyl-d14 3580 4000 89.5 80 120
    Surr: Nitrobenzene-d5 3810 4000 95.2 80 120
    Surr: Phenol-d6 3920 4000 98.0 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

Sample ID: LCS1-45760 Batch ID: 45760 TestNo: SW8270C Units: mg/L
SampType: LCS Run ID: GCMS9_110406A Analysis Date: 04/06/11 12:27 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,2,4,5-Tetrachlorobenzene 0.00884 0.000800 0.00800 0 110 35 120
1,2,4-Trichlorobenzene 0.00720 0.000800 0.00800 0 90.0 35 105
1,2-Dichlorobenzene 0.00648 0.000800 0.00800 0 81.0 35 100
1,2-Diphenylhydrazine 0.00732 0.000800 0.00800 0 91.5 55 115
1,3-Dichlorobenzene 0.00636 0.000800 0.00800 0 79.5 30 100
1,4-Dichlorobenzene 0.00632 0.000800 0.00800 0 79.0 30 100
1-Methylnaphthalene 0.00736 0.000800 0.00800 0 92.0 45 125 N
2,4,5-Trichlorophenol 0.00852 0.000800 0.00800 0 106 50 110
2,4,6-Trichlorophenol 0.00856 0.000800 0.00800 0 107 50 115
2,4-Dichlorophenol 0.00808 0.000800 0.00800 0 101 50 105
2,4-Dimethylphenol 0.00708 0.000800 0.00800 0 88.5 30 110
2,4-Dinitrophenol 0.00676 0.00400 0.00800 0 84.5 15 140
2,4-Dinitrotoluene 0.00884 0.000800 0.00800 0 110 50 120
2,6-Dichlorophenol 0.00768 0.000800 0.00800 0 96.0 35 120
2,6-Dinitrotoluene 0.00868 0.000800 0.00800 0 108 50 115
2-Chloronaphthalene 0.00764 0.000800 0.00800 0 95.5 50 105
2-Chlorophenol 0.00700 0.000800 0.00800 0 87.5 35 105
2-Methylnaphthalene 0.00720 0.000800 0.00800 0 90.0 45 105
2-Methylphenol 0.00608 0.000800 0.00800 0 76.0 40 110
2-Nitroaniline 0.00828 0.000800 0.00800 0 104 50 115
2-Nitrophenol 0.00832 0.000800 0.00800 0 104 40 115
3,3´-Dichlorobenzidine 0.00712 0.00400 0.00800 0 89.0 20 110
3-Nitroaniline 0.00780 0.000800 0.00800 0 97.5 20 125
4,6-Dinitro-2-methylphenol 0.00812 0.00200 0.00800 0 102 40 130
4-Bromophenyl phenyl ether 0.00784 0.000800 0.00800 0 98.0 50 115
4-Chloro-3-methylphenol 0.00792 0.000800 0.00800 0 99.0 45 110
4-Chloroaniline 0.00568 0.00200 0.00800 0 71.0 15 110
4-Chlorophenyl phenyl ether 0.00784 0.000800 0.00800 0 98.0 50 110
4-Methylphenol 0.00608 0.000800 0.00800 0 76.0 30 110
4-Nitroaniline 0.00824 0.000800 0.00800 0 103 35 120
4-Nitrophenol 0.00676 0.00400 0.00800 0 84.5 20 120
Acenaphthene 0.00768 0.000800 0.00800 0 96.0 45 110
Acenaphthylene 0.00772 0.000800 0.00800 0 96.5 50 105
Acetophenone 0.00848 0.000800 0.00800 0 106 45 125
Aniline 0.00276 0.000800 0.00800 0 34.5 10 140
Anthracene 0.00816 0.000800 0.00800 0 102 55 110
Benzidine 0.00268 0.00600 0.00800 0 33.5 20 125
Benzo[a]anthracene 0.00748 0.000800 0.00800 0 93.5 55 110
Benzo[a]pyrene 0.00812 0.000800 0.00800 0 102 55 110
Benzo[b]fluoranthene 0.00720 0.000800 0.00800 0 90.0 45 120
Benzo[g,h,i]perylene 0.00768 0.000800 0.00800 0 96.0 40 125
Benzo[k]fluoranthene 0.00868 0.000800 0.00800 0 108 45 125
Benzoic acid 0.00464 0.00600 0.00800 0 58.0 5 120
Benzyl alcohol 0.00860 0.00200 0.00800 0 108 30 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

Biphenyl 0.00892 0.000800 0.00800 0 112 45 125
Bis(2-chloroethoxy)methane 0.00776 0.000800 0.00800 0 97.0 45 105
Bis(2-chloroethyl)ether 0.00656 0.000800 0.00800 0 82.0 35 110
Bis(2-chloroisopropyl)ether 0.00664 0.000800 0.00800 0 83.0 25 130
Bis(2-ethylhexyl)phthalate 0.00812 0.00300 0.00800 0 102 40 125
Butyl benzyl phthalate 0.00804 0.00600 0.00800 0 101 45 115
Carbazole 0.00804 0.000800 0.00800 0 101 50 115
Chrysene 0.00800 0.000800 0.00800 0 100 55 110
Di-n-butyl phthalate 0.00864 0.00600 0.00800 0 108 55 115
Di-n-octyl phthalate 0.00788 0.00600 0.00800 0 98.5 35 135
Dibenz[a,h]anthracene 0.00756 0.000800 0.00800 0 94.5 40 125
Dibenzofuran 0.00772 0.000800 0.00800 0 96.5 55 105
Diethyl phthalate 0.00844 0.00600 0.00800 0 106 40 120
Dimethyl phthalate 0.00832 0.00600 0.00800 0 104 25 125
Fluoranthene 0.00816 0.000800 0.00800 0 102 55 115
Fluorene 0.00792 0.000800 0.00800 0 99.0 50 110
Hexachlorobenzene 0.00752 0.000800 0.00800 0 94.0 50 110
Hexachlorobutadiene 0.00696 0.000800 0.00800 0 87.0 25 105
Hexachlorocyclopentadiene 0.00400 0.00200 0.00800 0 50.0 25 125
Hexachloroethane 0.00632 0.000800 0.00800 0 79.0 30 100
Indeno[1,2,3-cd]pyrene 0.00764 0.000800 0.00800 0 95.5 45 125
Isophorone 0.00756 0.000800 0.00800 0 94.5 50 110
N-Nitrosodi-n-propylamine 0.00652 0.000800 0.00800 0 81.5 35 130
N-Nitrosodimethylamine 0.00376 0.000800 0.00800 0 47.0 25 110
N-Nitrosodiphenylamine 0.00856 0.000800 0.00800 0 107 50 110
Naphthalene 0.00716 0.000800 0.00800 0 89.5 40 100
Nitrobenzene 0.00712 0.000800 0.00800 0 89.0 45 110
Pentachlorobenzene 0.00660 0.000800 0.00800 0 82.5 35 120
Pentachlorophenol 0.00864 0.000800 0.00800 0 108 40 115
Phenanthrene 0.00792 0.000800 0.00800 0 99.0 50 115
Phenol 0.00380 0.000800 0.00800 0 47.5 20 115
Pyrene 0.00788 0.000800 0.00800 0 98.5 50 130
Pyridine 0.00360 0.00200 0.00800 0 45.0 20 110
    Surr: 2,4,6-Tribromophenol 16.6 16.00 104 42 124
    Surr: 2-Fluorobiphenyl 15.8 16.00 98.8 50 110
    Surr: 2-Fluorophenol 13.2 16.00 82.2 20 110
    Surr: 4-Terphenyl-d14 18.0 16.00 113 51 135
    Surr: Nitrobenzene-d5 16.0 16.00 100 41 110
    Surr: Phenol-d6 7.92 16.00 49.5 20 115

Sample ID: 1104021-01GMS Batch ID: 45760 TestNo: SW8270C Units: mg/L
SampType: MS Run ID: GCMS9_110406A Analysis Date: 04/06/11 12:51 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,2,4,5-Tetrachlorobenzene 0.0152 0.000800 0.0160 0 95.0 35 120
1,2,4-Trichlorobenzene 0.00588 0.000800 0.00800 0 73.5 35 105
1,2-Dichlorobenzene 0.00532 0.000800 0.00800 0 66.5 35 100
1,2-Diphenylhydrazine 0.00604 0.000800 0.00800 0 75.5 55 115

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

1,3-Dichlorobenzene 0.00516 0.000800 0.00800 0 64.5 30 100
1,4-Dichlorobenzene 0.00512 0.000800 0.00800 0 64.0 30 100
1-Methylnaphthalene 0.00640 0.000800 0.00800 0 80.0 45 125 N
2,4,5-Trichlorophenol 0.00688 0.000800 0.00800 0 86.0 50 110
2,4,6-Trichlorophenol 0.00716 0.000800 0.00800 0 89.5 50 115
2,4-Dichlorophenol 0.00684 0.000800 0.00800 0 85.5 50 105
2,4-Dimethylphenol 0.00644 0.000800 0.00800 0 80.5 30 110
2,4-Dinitrophenol 0.00620 0.00400 0.00800 0 77.5 15 140
2,4-Dinitrotoluene 0.00736 0.000800 0.00800 0 92.0 50 120
2,6-Dichlorophenol 0.00680 0.000800 0.00800 0 85.0 35 120
2,6-Dinitrotoluene 0.00764 0.000800 0.00800 0 95.5 50 115
2-Chloronaphthalene 0.00764 0.000800 0.00800 0 95.5 50 105
2-Chlorophenol 0.00596 0.000800 0.00800 0 74.5 35 105
2-Methylnaphthalene 0.00608 0.000800 0.00800 0 76.0 45 105
2-Methylphenol 0.00520 0.000800 0.00800 0 65.0 40 110
2-Nitroaniline 0.00700 0.000800 0.00800 0 87.5 50 115
2-Nitrophenol 0.00700 0.000800 0.00800 0 87.5 40 115
3,3´-Dichlorobenzidine 0.00532 0.00400 0.00800 0 66.5 20 110
3-Nitroaniline 0.00684 0.000800 0.00800 0 85.5 20 125
4,6-Dinitro-2-methylphenol 0.00704 0.00200 0.00800 0 88.0 40 130
4-Bromophenyl phenyl ether 0.00660 0.000800 0.00800 0 82.5 50 115
4-Chloro-3-methylphenol 0.00680 0.000800 0.00800 0 85.0 45 110
4-Chloroaniline 0.00528 0.00200 0.00800 0 66.0 15 110
4-Chlorophenyl phenyl ether 0.00656 0.000800 0.00800 0 82.0 50 110
4-Methylphenol 0.00492 0.000800 0.00800 0 61.5 30 110
4-Nitroaniline 0.00676 0.000800 0.00800 0 84.5 35 120
4-Nitrophenol 0.00588 0.00400 0.00800 0 73.5 20 120
Acenaphthene 0.00648 0.000800 0.00800 0 81.0 45 110
Acenaphthylene 0.00652 0.000800 0.00800 0 81.5 50 105
Acetophenone 0.0142 0.000800 0.0160 0 88.5 45 125
Aniline 0.00220 0.000800 0.00800 0 27.5 10 140
Anthracene 0.00684 0.000800 0.00800 0 85.5 55 110
Benzidine 0.00416 0.00600 0.00800 0 52.0 20 125
Benzo[a]anthracene 0.00624 0.000800 0.00800 0 78.0 55 110
Benzo[a]pyrene 0.00652 0.000800 0.00800 0 81.5 55 110
Benzo[b]fluoranthene 0.00620 0.000800 0.00800 0 77.5 45 120
Benzo[g,h,i]perylene 0.00624 0.000800 0.00800 0 78.0 40 125
Benzo[k]fluoranthene 0.00696 0.000800 0.00800 0 87.0 45 125
Benzoic acid 0.0100 0.00600 0.00800 0 126 5 120 S
Benzyl alcohol 0.00744 0.00200 0.00800 0 93.0 30 110
Biphenyl 0.00764 0.000800 0.00800 0 95.5 45 125
Bis(2-chloroethoxy)methane 0.00652 0.000800 0.00800 0 81.5 45 105
Bis(2-chloroethyl)ether 0.00540 0.000800 0.00800 0 67.5 35 110
Bis(2-chloroisopropyl)ether 0.00552 0.000800 0.00800 0 69.0 25 130
Bis(2-ethylhexyl)phthalate 0.00648 0.00300 0.00800 0 81.0 40 125
Butyl benzyl phthalate 0.00668 0.00600 0.00800 0 83.5 45 115
Carbazole 0.00672 0.000800 0.00800 0 84.0 50 115

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

Chrysene 0.00644 0.000800 0.00800 0 80.5 55 110
Di-n-butyl phthalate 0.00728 0.00600 0.00800 0 91.0 55 115
Di-n-octyl phthalate 0.00620 0.00600 0.00800 0 77.5 35 135
Dibenz[a,h]anthracene 0.00616 0.000800 0.00800 0 77.0 40 125
Dibenzofuran 0.00640 0.000800 0.00800 0 80.0 55 105
Diethyl phthalate 0.00720 0.00600 0.00800 0 90.0 40 120
Dimethyl phthalate 0.00700 0.00600 0.00800 0 87.5 25 125
Fluoranthene 0.00684 0.000800 0.00800 0 85.5 55 115
Fluorene 0.00664 0.000800 0.00800 0 83.0 50 110
Hexachlorobenzene 0.00628 0.000800 0.00800 0 78.5 50 110
Hexachlorobutadiene 0.00556 0.000800 0.00800 0 69.5 25 105
Hexachlorocyclopentadiene 0.00328 0.00200 0.00800 0 41.0 25 125
Hexachloroethane 0.00500 0.000800 0.00800 0 62.5 30 100
Indeno[1,2,3-cd]pyrene 0.00624 0.000800 0.00800 0 78.0 45 125
Isophorone 0.00644 0.000800 0.00800 0 80.5 50 110
N-Nitrosodi-n-propylamine 0.00516 0.000800 0.00800 0 64.5 35 130
N-Nitrosodimethylamine 0.00324 0.000800 0.00800 0 40.5 25 110
N-Nitrosodiphenylamine 0.0178 0.000800 0.0160 0 111 50 110 S
Naphthalene 0.00608 0.000800 0.00800 0 76.0 40 100
Nitrobenzene 0.00600 0.000800 0.00800 0 75.0 45 110
Pentachlorobenzene 0.0121 0.000800 0.0160 0 75.5 35 120
Pentachlorophenol 0.00776 0.000800 0.00800 0 97.0 40 115
Phenanthrene 0.00656 0.000800 0.00800 0 82.0 50 115
Phenol 0.00336 0.000800 0.00800 0 42.0 20 115
Pyrene 0.00644 0.000800 0.00800 0 80.5 50 130
Pyridine 0.00308 0.00200 0.00800 0 38.5 20 110
    Surr: 2,4,6-Tribromophenol 14.1 16.00 88.0 42 124
    Surr: 2-Fluorobiphenyl 12.7 16.00 79.2 50 110
    Surr: 2-Fluorophenol 10.9 16.00 68.0 20 110
    Surr: 4-Terphenyl-d14 14.0 16.00 87.5 51 135
    Surr: Nitrobenzene-d5 13.3 16.00 83.0 41 110
    Surr: Phenol-d6 6.80 16.00 42.5 20 115

Sample ID: 1104021-01GMSD Batch ID: 45760 TestNo: SW8270C Units: mg/L
SampType: MSD Run ID: GCMS9_110406A Analysis Date: 04/06/11 01:14 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,2,4,5-Tetrachlorobenzene 0.0166 0.000800 0.0160 0 104 35 120 8.81 30
1,2,4-Trichlorobenzene 0.00636 0.000800 0.00800 0 79.5 35 105 7.84 30
1,2-Dichlorobenzene 0.00568 0.000800 0.00800 0 71.0 35 100 6.55 30
1,2-Diphenylhydrazine 0.00652 0.000800 0.00800 0 81.5 55 115 7.64 30
1,3-Dichlorobenzene 0.00564 0.000800 0.00800 0 70.5 30 100 8.89 30
1,4-Dichlorobenzene 0.00564 0.000800 0.00800 0 70.5 30 100 9.67 30
1-Methylnaphthalene 0.00704 0.000800 0.00800 0 88.0 45 125 9.52 30 N
2,4,5-Trichlorophenol 0.00796 0.000800 0.00800 0 99.5 50 110 14.6 30
2,4,6-Trichlorophenol 0.00792 0.000800 0.00800 0 99.0 50 115 10.1 30
2,4-Dichlorophenol 0.00740 0.000800 0.00800 0 92.5 50 105 7.87 30
2,4-Dimethylphenol 0.00700 0.000800 0.00800 0 87.5 30 110 8.33 30

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

2,4-Dinitrophenol 0.00688 0.00400 0.00800 0 86.0 15 140 10.4 30
2,4-Dinitrotoluene 0.00808 0.000800 0.00800 0 101 50 120 9.33 30
2,6-Dichlorophenol 0.00736 0.000800 0.00800 0 92.0 35 120 7.91 30
2,6-Dinitrotoluene 0.00844 0.000800 0.00800 0 106 50 115 9.95 30
2-Chloronaphthalene 0.00940 0.000800 0.0160 0 58.8 50 105 20.7 30
2-Chlorophenol 0.00628 0.000800 0.00800 0 78.5 35 105 5.23 30
2-Methylnaphthalene 0.00660 0.000800 0.00800 0 82.5 45 105 8.20 30
2-Methylphenol 0.00540 0.000800 0.00800 0 67.5 40 110 3.77 30
2-Nitroaniline 0.00768 0.000800 0.00800 0 96.0 50 115 9.26 30
2-Nitrophenol 0.00760 0.000800 0.00800 0 95.0 40 115 8.22 30
3,3´-Dichlorobenzidine 0.00536 0.00400 0.00800 0 67.0 20 110 0.749 30
3-Nitroaniline 0.00756 0.000800 0.00800 0 94.5 20 125 10.0 30
4,6-Dinitro-2-methylphenol 0.00744 0.00200 0.00800 0 93.0 40 130 5.52 30
4-Bromophenyl phenyl ether 0.00708 0.000800 0.00800 0 88.5 50 115 7.02 30
4-Chloro-3-methylphenol 0.00756 0.000800 0.00800 0 94.5 45 110 10.6 30
4-Chloroaniline 0.00492 0.00200 0.00800 0 61.5 15 110 7.06 30
4-Chlorophenyl phenyl ether 0.00708 0.000800 0.00800 0 88.5 50 110 7.62 30
4-Methylphenol 0.00528 0.000800 0.00800 0 66.0 30 110 7.06 30
4-Nitroaniline 0.00688 0.000800 0.00800 0 86.0 35 120 1.76 30
4-Nitrophenol 0.00616 0.00400 0.00800 0 77.0 20 120 4.65 30
Acenaphthene 0.00712 0.000800 0.00800 0 89.0 45 110 9.41 30
Acenaphthylene 0.00724 0.000800 0.00800 0 90.5 50 105 10.5 30
Acetophenone 0.0152 0.000800 0.0160 0 95.2 45 125 7.35 30
Aniline 0.00220 0.000800 0.00800 0 27.5 10 140 0 30
Anthracene 0.00728 0.000800 0.00800 0 91.0 55 110 6.23 30
Benzidine 0.00184 0.00600 0.00800 0 23.0 20 125 77.3 30 R
Benzo[a]anthracene 0.00680 0.000800 0.00800 0 85.0 55 110 8.59 30
Benzo[a]pyrene 0.00720 0.000800 0.00800 0 90.0 55 110 9.91 30
Benzo[b]fluoranthene 0.00744 0.000800 0.00800 0 93.0 45 120 18.2 30
Benzo[g,h,i]perylene 0.00696 0.000800 0.00800 0 87.0 40 125 10.9 30
Benzo[k]fluoranthene 0.00716 0.000800 0.00800 0 89.5 45 125 2.83 30
Benzoic acid 0.00988 0.00600 0.00800 0 124 5 120 1.61 30 S
Benzyl alcohol 0.00824 0.00200 0.00800 0 103 30 110 10.2 30
Biphenyl 0.00844 0.000800 0.00800 0 106 45 125 9.95 30
Bis(2-chloroethoxy)methane 0.00720 0.000800 0.00800 0 90.0 45 105 9.91 30
Bis(2-chloroethyl)ether 0.00596 0.000800 0.00800 0 74.5 35 110 9.86 30
Bis(2-chloroisopropyl)ether 0.00604 0.000800 0.00800 0 75.5 25 130 9.00 30
Bis(2-ethylhexyl)phthalate 0.00724 0.00300 0.00800 0 90.5 40 125 11.1 30
Butyl benzyl phthalate 0.00736 0.00600 0.00800 0 92.0 45 115 9.69 30
Carbazole 0.00712 0.000800 0.00800 0 89.0 50 115 5.78 30
Chrysene 0.00692 0.000800 0.00800 0 86.5 55 110 7.19 30
Di-n-butyl phthalate 0.00780 0.00600 0.00800 0 97.5 55 115 6.90 30
Di-n-octyl phthalate 0.00692 0.00600 0.00800 0 86.5 35 135 11.0 30
Dibenz[a,h]anthracene 0.00692 0.000800 0.00800 0 86.5 40 125 11.6 30
Dibenzofuran 0.00704 0.000800 0.00800 0 88.0 55 105 9.52 30
Diethyl phthalate 0.00776 0.00600 0.00800 0 97.0 40 120 7.49 30
Dimethyl phthalate 0.00760 0.00600 0.00800 0 95.0 25 125 8.22 30

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

Fluoranthene 0.00740 0.000800 0.00800 0 92.5 55 115 7.87 30
Fluorene 0.00724 0.000800 0.00800 0 90.5 50 110 8.65 30
Hexachlorobenzene 0.00676 0.000800 0.00800 0 84.5 50 110 7.36 30
Hexachlorobutadiene 0.00604 0.000800 0.00800 0 75.5 25 105 8.28 30
Hexachlorocyclopentadiene 0.00376 0.00200 0.00800 0 47.0 25 125 13.6 30
Hexachloroethane 0.00548 0.000800 0.00800 0 68.5 30 100 9.16 30
Indeno[1,2,3-cd]pyrene 0.00696 0.000800 0.00800 0 87.0 45 125 10.9 30
Isophorone 0.00704 0.000800 0.00800 0 88.0 50 110 8.90 30
N-Nitrosodi-n-propylamine 0.00608 0.000800 0.00800 0 76.0 35 130 16.4 30
N-Nitrosodimethylamine 0.00356 0.000800 0.00800 0 44.5 25 110 9.41 30
N-Nitrosodiphenylamine 0.0180 0.000800 0.0160 0 113 50 110 1.56 30 S
Naphthalene 0.00656 0.000800 0.00800 0 82.0 40 100 7.59 30
Nitrobenzene 0.00652 0.000800 0.00800 0 81.5 45 110 8.31 30
Pentachlorobenzene 0.0130 0.000800 0.0160 0 81.3 35 120 7.34 30
Pentachlorophenol 0.00824 0.000800 0.00800 0 103 40 115 6.00 30
Phenanthrene 0.00708 0.000800 0.00800 0 88.5 50 115 7.62 30
Phenol 0.00344 0.000800 0.00800 0 43.0 20 115 2.35 30
Pyrene 0.00704 0.000800 0.00800 0 88.0 50 130 8.90 30
Pyridine 0.00340 0.00200 0.00800 0 42.5 20 110 9.88 30
    Surr: 2,4,6-Tribromophenol 14.9 16.00 93.3 42 124 0 0
    Surr: 2-Fluorobiphenyl 13.6 16.00 84.8 50 110 0 0
    Surr: 2-Fluorophenol 11.5 16.00 72.0 20 110 0 0
    Surr: 4-Terphenyl-d14 15.2 16.00 95.2 51 135 0 0
    Surr: Nitrobenzene-d5 14.1 16.00 88.0 41 110 0 0
    Surr: Phenol-d6 7.00 16.00 43.8 20 115 0 0

Sample ID: MB-45760 Batch ID: 45760 TestNo: SW8270C Units: mg/L
SampType: MBLK Run ID: GCMS9_110406A Analysis Date: 04/06/11 02:03 PM Prep Date: 04/05/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,2,4,5-Tetrachlorobenzene <0.000200 0.000800
1,2,4-Trichlorobenzene <0.000200 0.000800
1,2-Dichlorobenzene <0.000200 0.000800
1,2-Diphenylhydrazine <0.000200 0.000800
1,3-Dichlorobenzene <0.000200 0.000800
1,4-Dichlorobenzene <0.000200 0.000800
1-Methylnaphthalene <0.000200 0.000800 N
2,4,5-Trichlorophenol <0.000200 0.000800
2,4,6-Trichlorophenol <0.000200 0.000800
2,4-Dichlorophenol <0.000200 0.000800
2,4-Dimethylphenol <0.000200 0.000800
2,4-Dinitrophenol <0.00100 0.00400
2,4-Dinitrotoluene <0.000200 0.000800
2,6-Dichlorophenol <0.000200 0.000800
2,6-Dinitrotoluene <0.000200 0.000800
2-Chloronaphthalene <0.000200 0.000800
2-Chlorophenol <0.000200 0.000800
2-Methylnaphthalene <0.000200 0.000800

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

2-Methylphenol <0.000200 0.000800
2-Nitroaniline <0.000200 0.000800
2-Nitrophenol <0.000200 0.000800
3,3´-Dichlorobenzidine <0.00100 0.00400
3-Nitroaniline <0.000200 0.000800
4,6-Dinitro-2-methylphenol <0.000600 0.00200
4-Bromophenyl phenyl ether <0.000200 0.000800
4-Chloro-3-methylphenol <0.000200 0.000800
4-Chloroaniline <0.000600 0.00200
4-Chlorophenyl phenyl ether <0.000200 0.000800
4-Methylphenol <0.000200 0.000800
4-Nitroaniline <0.000200 0.000800
4-Nitrophenol <0.00100 0.00400
Acenaphthene <0.000200 0.000800
Acenaphthylene <0.000200 0.000800
Acetophenone <0.000200 0.000800
Aniline <0.000200 0.000800
Anthracene <0.000200 0.000800
Benzidine <0.00200 0.00600
Benzo[a]anthracene <0.000200 0.000800
Benzo[a]pyrene <0.000200 0.000800
Benzo[b]fluoranthene <0.000200 0.000800
Benzo[g,h,i]perylene <0.000200 0.000800
Benzo[k]fluoranthene <0.000200 0.000800
Benzoic acid <0.00200 0.00600
Benzyl alcohol <0.000600 0.00200
Biphenyl <0.000200 0.000800
Bis(2-chloroethoxy)methane <0.000200 0.000800
Bis(2-chloroethyl)ether <0.000200 0.000800
Bis(2-chloroisopropyl)ether <0.000200 0.000800
Bis(2-ethylhexyl)phthalate <0.00100 0.00300
Butyl benzyl phthalate <0.00200 0.00600
Carbazole <0.000200 0.000800
Chrysene <0.000200 0.000800
Di-n-butyl phthalate <0.00200 0.00600
Di-n-octyl phthalate <0.00200 0.00600
Dibenz[a,h]anthracene <0.000200 0.000800
Dibenzofuran <0.000200 0.000800
Diethyl phthalate <0.00200 0.00600
Dimethyl phthalate <0.00200 0.00600
Fluoranthene <0.000200 0.000800
Fluorene <0.000200 0.000800
Hexachlorobenzene <0.000200 0.000800
Hexachlorobutadiene <0.000200 0.000800
Hexachlorocyclopentadiene <0.000600 0.00200
Hexachloroethane <0.000200 0.000800
Indeno[1,2,3-cd]pyrene <0.000200 0.000800

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

Isophorone <0.000200 0.000800
N-Nitrosodi-n-propylamine <0.000100 0.000800
N-Nitrosodimethylamine <0.000200 0.000800
N-Nitrosodiphenylamine <0.000200 0.000800
Naphthalene <0.000200 0.000800
Nitrobenzene <0.000200 0.000800
Pentachlorobenzene <0.000200 0.000800
Pentachlorophenol <0.000200 0.000800
Phenanthrene <0.000200 0.000800
Phenol <0.000200 0.000800
Pyrene <0.000200 0.000800
Pyridine <0.000800 0.00200
    Surr: 2,4,6-Tribromophenol 14.9 16.00 93.3 42 124
    Surr: 2-Fluorobiphenyl 14.3 16.00 89.2 50 110
    Surr: 2-Fluorophenol 11.2 16.00 70.0 20 110
    Surr: 4-Terphenyl-d14 16.1 16.00 101 51 135
    Surr: Nitrobenzene-d5 14.3 16.00 89.2 41 110
    Surr: Phenol-d6 6.32 16.00 39.5 20 115

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

Sample ID: ICV-110406 Batch ID: R54324 TestNo: SW8270C Units: mg/L
SampType: ICV Run ID: GCMS9_110406A Analysis Date: 04/06/11 12:02 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,2,4,5-Tetrachlorobenzene 3.15 0.000800 4.00 0 78.8 80 120 S
1,2,4-Trichlorobenzene 3.93 0.000800 4.00 0 98.2 80 120
1,2-Dichlorobenzene 3.59 0.000800 4.00 0 89.8 80 120
1,2-Diphenylhydrazine 3.82 0.000800 4.00 0 95.5 80 120
1,3-Dichlorobenzene 3.63 0.000800 4.00 0 90.8 80 120
1,4-Dichlorobenzene 3.52 0.000800 4.00 0 88.0 80 120
1-Methylnaphthalene 4.60 0.000800 4.00 0 115 80 120 N
2,4,5-Trichlorophenol 4.17 0.000800 4.00 0 104 80 120
2,4,6-Trichlorophenol 4.24 0.000800 4.00 0 106 80 120
2,4-Dichlorophenol 4.09 0.000800 4.00 0 102 80 120
2,4-Dimethylphenol 3.77 0.000800 4.00 0 94.2 80 120
2,4-Dinitrophenol 3.56 0.00400 4.00 0 89.0 80 120
2,4-Dinitrotoluene 4.40 0.000800 4.00 0 110 80 120
2,6-Dichlorophenol 3.89 0.000800 4.00 0 97.2 80 120
2,6-Dinitrotoluene 4.47 0.000800 4.00 0 112 80 120
2-Chloronaphthalene 3.89 0.000800 4.00 0 97.2 80 120
2-Chlorophenol 3.70 0.000800 4.00 0 92.5 80 120
2-Methylnaphthalene 3.91 0.000800 4.00 0 97.8 80 120
2-Methylphenol 3.34 0.000800 4.00 0 83.5 80 120
2-Nitroaniline 4.30 0.000800 4.00 0 108 80 120
2-Nitrophenol 4.30 0.000800 4.00 0 108 80 120
3,3´-Dichlorobenzidine 3.84 0.00400 4.00 0 96.0 80 120
3-Nitroaniline 4.34 0.000800 4.00 0 108 80 120
4,6-Dinitro-2-methylphenol 3.99 0.00200 4.00 0 99.8 80 120
4-Bromophenyl phenyl ether 3.96 0.000800 4.00 0 99.0 80 120
4-Chloro-3-methylphenol 3.97 0.000800 4.00 0 99.2 80 120
4-Chloroaniline 3.97 0.00200 4.00 0 99.2 80 120
4-Chlorophenyl phenyl ether 3.78 0.000800 4.00 0 94.5 80 120
4-Methylphenol 3.20 0.000800 4.00 0 80.0 80 120
4-Nitroaniline 4.19 0.000800 4.00 0 105 80 120
4-Nitrophenol 4.81 0.00400 4.00 0 120 80 120
Acenaphthene 3.85 0.000800 4.00 0 96.2 80 120
Acenaphthylene 3.69 0.000800 4.00 0 92.2 80 120
Acetophenone 3.20 0.000800 4.00 0 80.0 80 120
Aniline 4.29 0.000800 4.00 0 107 80 120
Anthracene 3.85 0.000800 4.00 0 96.2 80 120
Benzidine 4.28 0.00600 4.00 0 107 80 120
Benzo[a]anthracene 3.72 0.000800 4.00 0 93.0 80 120
Benzo[a]pyrene 3.99 0.000800 4.00 0 99.8 80 120
Benzo[b]fluoranthene 3.67 0.000800 4.00 0 91.8 80 120
Benzo[g,h,i]perylene 3.93 0.000800 4.00 0 98.2 80 120
Benzo[k]fluoranthene 4.15 0.000800 4.00 0 104 80 120
Benzoic acid 3.92 0.00600 4.00 0 98.0 80 120
Benzyl alcohol 4.33 0.00200 4.00 0 108 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS9_110406A

Biphenyl 4.03 0.000800 4.00 0 101 80 120
Bis(2-chloroethoxy)methane 3.65 0.000800 4.00 0 91.2 80 120
Bis(2-chloroethyl)ether 3.33 0.000800 4.00 0 83.2 80 120
Bis(2-chloroisopropyl)ether 3.44 0.000800 4.00 0 86.0 80 120
Bis(2-ethylhexyl)phthalate 3.73 0.00300 4.00 0 93.2 80 120
Butyl benzyl phthalate 4.03 0.00600 4.00 0 101 80 120
Carbazole 3.87 0.000800 4.00 0 96.8 80 120
Chrysene 3.89 0.000800 4.00 0 97.2 80 120
Di-n-butyl phthalate 4.00 0.00600 4.00 0 100 80 120
Di-n-octyl phthalate 3.88 0.00600 4.00 0 97.0 80 120
Dibenz[a,h]anthracene 3.83 0.000800 4.00 0 95.8 80 120
Dibenzofuran 3.75 0.000800 4.00 0 93.8 80 120
Diethyl phthalate 4.02 0.00600 4.00 0 101 80 120
Dimethyl phthalate 4.07 0.00600 4.00 0 102 80 120
Fluoranthene 3.90 0.000800 4.00 0 97.5 80 120
Fluorene 3.65 0.000800 4.00 0 91.2 80 120
Hexachlorobenzene 3.87 0.000800 4.00 0 96.8 80 120
Hexachlorobutadiene 3.92 0.000800 4.00 0 98.0 80 120
Hexachlorocyclopentadiene 3.28 0.00200 4.00 0 82.0 80 120
Hexachloroethane 3.67 0.000800 4.00 0 91.8 80 120
Indeno[1,2,3-cd]pyrene 3.90 0.000800 4.00 0 97.5 80 120
Isophorone 3.64 0.000800 4.00 0 91.0 80 120
N-Nitrosodi-n-propylamine 3.20 0.000800 4.00 0 80.0 80 120
N-Nitrosodimethylamine 3.28 0.000800 4.00 0 82.0 80 120
N-Nitrosodiphenylamine 4.13 0.000800 4.00 0 103 80 120
Naphthalene 3.71 0.000800 4.00 0 92.8 80 120
Nitrobenzene 3.69 0.000800 4.00 0 92.2 80 120
Pentachlorobenzene 3.75 0.000800 4.00 0 93.8 80 120
Pentachlorophenol 3.81 0.000800 4.00 0 95.2 80 120
Phenanthrene 3.80 0.000800 4.00 0 95.0 80 120
Phenol 3.62 0.000800 4.00 0 90.5 80 120
Pyrene 3.87 0.000800 4.00 0 96.8 80 120
Pyridine 3.31 0.00200 4.00 0 82.8 80 120
    Surr: 2,4,6-Tribromophenol 3720 4000 93.0 80 120
    Surr: 2-Fluorobiphenyl 3620 4000 90.5 80 120
    Surr: 2-Fluorophenol 3720 4000 93.0 80 120
    Surr: 4-Terphenyl-d14 3700 4000 92.5 80 120
    Surr: Nitrobenzene-d5 3720 4000 93.0 80 120
    Surr: Phenol-d6 3490 4000 87.2 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110404A

Sample ID: LCS-45723 Batch ID: 45723 TestNo: SW8260C Units: mg/L
SampType: LCS Run ID: GCMS5_110404A Analysis Date: 04/04/11 09:44 AM Prep Date: 04/01/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane 0.0271 0.00100 0.0232 0 117 80 130
1,1,1-Trichloroethane 0.0270 0.00100 0.0232 0 116 65 130
1,1,2,2-Tetrachloroethane 0.0294 0.00100 0.0232 0 127 65 130
1,1,2-Trichloroethane 0.0272 0.00100 0.0232 0 117 75 125
1,1-Dichloroethane 0.0266 0.00100 0.0232 0 115 70 135
1,1-Dichloroethene 0.0263 0.00100 0.0232 0 113 70 130
1,1-Dichloropropene 0.0270 0.00100 0.0232 0 116 75 130
1,2,3-Trichlorobenzene 0.0278 0.00500 0.0232 0 120 55 140
1,2,3-Trichloropropane 0.0287 0.00100 0.0232 0 124 75 125
1,2,4-Trichlorobenzene 0.0278 0.00500 0.0232 0 120 65 135
1,2,4-Trimethylbenzene 0.0278 0.00500 0.0232 0 120 75 130
1,2-Dibromo-3-chloropropane 0.0260 0.0100 0.0232 0 112 50 130
1,2-Dibromoethane 0.0274 0.00100 0.0232 0 118 80 120
1,2-Dichlorobenzene 0.0281 0.00100 0.0232 0 121 70 120 S
1,2-Dichloroethane 0.0264 0.00100 0.0232 0 114 70 130
1,2-Dichloropropane 0.0264 0.00100 0.0232 0 114 75 125
1,3,5-Trimethylbenzene 0.0280 0.00500 0.0232 0 121 75 130
1,3-Dichlorobenzene 0.0276 0.00100 0.0232 0 119 75 125
1,3-Dichloropropane 0.0268 0.00100 0.0232 0 116 75 125
1,4-Dichloro-2-butene 0.0263 0.00200 0.0232 0 114 50 150
1,4-Dichlorobenzene 0.0274 0.00100 0.0232 0 118 75 125
2,2-Dichloropropane 0.0285 0.00100 0.0232 0 123 70 135
2-Butanone 0.0265 0.0150 0.0232 0 114 30 150
2-Chloroethylvinylether 0.0268 0.0150 0.0232 0 116 50 150
2-Chlorotoluene 0.0278 0.00100 0.0232 0 120 75 125
2-Hexanone 0.0250 0.0150 0.0232 0 108 55 130
4-Chlorotoluene 0.0278 0.00100 0.0232 0 120 75 130
4-Methyl-2-pentanone 0.0270 0.0150 0.0232 0 116 60 135
Acetone 0.0280 0.0150 0.0232 0 121 40 140
Acrylonitrile 0.0562 0.00300 0.0464 0 121 50 150
Benzene 0.0266 0.00100 0.0232 0 115 80 120
Bromobenzene 0.0270 0.00100 0.0232 0 117 75 125
Bromochloromethane 0.0269 0.00100 0.0232 0 116 65 130
Bromodichloromethane 0.0266 0.00100 0.0232 0 114 75 120
Bromoform 0.0269 0.00100 0.0232 0 116 70 130
Bromomethane 0.0273 0.00100 0.0232 0 118 30 145
Carbon disulfide 0.0271 0.0150 0.0232 0 117 35 160
Carbon tetrachloride 0.0271 0.00100 0.0232 0 117 65 140
Chlorobenzene 0.0266 0.00100 0.0232 0 115 80 120
Chloroethane 0.0284 0.00100 0.0232 0 122 60 135
Chloroform 0.0266 0.00100 0.0232 0 115 65 135
Chloromethane 0.0278 0.00100 0.0232 0 120 40 125
cis-1,2-Dichloroethene 0.0263 0.00100 0.0232 0 113 70 125
cis-1,3-Dichloropropene 0.0273 0.00100 0.0232 0 118 70 130

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110404A

Dibromochloromethane 0.0265 0.00100 0.0232 0 114 60 135
Dibromomethane 0.0261 0.00100 0.0232 0 112 75 125
Dichlorodifluoromethane 0.0282 0.00100 0.0232 0 122 30 155
Ethylbenzene 0.0272 0.00100 0.0232 0 117 75 125
Hexachlorobutadiene 0.0289 0.00300 0.0232 0 125 50 140
Iodomethane 0.0248 0.0150 0.0232 0 107 50 150
Isopropylbenzene 0.0264 0.00100 0.0232 0 114 75 125
m,p-Xylene 0.0553 0.00200 0.0464 0 119 75 130
Methyl tert-butyl ether 0.0254 0.00100 0.0232 0 109 65 125
Methylene chloride 0.0240 0.00250 0.0232 0 104 55 140
n-Butylbenzene 0.0271 0.00100 0.0232 0 117 70 135
n-Propylbenzene 0.0285 0.00100 0.0232 0 123 70 130
Naphthalene 0.0271 0.0150 0.0232 0 117 55 138
o-Xylene 0.0278 0.00100 0.0232 0 120 80 120
p-Isopropyltoluene 0.0295 0.00100 0.0232 0 127 75 130
sec-Butylbenzene 0.0296 0.00100 0.0232 0 128 70 125 S
Styrene 0.0277 0.00100 0.0232 0 119 65 135
tert-Butylbenzene 0.0286 0.00100 0.0232 0 123 70 130
Tetrachloroethene 0.0273 0.00200 0.0232 0 118 45 150
Toluene 0.0267 0.00200 0.0232 0 115 75 120
trans-1,2-Dichloroethene 0.0263 0.00100 0.0232 0 113 60 140
trans-1,3-Dichloropropene 0.0251 0.00100 0.0232 0 108 55 140
Trichloroethene 0.0260 0.00200 0.0232 0 112 70 125
Trichlorofluoromethane 0.0271 0.00100 0.0232 0 117 60 145
Vinyl chloride 0.0283 0.00100 0.0232 0 122 50 145
    Surr: 1,2-Dichloroethane-d4 201 200.0 100 70 120
    Surr: 4-Bromofluorobenzene 201 200.0 100 75 120
    Surr: Dibromofluoromethane 198 200.0 99.0 85 115
    Surr: Toluene-d8 199 200.0 99.4 85 120

Sample ID: MB-45723 Batch ID: 45723 TestNo: SW8260C Units: mg/L
SampType: MBLK Run ID: GCMS5_110404A Analysis Date: 04/04/11 10:35 AM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane <0.000200 0.00100
1,1,1-Trichloroethane <0.000200 0.00100
1,1,2,2-Tetrachloroethane <0.000200 0.00100
1,1,2-Trichloroethane <0.000200 0.00100
1,1-Dichloroethane <0.000200 0.00100
1,1-Dichloroethene <0.000200 0.00100
1,1-Dichloropropene <0.000200 0.00100
1,2,3-Trichlorobenzene <0.00150 0.00500
1,2,3-Trichloropropane <0.000300 0.00100
1,2,4-Trichlorobenzene <0.00150 0.00500
1,2,4-Trimethylbenzene <0.00150 0.00500
1,2-Dibromo-3-chloropropane <0.00300 0.0100
1,2-Dibromoethane <0.000200 0.00100
1,2-Dichlorobenzene <0.000300 0.00100

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110404A

1,2-Dichloroethane <0.000300 0.00100
1,2-Dichloropropane <0.000200 0.00100
1,3,5-Trimethylbenzene <0.00150 0.00500
1,3-Dichlorobenzene <0.000300 0.00100
1,3-Dichloropropane <0.000200 0.00100
1,4-Dichloro-2-butene <0.00200 0.00200
1,4-Dichlorobenzene <0.000300 0.00100
2,2-Dichloropropane <0.000200 0.00100
2-Butanone <0.00500 0.0150
2-Chloroethylvinylether <0.00500 0.0150
2-Chlorotoluene <0.000300 0.00100
2-Hexanone <0.00500 0.0150
4-Chlorotoluene <0.000300 0.00100
4-Methyl-2-pentanone <0.00500 0.0150
Acetone <0.00500 0.0150
Acrylonitrile <0.00100 0.00300
Benzene <0.000200 0.00100
Bromobenzene <0.000200 0.00100
Bromochloromethane <0.000200 0.00100
Bromodichloromethane <0.000200 0.00100
Bromoform <0.000200 0.00100
Bromomethane <0.000300 0.00100
Carbon disulfide <0.00500 0.0150
Carbon tetrachloride <0.000200 0.00100
Chlorobenzene <0.000200 0.00100
Chloroethane <0.000300 0.00100
Chloroform <0.000300 0.00100
Chloromethane <0.000300 0.00100
cis-1,2-Dichloroethene <0.000200 0.00100
cis-1,3-Dichloropropene <0.000200 0.00100
Dibromochloromethane <0.000200 0.00100
Dibromomethane <0.000200 0.00100
Dichlorodifluoromethane <0.000200 0.00100
Ethylbenzene <0.000300 0.00100
Hexachlorobutadiene <0.00100 0.00300
Iodomethane <0.00500 0.0150
Isopropylbenzene <0.000200 0.00100
m,p-Xylene <0.000600 0.00200
Methyl tert-butyl ether <0.000300 0.00100
Methylene chloride <0.00250 0.00250
n-Butylbenzene <0.000300 0.00100
n-Propylbenzene <0.000300 0.00100
Naphthalene <0.00500 0.0150
o-Xylene <0.000300 0.00100
p-Isopropyltoluene <0.000300 0.00100
sec-Butylbenzene <0.000300 0.00100
Styrene <0.000200 0.00100

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110404A

tert-Butylbenzene <0.000300 0.00100
Tetrachloroethene <0.000600 0.00200
Toluene <0.000600 0.00200
trans-1,2-Dichloroethene <0.000200 0.00100
trans-1,3-Dichloropropene <0.000200 0.00100
Trichloroethene <0.000600 0.00200
Trichlorofluoromethane <0.000200 0.00100
Vinyl chloride <0.000100 0.00100
    Surr: 1,2-Dichloroethane-d4 203 200.0 102 70 120
    Surr: 4-Bromofluorobenzene 200 200.0 100 75 120
    Surr: Dibromofluoromethane 198 200.0 99.1 85 115
    Surr: Toluene-d8 197 200.0 98.7 85 120

Sample ID: 1103202-02AMS Batch ID: 45723 TestNo: SW8260C Units: mg/L
SampType: MS Run ID: GCMS5_110404A Analysis Date: 04/04/11 01:03 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane 0.0213 0.00100 0.0232 0 91.9 80 130
1,1,1-Trichloroethane 0.0214 0.00100 0.0232 0 92.3 65 130
1,1,2,2-Tetrachloroethane 0.0234 0.00100 0.0232 0 101 65 130
1,1,2-Trichloroethane 0.0218 0.00100 0.0232 0 94.0 75 125
1,1-Dichloroethane 0.0214 0.00100 0.0232 0 92.3 70 135
1,1-Dichloroethene 0.0203 0.00100 0.0232 0 87.4 70 130
1,1-Dichloropropene 0.0216 0.00100 0.0232 0 93.1 75 130
1,2,3-Trichlorobenzene 0.0188 0.00500 0.0232 0 81.1 55 140
1,2,3-Trichloropropane 0.0231 0.00100 0.0232 0 99.4 75 125
1,2,4-Trichlorobenzene 0.0187 0.00500 0.0232 0 80.6 65 135
1,2,4-Trimethylbenzene 0.0210 0.00500 0.0232 0 90.4 75 130
1,2-Dibromo-3-chloropropane 0.0211 0.0100 0.0232 0 90.8 50 130
1,2-Dibromoethane 0.0215 0.00100 0.0232 0 92.8 80 120
1,2-Dichlorobenzene 0.0211 0.00100 0.0232 0 90.8 70 120
1,2-Dichloroethane 0.0215 0.00100 0.0232 0 92.5 70 130
1,2-Dichloropropane 0.0212 0.00100 0.0232 0 91.2 75 125
1,3,5-Trimethylbenzene 0.0210 0.00500 0.0232 0 90.5 75 130
1,3-Dichlorobenzene 0.0209 0.00100 0.0232 0 90.0 75 125
1,3-Dichloropropane 0.0215 0.00100 0.0232 0 92.6 75 125
1,4-Dichloro-2-butene 0.0203 0.00200 0.0232 0 87.5 50 150
1,4-Dichlorobenzene 0.0210 0.00100 0.0232 0 90.6 75 125
2,2-Dichloropropane 0.0221 0.00100 0.0232 0 95.1 70 135
2-Butanone 0.0232 0.0150 0.0232 0 100 30 150
2-Chloroethylvinylether <0.00500 0.0150 0.0232 0 0 50 150 S
2-Chlorotoluene 0.0212 0.00100 0.0232 0 91.3 75 125
2-Hexanone 0.0265 0.0150 0.0232 0 114 55 130
4-Chlorotoluene 0.0210 0.00100 0.0232 0 90.6 75 130
4-Methyl-2-pentanone 0.0279 0.0150 0.0232 0 120 60 135
Acetone 0.0212 0.0150 0.0232 0 91.6 40 140
Acrylonitrile 0.0448 0.00300 0.0464 0 96.5 50 150
Benzene 0.0213 0.00100 0.0232 0 91.8 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110404A

Bromobenzene 0.0209 0.00100 0.0232 0 90.1 75 125
Bromochloromethane 0.0222 0.00100 0.0232 0 95.9 65 130
Bromodichloromethane 0.0214 0.00100 0.0232 0 92.4 75 120
Bromoform 0.0211 0.00100 0.0232 0 90.9 70 130
Bromomethane 0.0169 0.00100 0.0232 0 72.9 30 145
Carbon disulfide 0.0241 0.0150 0.0232 0 104 35 160
Carbon tetrachloride 0.0218 0.00100 0.0232 0 94.1 65 140
Chlorobenzene 0.0213 0.00100 0.0232 0 92.0 80 120
Chloroethane 0.0248 0.00100 0.0232 0 107 60 135
Chloroform 0.0222 0.00100 0.0232 0 95.5 65 135
Chloromethane 0.0235 0.00100 0.0232 0 101 40 125
cis-1,2-Dichloroethene 0.0210 0.00100 0.0232 0 90.4 70 125
cis-1,3-Dichloropropene 0.0200 0.00100 0.0232 0 86.1 70 130
Dibromochloromethane 0.0207 0.00100 0.0232 0 89.3 60 135
Dibromomethane 0.0210 0.00100 0.0232 0 90.6 75 125
Dichlorodifluoromethane 0.0250 0.00100 0.0232 0 108 30 155
Ethylbenzene 0.0214 0.00100 0.0232 0 92.4 75 125
Hexachlorobutadiene 0.0202 0.00300 0.0232 0 87.2 50 140
Iodomethane 0.0190 0.0150 0.0232 0 81.7 50 150
Isopropylbenzene 0.0202 0.00100 0.0232 0 86.9 75 125
m,p-Xylene 0.0435 0.00200 0.0464 0 93.8 75 130
Methyl tert-butyl ether 0.0199 0.00100 0.0232 0 85.6 65 125
Methylene chloride 0.0212 0.00250 0.0232 0 91.3 55 140
n-Butylbenzene 0.0190 0.00100 0.0232 0 82.0 70 135
n-Propylbenzene 0.0216 0.00100 0.0232 0 93.3 70 130
Naphthalene 0.0194 0.0150 0.0232 0 83.5 55 138
o-Xylene 0.0217 0.00100 0.0232 0 93.4 80 120
p-Isopropyltoluene 0.0214 0.00100 0.0232 0 92.2 75 130
sec-Butylbenzene 0.0215 0.00100 0.0232 0 92.8 70 125
Styrene 0.0191 0.00100 0.0232 0 82.4 65 135
tert-Butylbenzene 0.0213 0.00100 0.0232 0 91.7 70 130
Tetrachloroethene 0.0214 0.00200 0.0232 0 92.3 45 150
Toluene 0.0214 0.00200 0.0232 0 92.4 75 120
trans-1,2-Dichloroethene 0.0209 0.00100 0.0232 0 90.2 60 140
trans-1,3-Dichloropropene 0.0195 0.00100 0.0232 0 84.0 55 140
Trichloroethene 0.0211 0.00200 0.0232 0 91.0 70 125
Trichlorofluoromethane 0.0240 0.00100 0.0232 0 104 60 145
Vinyl chloride 0.0237 0.00100 0.0232 0 102 50 145
    Surr: 1,2-Dichloroethane-d4 206 200.0 103 70 120
    Surr: 4-Bromofluorobenzene 197 200.0 98.3 75 120
    Surr: Dibromofluoromethane 201 200.0 101 85 115
    Surr: Toluene-d8 199 200.0 99.3 85 120

Sample ID: 1103202-02AMSD Batch ID: 45723 TestNo: SW8260C Units: mg/L
SampType: MSD Run ID: GCMS5_110404A Analysis Date: 04/04/11 01:27 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane 0.0241 0.00100 0.0232 0 104 80 130 12.4 30

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified

Page 78 of 103



DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110404A

1,1,1-Trichloroethane 0.0235 0.00100 0.0232 0 101 65 130 9.30 30
1,1,2,2-Tetrachloroethane 0.0277 0.00100 0.0232 0 119 65 130 17.0 30
1,1,2-Trichloroethane 0.0250 0.00100 0.0232 0 108 75 125 13.7 30
1,1-Dichloroethane 0.0237 0.00100 0.0232 0 102 70 135 9.98 30
1,1-Dichloroethene 0.0227 0.00100 0.0232 0 97.8 70 130 11.2 30
1,1-Dichloropropene 0.0236 0.00100 0.0232 0 102 75 130 8.72 30
1,2,3-Trichlorobenzene 0.0227 0.00500 0.0232 0 97.9 55 140 18.8 30
1,2,3-Trichloropropane 0.0278 0.00100 0.0232 0 120 75 125 18.7 30
1,2,4-Trichlorobenzene 0.0218 0.00500 0.0232 0 93.9 65 135 15.2 30
1,2,4-Trimethylbenzene 0.0234 0.00500 0.0232 0 101 75 130 10.8 30
1,2-Dibromo-3-chloropropane 0.0246 0.0100 0.0232 0 106 50 130 15.4 30
1,2-Dibromoethane 0.0252 0.00100 0.0232 0 109 80 120 15.8 30
1,2-Dichlorobenzene 0.0239 0.00100 0.0232 0 103 70 120 12.5 30
1,2-Dichloroethane 0.0240 0.00100 0.0232 0 104 70 130 11.2 30
1,2-Dichloropropane 0.0237 0.00100 0.0232 0 102 75 125 11.2 30
1,3,5-Trimethylbenzene 0.0234 0.00500 0.0232 0 101 75 130 11.1 30
1,3-Dichlorobenzene 0.0238 0.00100 0.0232 0 102 75 125 13.0 30
1,3-Dichloropropane 0.0243 0.00100 0.0232 0 105 75 125 12.3 30
1,4-Dichloro-2-butene 0.0247 0.00200 0.0232 0 106 50 150 19.5 30
1,4-Dichlorobenzene 0.0234 0.00100 0.0232 0 101 75 125 10.9 30
2,2-Dichloropropane 0.0238 0.00100 0.0232 0 103 70 135 7.71 30
2-Butanone 0.0262 0.0150 0.0232 0 113 30 150 12.1 30
2-Chloroethylvinylether <0.00500 0.0150 0.0232 0 0 50 150 0 30 S
2-Chlorotoluene 0.0239 0.00100 0.0232 0 103 75 125 11.9 30
2-Hexanone 0.0310 0.0150 0.0232 0 134 55 130 15.6 30 S
4-Chlorotoluene 0.0238 0.00100 0.0232 0 102 75 130 12.3 30
4-Methyl-2-pentanone 0.0317 0.0150 0.0232 0 137 60 135 12.9 30 S
Acetone 0.0242 0.0150 0.0232 0 104 40 140 12.9 30
Acrylonitrile 0.0546 0.00300 0.0464 0 118 50 150 19.7 30
Benzene 0.0236 0.00100 0.0232 0 102 80 120 10.4 30
Bromobenzene 0.0236 0.00100 0.0232 0 102 75 125 12.1 30
Bromochloromethane 0.0246 0.00100 0.0232 0 106 65 130 10.1 30
Bromodichloromethane 0.0240 0.00100 0.0232 0 103 75 120 11.1 30
Bromoform 0.0247 0.00100 0.0232 0 106 70 130 15.7 30
Bromomethane 0.0192 0.00100 0.0232 0 82.7 30 145 12.6 30
Carbon disulfide 0.0241 0.0150 0.0232 0 104 35 160 0.083 30
Carbon tetrachloride 0.0237 0.00100 0.0232 0 102 65 140 8.13 30
Chlorobenzene 0.0237 0.00100 0.0232 0 102 80 120 10.6 30
Chloroethane 0.0260 0.00100 0.0232 0 112 60 135 4.45 30
Chloroform 0.0242 0.00100 0.0232 0 104 65 135 8.97 30
Chloromethane 0.0249 0.00100 0.0232 0 107 40 125 5.87 30
cis-1,2-Dichloroethene 0.0233 0.00100 0.0232 0 100 70 125 10.5 30
cis-1,3-Dichloropropene 0.0227 0.00100 0.0232 0 97.8 70 130 12.7 30
Dibromochloromethane 0.0234 0.00100 0.0232 0 101 60 135 12.1 30
Dibromomethane 0.0238 0.00100 0.0232 0 103 75 125 12.3 30
Dichlorodifluoromethane 0.0265 0.00100 0.0232 0 114 30 155 5.83 30
Ethylbenzene 0.0241 0.00100 0.0232 0 104 75 125 11.6 30

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110404A

Hexachlorobutadiene 0.0222 0.00300 0.0232 0 95.8 50 140 9.43 30
Iodomethane 0.0233 0.0150 0.0232 0 100 50 150 20.5 30
Isopropylbenzene 0.0227 0.00100 0.0232 0 97.8 75 125 11.9 30
m,p-Xylene 0.0486 0.00200 0.0464 0 105 75 130 10.9 30
Methyl tert-butyl ether 0.0232 0.00100 0.0232 0 100 65 125 15.6 30
Methylene chloride 0.0235 0.00250 0.0232 0 101 55 140 10.3 30
n-Butylbenzene 0.0213 0.00100 0.0232 0 91.9 70 135 11.4 30
n-Propylbenzene 0.0238 0.00100 0.0232 0 103 70 130 9.63 30
Naphthalene 0.0240 0.0150 0.0232 0 103 55 138 21.3 30
o-Xylene 0.0242 0.00100 0.0232 0 104 80 120 11.2 30
p-Isopropyltoluene 0.0239 0.00100 0.0232 0 103 75 130 10.9 30
sec-Butylbenzene 0.0239 0.00100 0.0232 0 103 70 125 10.6 30
Styrene 0.0213 0.00100 0.0232 0 91.7 65 135 10.7 30
tert-Butylbenzene 0.0239 0.00100 0.0232 0 103 70 130 11.7 30
Tetrachloroethene 0.0236 0.00200 0.0232 0 102 45 150 9.65 30
Toluene 0.0241 0.00200 0.0232 0 104 75 120 11.6 30
trans-1,2-Dichloroethene 0.0230 0.00100 0.0232 0 99.1 60 140 9.38 30
trans-1,3-Dichloropropene 0.0222 0.00100 0.0232 0 95.9 55 140 13.2 30
Trichloroethene 0.0230 0.00200 0.0232 0 99.1 70 125 8.53 30
Trichlorofluoromethane 0.0252 0.00100 0.0232 0 109 60 145 4.91 30
Vinyl chloride 0.0257 0.00100 0.0232 0 111 50 145 8.27 30
    Surr: 1,2-Dichloroethane-d4 205 200.0 102 70 120 0 0
    Surr: 4-Bromofluorobenzene 197 200.0 98.3 75 120 0 0
    Surr: Dibromofluoromethane 199 200.0 99.4 85 115 0 0
    Surr: Toluene-d8 198 200.0 98.8 85 120 0 0

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110404A

Sample ID: ICV-110404 Batch ID: R54259 TestNo: SW8260C Units: mg/L
SampType: ICV Run ID: GCMS5_110404A Analysis Date: 04/04/11 09:19 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane 0.0496 0.00100 0.0464 0 107 80 120
1,1,1-Trichloroethane 0.0478 0.00100 0.0464 0 103 80 120
1,1,2,2-Tetrachloroethane 0.0496 0.00100 0.0464 0 107 80 120
1,1,2-Trichloroethane 0.0484 0.00100 0.0464 0 104 80 120
1,1-Dichloroethane 0.0472 0.00100 0.0464 0 102 80 120
1,1-Dichloroethene 0.0448 0.00100 0.0464 0 96.6 80 120
1,1-Dichloropropene 0.0484 0.00100 0.0464 0 104 80 120
1,2,3-Trichlorobenzene 0.0448 0.00500 0.0464 0 96.6 80 120
1,2,3-Trichloropropane 0.0503 0.00100 0.0464 0 108 80 120
1,2,4-Trichlorobenzene 0.0466 0.00500 0.0464 0 100 80 120
1,2,4-Trimethylbenzene 0.0479 0.00500 0.0464 0 103 80 120
1,2-Dibromo-3-chloropropane 0.0451 0.0100 0.0464 0 97.2 80 120
1,2-Dibromoethane 0.0494 0.00100 0.0464 0 107 80 120
1,2-Dichlorobenzene 0.0485 0.00100 0.0464 0 104 80 120
1,2-Dichloroethane 0.0472 0.00100 0.0464 0 102 80 120
1,2-Dichloropropane 0.0481 0.00100 0.0464 0 104 80 120
1,3,5-Trimethylbenzene 0.0477 0.00500 0.0464 0 103 80 120
1,3-Dichlorobenzene 0.0482 0.00100 0.0464 0 104 80 120
1,3-Dichloropropane 0.0489 0.00100 0.0464 0 105 80 120
1,4-Dichloro-2-butene 0.0465 0.00200 0.0464 0 100 80 120
1,4-Dichlorobenzene 0.0467 0.00100 0.0464 0 101 80 120
2,2-Dichloropropane 0.0509 0.00100 0.0464 0 110 80 120
2-Butanone 0.0527 0.0150 0.0464 0 114 80 120
2-Chloroethylvinylether 0.0497 0.0150 0.0464 0 107 80 120
2-Chlorotoluene 0.0480 0.00100 0.0464 0 104 80 120
2-Hexanone 0.0485 0.0150 0.0464 0 104 80 120
4-Chlorotoluene 0.0481 0.00100 0.0464 0 104 80 120
4-Methyl-2-pentanone 0.0530 0.0150 0.0464 0 114 80 120
Acetone 0.0515 0.0150 0.0464 0 111 80 120
Acrylonitrile 0.102 0.00300 0.0928 0 110 60 140
Benzene 0.0470 0.00100 0.0464 0 101 80 120
Bromobenzene 0.0470 0.00100 0.0464 0 101 80 120
Bromochloromethane 0.0481 0.00100 0.0464 0 104 80 120
Bromodichloromethane 0.0492 0.00100 0.0464 0 106 80 120
Bromoform 0.0498 0.00100 0.0464 0 107 80 120
Bromomethane 0.0461 0.00100 0.0464 0 99.4 80 120
Carbon disulfide 0.0495 0.0150 0.0464 0 107 80 120
Carbon tetrachloride 0.0483 0.00100 0.0464 0 104 80 120
Chlorobenzene 0.0471 0.00100 0.0464 0 102 80 120
Chloroethane 0.0482 0.00100 0.0464 0 104 80 120
Chloroform 0.0479 0.00100 0.0464 0 103 80 120
Chloromethane 0.0502 0.00100 0.0464 0 108 80 120
cis-1,2-Dichloroethene 0.0474 0.00100 0.0464 0 102 80 120
cis-1,3-Dichloropropene 0.0506 0.00100 0.0464 0 109 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110404A

Dibromochloromethane 0.0487 0.00100 0.0464 0 105 80 120
Dibromomethane 0.0467 0.00100 0.0464 0 101 80 120
Dichlorodifluoromethane 0.0510 0.00100 0.0464 0 110 80 120
Ethylbenzene 0.0482 0.00100 0.0464 0 104 80 120
Hexachlorobutadiene 0.0487 0.00300 0.0464 0 105 80 120
Iodomethane 0.0475 0.0150 0.0464 0 102 80 120
Isopropylbenzene 0.0462 0.00100 0.0464 0 99.6 80 120
m,p-Xylene 0.0973 0.00200 0.0928 0 105 80 120
Methyl tert-butyl ether 0.0451 0.00100 0.0464 0 97.1 80 120
Methylene chloride 0.0467 0.00250 0.0464 0 101 80 120
n-Butylbenzene 0.0459 0.00100 0.0464 0 99.0 80 120
n-Propylbenzene 0.0479 0.00100 0.0464 0 103 80 120
Naphthalene 0.0461 0.0150 0.0464 0 99.3 80 120
o-Xylene 0.0501 0.00100 0.0464 0 108 80 120
p-Isopropyltoluene 0.0505 0.00100 0.0464 0 109 80 120
sec-Butylbenzene 0.0496 0.00100 0.0464 0 107 80 120
Styrene 0.0499 0.00100 0.0464 0 107 80 120
tert-Butylbenzene 0.0500 0.00100 0.0464 0 108 80 120
Tetrachloroethene 0.0478 0.00200 0.0464 0 103 80 120
Toluene 0.0470 0.00200 0.0464 0 101 80 120
trans-1,2-Dichloroethene 0.0470 0.00100 0.0464 0 101 80 120
trans-1,3-Dichloropropene 0.0460 0.00100 0.0464 0 99.2 80 120
Trichloroethene 0.0462 0.00200 0.0464 0 99.7 80 120
Trichlorofluoromethane 0.0475 0.00100 0.0464 0 102 80 120
Vinyl chloride 0.0495 0.00100 0.0464 0 107 80 120
    Surr: 1,2-Dichloroethane-d4 204 200.0 102 70 120
    Surr: 4-Bromofluorobenzene 196 200.0 98.2 75 120
    Surr: Dibromofluoromethane 198 200.0 99.1 85 115
    Surr: Toluene-d8 198 200.0 99.2 85 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  IC2_110331A

Sample ID: LCS-45703 Batch ID: 45703 TestNo: E300 Units: mg/L
SampType: LCS Run ID: IC2_110331A Analysis Date: 03/31/11 10:51 AM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chloride 9.83 1.00 10.00 0 98.3 90 110
Sulfate 30.6 3.00 30.00 0 102 90 110

Sample ID: LCSD-45703 Batch ID: 45703 TestNo: E300 Units: mg/L
SampType: LCSD Run ID: IC2_110331A Analysis Date: 03/31/11 11:02 AM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chloride 9.76 1.00 10.00 0 97.6 90 110 0.713 20
Sulfate 30.6 3.00 30.00 0 102 90 110 0.056 20

Sample ID: MB-45703 Batch ID: 45703 TestNo: E300 Units: mg/L
SampType: MBLK Run ID: IC2_110331A Analysis Date: 03/31/11 11:13 AM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chloride <0.300 1.00
Sulfate <1.00 3.00

Sample ID: 1103255-01F DUP Batch ID: 45703 TestNo: E300 Units: mg/L
SampType: DUP Run ID: IC2_110331A Analysis Date: 03/31/11 02:54 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chloride 17.8 1.00 0 17.76 0.136 10
Sulfate 42.3 3.00 0 42.62 0.767 10

Sample ID: 1103255-01F MS Batch ID: 45703 TestNo: E300 Units: mg/L
SampType: MS Run ID: IC2_110331A Analysis Date: 03/31/11 03:05 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chloride 20.3 1.00 10.00 10.66 95.9 90 110
Sulfate 56.5 3.00 30.00 25.57 103 90 110

Sample ID: 1103255-01F MSD Batch ID: 45703 TestNo: E300 Units: mg/L
SampType: MSD Run ID: IC2_110331A Analysis Date: 03/31/11 03:16 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chloride 20.2 1.00 10.00 10.66 95.7 90 110 0.121 20
Sulfate 56.6 3.00 30.00 25.57 104 90 110 0.221 20

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  IC2_110331A

Sample ID: ICV-110331 Batch ID: R54219 TestNo: E300 Units: mg/L
SampType: ICV Run ID: IC2_110331A Analysis Date: 03/31/11 09:29 AM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chloride 25.1 1.00 25.00 0 100 90 110
Sulfate 78.4 3.00 75.00 0 104 90 110

Sample ID: CCV1-110331 Batch ID: R54219 TestNo: E300 Units: mg/L
SampType: CCV Run ID: IC2_110331A Analysis Date: 03/31/11 03:50 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chloride 10.0 1.00 10.00 0 100 90 110
Sulfate 31.0 3.00 30.00 0 103 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  TITRATOR_110331A

Sample ID: 1103223-10A DUP Batch ID: 45701 TestNo: M4500-H+ B Units: pH Units
SampType: DUP Run ID: TITRATOR_110331A Analysis Date: 03/31/11 10:02 AM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
pH 9.40 0 0 9.410 0.106 5

Sample ID: 1103255-01F DUP Batch ID: 45701 TestNo: M4500-H+ B Units: pH Units
SampType: DUP Run ID: TITRATOR_110331A Analysis Date: 03/31/11 12:59 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
pH 7.86 0 0 7.930 0.887 5

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  TITRATOR_110331A

Sample ID: ICV-110331 Batch ID: R54217 TestNo: M4500-H+ B Units: pH Units
SampType: ICV Run ID: TITRATOR_110331A Analysis Date: 03/31/11 10:00 AM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
pH 9.99 0 10.00 0 99.9 99 101

Sample ID: CCV2-110331 Batch ID: R54217 TestNo: M4500-H+ B Units: pH Units
SampType: CCV Run ID: TITRATOR_110331A Analysis Date: 03/31/11 01:02 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
pH 7.02 0 7.000 0 100 97.1 102.9

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  TITRATOR_110331B

Sample ID: LCS-45702 Batch ID: 45702 TestNo: M2320 B Units: mg/L
SampType: LCS Run ID: TITRATOR_110331B Analysis Date: 03/31/11 01:39 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Alkalinity, Total (As CaCO3) 53.0 20.0 50.00 0 106 74 129

Sample ID: MB-45702 Batch ID: 45702 TestNo: M2320 B Units: mg/L
SampType: MBLK Run ID: TITRATOR_110331B Analysis Date: 03/31/11 01:41 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Alkalinity, Bicarbonate (As CaCO3) <10.0 20.0
Alkalinity, Carbonate (As CaCO3) <10.0 20.0
Alkalinity, Hydroxide (As CaCO3) <10.0 20.0
Alkalinity, Total (As CaCO3) <10.0 20.0

Sample ID: 1103255-01F DUP Batch ID: 45702 TestNo: M2320 B Units: mg/L
SampType: DUP Run ID: TITRATOR_110331B Analysis Date: 03/31/11 01:49 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Alkalinity, Bicarbonate (As CaCO3) 114 20.0 0 114.9 1.23 20
Alkalinity, Carbonate (As CaCO3) <10.0 20.0 0 0 0 20
Alkalinity, Hydroxide (As CaCO3) <10.0 20.0 0 0 0 20
Alkalinity, Total (As CaCO3) 114 20.0 0 114.9 1.23 20

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  TITRATOR_110331B

Sample ID: ICV-110331 Batch ID: R54218 TestNo: M2320 B Units: mg/L
SampType: ICV Run ID: TITRATOR_110331B Analysis Date: 03/31/11 01:35 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Alkalinity, Bicarbonate (As CaCO3) 27.3 20.0 0
Alkalinity, Carbonate (As CaCO3) 73.3 20.0 0
Alkalinity, Hydroxide (As CaCO3) <10.0 20.0 0
Alkalinity, Total (As CaCO3) 101 20.0 100.0 0 101 98 102

Sample ID: CCV-110331 Batch ID: R54218 TestNo: M2320 B Units: mg/L
SampType: CCV Run ID: TITRATOR_110331B Analysis Date: 03/31/11 02:02 PM Prep Date: 03/31/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Alkalinity, Bicarbonate (As CaCO3) 30.5 20.0 0
Alkalinity, Carbonate (As CaCO3) 69.4 20.0 0
Alkalinity, Hydroxide (As CaCO3) <10.0 20.0 0
Alkalinity, Total (As CaCO3) 99.9 20.0 100.0 0 99.9 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  TOC_110404A

Sample ID: LCS-45751 Batch ID: 45751 TestNo: M5310C Units: mg/L
SampType: LCS Run ID: TOC_110404A Analysis Date: 04/04/11 04:01 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 9.65 1.00 10.00 0 96.5 80 120

Sample ID: MB-45751 Batch ID: 45751 TestNo: M5310C Units: mg/L
SampType: MBLK Run ID: TOC_110404A Analysis Date: 04/04/11 04:30 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon <0.300 1.00

Sample ID: 1104021-01C MS Batch ID: 45751 TestNo: M5310C Units: mg/L
SampType: MS Run ID: TOC_110404A Analysis Date: 04/04/11 06:32 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 10.3 1.00 10.00 0 103 80 120

Sample ID: 1104021-01C MSD Batch ID: 45751 TestNo: M5310C Units: mg/L
SampType: MSD Run ID: TOC_110404A Analysis Date: 04/04/11 06:51 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 10.1 1.00 10.00 0 101 80 120 1.74 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/12/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103255
MPL#3 Long-term GW Monitoring

ANALYTICAL QC SUMMARY REPORT
RunID:  TOC_110404A

Sample ID: ICV-110404 Batch ID: R54289 TestNo: M5310C Units: mg/L
SampType: ICV Run ID: TOC_110404A Analysis Date: 04/04/11 03:43 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 15.0 1.00 15.00 0 99.8 90 110

Sample ID: CCV-110404 Batch ID: R54289 TestNo: M5310C Units: mg/L
SampType: CCV Run ID: TOC_110404A Analysis Date: 04/04/11 07:27 PM Prep Date: 04/04/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 9.62 1.00 10.00 0 96.2 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: CETAC_HG_110406A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110406 ----- SW7470A R54314 1 04/06/11 12:16 PM

ICB-110406 ----- SW7470A R54314 1 04/06/11 12:18 PM

MB-45737 ----- SW7470A 45737 1 04/06/11 12:20 PM 04/04/11

MB-45738 ----- SW7470A 45738 1 04/06/11 12:22 PM 04/04/11

LCS-45737 ----- SW7470A 45737 1 04/06/11 12:24 PM 04/04/11

LCSD-45737 ----- SW7470A 45737 1 04/06/11 12:26 PM 04/04/11

LCS-45738 ----- SW7470A 45738 1 04/06/11 12:29 PM 04/04/11

LCSD-45738 ----- SW7470A 45738 1 04/06/11 12:31 PM 04/04/11

1104021-01D SD ----- SW7470A 45737 5 04/06/11 12:35 PM 04/04/11

1104021-01D PDS ----- SW7470A 45737 1 04/06/11 12:37 PM 04/04/11

1104021-01D MS ----- SW7470A 45737 1 04/06/11 12:39 PM 04/04/11

CCV1-110406 ----- SW7470A R54314 1 04/06/11 12:41 PM

CCB1-110406 ----- SW7470A R54314 1 04/06/11 12:43 PM

1104021-01D MSD ----- SW7470A 45737 1 04/06/11 12:45 PM 04/04/11

1103255-01D 0065-MW-012-0311 SW7470A 45737 1 04/06/11 12:47 PM 04/04/11

1103255-02D 0065-MW-112-0311 SW7470A 45737 1 04/06/11 12:49 PM 04/04/11

1103255-04D 0065-MW-010-0311 SW7470A 45737 1 04/06/11 12:51 PM 04/04/11

1104021-01E SD ----- SW7470A 45738 5 04/06/11 12:59 PM 04/04/11

1104021-01E PDS ----- SW7470A 45738 1 04/06/11 01:01 PM 04/04/11

1104021-01E MS ----- SW7470A 45738 1 04/06/11 01:03 PM 04/04/11

CCV2-110406 ----- SW7470A R54314 1 04/06/11 01:06 PM

CCB2-110406 ----- SW7470A R54314 1 04/06/11 01:08 PM

1104021-01E MSD ----- SW7470A 45738 1 04/06/11 01:10 PM 04/04/11

1103255-01E 0065-MW-012-0311 SW7470A 45738 1 04/06/11 01:12 PM 04/04/11

1103255-02E 0065-MW-112-0311 SW7470A 45738 1 04/06/11 01:14 PM 04/04/11

1103255-04E 0065-MW-010-0311 SW7470A 45738 1 04/06/11 01:16 PM 04/04/11

CCV3-110406 ----- SW7470A R54314 1 04/06/11 01:28 PM

CCB3-110406 ----- SW7470A R54314 1 04/06/11 01:30 PM
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: GC15_110404A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110404 ----- M8015D R54277 1 04/04/11 01:18 PM

1104021-01HMS ----- M8015D 45732 1 04/04/11 01:36 PM 04/04/11

1104021-01HMSD ----- M8015D 45732 1 04/04/11 01:45 PM 04/04/11

1104015-04DMS ----- M8015D 45732 1 04/04/11 01:54 PM 04/04/11

1104015-04DMSD ----- M8015D 45732 1 04/04/11 02:03 PM 04/04/11

MB-45732 ----- M8015D 45732 1 04/04/11 02:21 PM 04/04/11

1103255-01G 0065-MW-012-0311 M8015D 45732 1 04/04/11 02:30 PM 04/04/11

1103255-02G 0065-MW-112-0311 M8015D 45732 1 04/04/11 02:39 PM 04/04/11

1103255-04G 0065-MW-010-0311 M8015D 45732 1 04/04/11 02:48 PM 04/04/11

CCV1-110404 ----- M8015D R54277 1 04/04/11 03:06 PM

LCS-45732 ----- M8015D 45732 1 04/04/11 04:46 PM 04/04/11

CCV2-110404 ----- M8015D R54277 1 04/04/11 05:13 PM

Page 92 of 103



DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: GC4_110405A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110405 ----- M8015V R54315 1 04/05/11 11:27 AM

LCS-45762 ----- M8015V 45762 1 04/05/11 12:00 PM 04/05/11

MB-45762 ----- M8015V 45762 1 04/05/11 12:49 PM 04/05/11

1103255-01B 0065-MW-012-0311 M8015V 45762 1 04/05/11 01:16 PM 04/05/11

1103255-02B 0065-MW-112-0311 M8015V 45762 1 04/05/11 01:41 PM 04/05/11

1103255-04B 0065-MW-010-0311 M8015V 45762 1 04/05/11 02:06 PM 04/05/11

1104021-01BMS ----- M8015V 45762 1 04/05/11 03:48 PM 04/05/11

1104021-01BMSD ----- M8015V 45762 1 04/05/11 04:13 PM 04/05/11

CCV1-110405 ----- M8015V R54315 1 04/05/11 04:38 PM
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: GCMS4_110405A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110405 ----- SW8270C R54318 1 04/05/11 03:24 PM

LCS2-45760 ----- SW8270C 45760 1 04/05/11 03:48 PM 04/05/11

1104021-01GMS ----- SW8270C 45760 1 04/05/11 04:11 PM 04/05/11

1104021-01GMSD ----- SW8270C 45760 1 04/05/11 04:35 PM 04/05/11

MB-45760 ----- SW8270C 45760 1 04/05/11 05:22 PM 04/05/11

1103255-01H 0065-MW-012-0311 SW8270C 45760 1 04/05/11 05:45 PM 04/05/11

1103255-02H 0065-MW-112-0311 SW8270C 45760 1 04/05/11 06:09 PM 04/05/11

1103255-04H 0065-MW-010-0311 SW8270C 45760 1 04/05/11 06:33 PM 04/05/11
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: GCMS5_110404A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110404 ----- SW8260C R54259 1 04/04/11 09:19 AM

LCS-45723 ----- SW8260C 45723 1 04/04/11 09:44 AM 04/01/11

MB-45723 ----- SW8260C 45723 1 04/04/11 10:35 AM 04/04/11

1103202-02AMS ----- SW8260C 45723 1 04/04/11 01:03 PM 04/04/11

1103202-02AMSD ----- SW8260C 45723 1 04/04/11 01:27 PM 04/04/11

1103255-03A 0065-MW-TB-377-034 SW8260C 45723 1 04/04/11 04:32 PM 04/04/11

1103255-05A 0065-MW-TB-374-0311 SW8260C 45723 1 04/04/11 04:57 PM 04/04/11

1103255-01A 0065-MW-012-0311 SW8260C 45723 1 04/04/11 05:21 PM 04/04/11

1103255-02A 0065-MW-112-0311 SW8260C 45723 1 04/04/11 05:47 PM 04/04/11

1103255-04A 0065-MW-010-0311 SW8260C 45723 1 04/04/11 06:11 PM 04/04/11
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: GCMS9_110406A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
DFTPP-110406 ----- SW8270C R54324 1 04/06/11 10:28 AM

ICV-110406 ----- SW8270C R54324 1 04/06/11 12:02 PM

LCS1-45760 ----- SW8270C 45760 1 04/06/11 12:27 PM 04/05/11

1104021-01GMS ----- SW8270C 45760 1 04/06/11 12:51 PM 04/05/11

1104021-01GMSD ----- SW8270C 45760 1 04/06/11 01:14 PM 04/05/11

MB-45760 ----- SW8270C 45760 1 04/06/11 02:03 PM 04/05/11

1103255-01H 0065-MW-012-0311 SW8270C 45760 1 04/06/11 02:27 PM 04/05/11

1103255-02H 0065-MW-112-0311 SW8270C 45760 1 04/06/11 02:51 PM 04/05/11

1103255-04H 0065-MW-010-0311 SW8270C 45760 1 04/06/11 03:15 PM 04/05/11
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: IC2_110331A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110331 ----- E300 R54219 1 03/31/11 09:29 AM 03/31/11

LCS-45703 ----- E300 45703 1 03/31/11 10:51 AM 03/31/11

LCSD-45703 ----- E300 45703 1 03/31/11 11:02 AM 03/31/11

MB-45703 ----- E300 45703 1 03/31/11 11:13 AM 03/31/11

1103255-01F 0065-MW-012-0311 E300 45703 1 03/31/11 02:43 PM 03/31/11

1103255-01F DUP 0065-MW-012-0311PD9 E300 45703 1 03/31/11 02:54 PM 03/31/11

1103255-01F MS 0065-MW-012-0311MS E300 45703 1 03/31/11 03:05 PM 03/31/11

1103255-01F MSD 0065-MW-012-0311MSD E300 45703 1 03/31/11 03:16 PM 03/31/11

1103255-02F 0065-MW-112-0311 E300 45703 1 03/31/11 03:28 PM 03/31/11

1103255-04F 0065-MW-010-0311 E300 45703 1 03/31/11 03:39 PM 03/31/11

CCV1-110331 ----- E300 R54219 1 03/31/11 03:50 PM 03/31/11
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: ICP-MS2_110406C

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV1-110406 ----- SW6020 R54331 1 04/06/11 04:37 PM

ICB1-110406 ----- SW6020 R54331 1 04/06/11 04:51 PM

CCV3-110406 ----- SW6020 R54331 1 04/06/11 09:20 PM

CCB3-110406 ----- SW6020 R54331 1 04/06/11 09:55 PM

MB-45708 ----- SW6020 45708 1 04/06/11 10:01 PM 04/01/11

LCS-45708 ----- SW6020 45708 1 04/06/11 10:07 PM 04/01/11

LCSD-45708 ----- SW6020 45708 1 04/06/11 10:13 PM 04/01/11

1103253-02B SD ----- SW6020 45708 5 04/06/11 10:30 PM 04/01/11

1103253-02B PDS ----- SW6020 45708 1 04/06/11 10:59 PM 04/01/11

1103253-02B MS ----- SW6020 45708 1 04/06/11 11:05 PM 04/01/11

1103253-02B MSD ----- SW6020 45708 1 04/06/11 11:11 PM 04/01/11

CCV4-110406 ----- SW6020 R54331 1 04/06/11 11:22 PM

CCB4-110406 ----- SW6020 R54331 1 04/06/11 11:51 PM

1103255-01E 0065-MW-012-0311 SW6020 45708 1 04/07/11 12:37 AM 04/01/11

1103255-02E 0065-MW-112-0311 SW6020 45708 1 04/07/11 12:43 AM 04/01/11

1103255-04E 0065-MW-010-0311 SW6020 45708 1 04/07/11 12:49 AM 04/01/11

CCV5-110406 ----- SW6020 R54331 1 04/07/11 01:07 AM

CCB5-110406 ----- SW6020 R54331 1 04/07/11 01:59 AM
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: ICP-MS2_110407A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV1-110407 ----- SW6020 R54339 1 04/07/11 01:57 PM

ICB1-110407 ----- SW6020 R54339 1 04/07/11 02:25 PM

MB-45708 ----- SW6020 45708 1 04/07/11 02:31 PM 04/01/11

LCS-45708 ----- SW6020 45708 1 04/07/11 02:37 PM 04/01/11

LCSD-45708 ----- SW6020 45708 1 04/07/11 02:43 PM 04/01/11

1103253-02B SD ----- SW6020 45708 500 04/07/11 03:01 PM 04/01/11

1103255-01E 0065-MW-012-0311 SW6020 45708 1 04/07/11 03:07 PM 04/01/11

1103255-02E 0065-MW-112-0311 SW6020 45708 1 04/07/11 03:13 PM 04/01/11

1103255-04E 0065-MW-010-0311 SW6020 45708 1 04/07/11 03:19 PM 04/01/11

1103253-02B PDS ----- SW6020 45708 100 04/07/11 03:31 PM 04/01/11

1103253-02B MS ----- SW6020 45708 100 04/07/11 03:37 PM 04/01/11

1103253-02B MSD ----- SW6020 45708 100 04/07/11 03:42 PM 04/01/11

CCV1-110407 ----- SW6020 R54339 1 04/07/11 03:48 PM

CCB1-110407 ----- SW6020 R54339 1 04/07/11 04:00 PM

CCV5-110407 ----- SW6020 R54339 1 04/07/11 10:37 PM

CCB5-110407 ----- SW6020 R54339 1 04/07/11 11:12 PM

MB-45755 ----- SW6020 45755 1 04/07/11 11:18 PM 04/05/11

LCS-45755 ----- SW6020 45755 1 04/07/11 11:24 PM 04/05/11

LCSD-45755 ----- SW6020 45755 1 04/07/11 11:30 PM 04/05/11

1104021-01D SD ----- SW6020 45755 5 04/07/11 11:48 PM 04/05/11

1103255-01D 0065-MW-012-0311 SW6020 45755 1 04/07/11 11:54 PM 04/05/11

1103255-02D 0065-MW-112-0311 SW6020 45755 1 04/08/11 12:00 AM 04/05/11

1103255-04D 0065-MW-010-0311 SW6020 45755 1 04/08/11 12:06 AM 04/05/11

1104021-01D PDS ----- SW6020 45755 1 04/08/11 12:23 AM 04/05/11

1104021-01D MS ----- SW6020 45755 1 04/08/11 12:29 AM 04/05/11

1104021-01D MSD ----- SW6020 45755 1 04/08/11 12:35 AM 04/05/11

CCV6-110407 ----- SW6020 R54339 1 04/08/11 12:41 AM

CCB6-110407 ----- SW6020 R54339 1 04/08/11 01:16 AM
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: ICP-MS2_110408A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV1-110408 ----- SW6020 R54357 1 04/08/11 01:17 PM

ICB1-110408 ----- SW6020 R54357 1 04/08/11 01:38 PM

1104021-01D SD ----- SW6020 45755 25 04/08/11 01:55 PM 04/05/11

1103255-01D 0065-MW-012-0311 SW6020 45755 5 04/08/11 02:01 PM 04/05/11

1103255-02D 0065-MW-112-0311 SW6020 45755 5 04/08/11 02:07 PM 04/05/11

1103255-04D 0065-MW-010-0311 SW6020 45755 5 04/08/11 02:13 PM 04/05/11

1103255-01E 0065-MW-012-0311 SW6020 45708 5 04/08/11 02:25 PM 04/01/11

1103255-02E 0065-MW-112-0311 SW6020 45708 5 04/08/11 02:31 PM 04/01/11

1103255-04E 0065-MW-010-0311 SW6020 45708 5 04/08/11 02:37 PM 04/01/11

1104021-01D PDS ----- SW6020 45755 5 04/08/11 02:43 PM 04/05/11

CCV1-110408 ----- SW6020 R54357 1 04/08/11 02:49 PM

CCB1-110408 ----- SW6020 R54357 1 04/08/11 03:07 PM

1103255-02D 0065-MW-112-0311 SW6020 45755 1 04/08/11 03:48 PM 04/05/11

1103255-04D 0065-MW-010-0311 SW6020 45755 1 04/08/11 03:54 PM 04/05/11

CCV2-110408 ----- SW6020 R54357 1 04/08/11 04:26 PM

CCB2-110408 ----- SW6020 R54357 1 04/08/11 04:51 PM
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: TITRATOR_110331A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV2-110331 ----- M4500-H+ B R54217 1 03/31/11 09:58 AM 03/31/11

ICV1-110331 ----- M4500-H+ B R54217 1 03/31/11 09:59 AM 03/31/11

ICV-110331 ----- M4500-H+ B R54217 1 03/31/11 10:00 AM 03/31/11

1103223-10A DUP ----- M4500-H+ B 45701 1 03/31/11 10:02 AM 03/31/11

1103255-01F 0065-MW-012-0311 M4500-H+ B 45701 1 03/31/11 12:58 PM 03/31/11

1103255-01F DUP 0065-MW-012-0311PD9 M4500-H+ B 45701 1 03/31/11 12:59 PM 03/31/11

1103255-02F 0065-MW-112-0311 M4500-H+ B 45701 1 03/31/11 01:00 PM 03/31/11

1103255-04F 0065-MW-010-0311 M4500-H+ B 45701 1 03/31/11 01:01 PM 03/31/11

CCV2-110331 ----- M4500-H+ B R54217 1 03/31/11 01:02 PM 03/31/11
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: TITRATOR_110331B

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110331 ----- M2320 B R54218 1 03/31/11 01:35 PM 03/31/11

LCS-45702 ----- M2320 B 45702 1 03/31/11 01:39 PM 03/31/11

MB-45702 ----- M2320 B 45702 1 03/31/11 01:41 PM 03/31/11

1103255-01F 0065-MW-012-0311 M2320 B 45702 1 03/31/11 01:45 PM 03/31/11

1103255-01F DUP 0065-MW-012-0311PD9 M2320 B 45702 1 03/31/11 01:49 PM 03/31/11

1103255-02F 0065-MW-112-0311 M2320 B 45702 1 03/31/11 01:52 PM 03/31/11

1103255-04F 0065-MW-010-0311 M2320 B 45702 1 03/31/11 01:56 PM 03/31/11

CCV-110331 ----- M2320 B R54218 1 03/31/11 02:02 PM 03/31/11
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DHL Analytical Date: 04/12/11

Lab Order: 1103255
Client: Zia Engineering & Environmental
Project: MPL#3 Long-term GW Monitoring

Sequence Report
Run ID: TOC_110404A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110404 ----- M5310C R54289 1 04/04/11 03:43 PM 04/04/11

LCS-45751 ----- M5310C 45751 1 04/04/11 04:01 PM 04/04/11

MB-45751 ----- M5310C 45751 1 04/04/11 04:30 PM 04/04/11

1103255-01C 0065-MW-012-0311 M5310C 45751 1 04/04/11 04:48 PM 04/04/11

1103255-02C 0065-MW-112-0311 M5310C 45751 1 04/04/11 05:05 PM 04/04/11

1103255-04C 0065-MW-010-0311 M5310C 45751 1 04/04/11 05:22 PM 04/04/11

1104021-01C MS ----- M5310C 45751 1 04/04/11 06:32 PM 04/04/11

1104021-01C MSD ----- M5310C 45751 1 04/04/11 06:51 PM 04/04/11

CCV-110404 ----- M5310C R54289 1 04/04/11 07:27 PM 04/04/11
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