
April 04, 2011

Brad Davis
Zia Engineering & Environmental
755 S Telshor Blvd Ste F-201
Las Cruces, NM 88011
  
TEL: (575) 678-3397
FAX: (575) 532-1587
  
RE: HELSTF Chromate Spill Groundwater  
 
Dear Brad Davis:

Order No: 1103173

DHL Analytical received 5 sample(s) on 3/23/2011 for the analyses presented in the following report.

There were no problems with the analyses and all data met requirements of DoD QSM Ver 4.1 and
NELAC except where noted in the Case Narrative.  All non-NELAC methods will be identified
accordingly in the case narrative and all estimated uncertainties of test results are within method or EPA
specifications.

If you have any questions regarding these tests results, please feel free to call.  This report shall not be
reproduced except in full without the written approval of DHL Analytical, Inc.  Thank you for using DHL
Analytical.

Sincerely,

John DuPont
General Manager

This report was performed under the accreditation of the State of Texas & DoD Laboratory Certification
Number: T104704211-11-5 & DoD ELAP #ADE-1416 v2

2300 Double Creek Dr. • Round Rock, TX 78664 • Phone: (512) 388-8222 • Fax: (512) 388-8229
 http://www.dhlanalytical.com
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DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater
Lab Order: 1103173

Work Order Sample Summary

Lab Smp ID Client Sample ID Tag Number Date Collected Date Recv'd

1103173-01 HLSF-0143-HMW-043-0311 03/22/11 11:41 AM 03/23/11
1103173-02 HLSF-0143-HMW-011-0311 03/22/11 10:35 AM 03/23/11
1103173-03 HLSF-0143-TB-361-0311 03/22/11 10:35 AM 03/23/11
1103173-04 HLSF-0143-HMW-038-0311 03/22/11 12:48 PM 03/23/11
1103173-05 HLSF-0143-HMW-138-0311 03/22/11 12:48 PM 03/23/11
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DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater
Lab Order: 1103173

PREP DATES REPORT

Sample ID Client Sample ID Collection Date Matrix Test Number Test Name Prep Date Batch ID

1103173-01A HLSF-0143-HMW-043-0311 03/22/11 11:41 AM Aqueous SW5030C Purge and Trap Water GC/MS 03/23/11 09:04 AM 45555

1103173-01B HLSF-0143-HMW-043-0311 03/22/11 11:41 AM Aqueous M5310C TOC prep Aqueous 03/25/11 08:41 AM 45596

1103173-01C HLSF-0143-HMW-043-0311 03/22/11 11:41 AM Aqueous SW3005A Aq Prep Metals : ICP-MS 03/24/11 08:56 AM 45576

1103173-01D HLSF-0143-HMW-043-0311 03/22/11 11:41 AM Aqueous SW7196A Hexachrom Prep Water 03/23/11 09:50 AM 45557

HLSF-0143-HMW-043-0311 03/22/11 11:41 AM Aqueous M4500-H+ B pH Preparation 03/23/11 10:00 AM 45566

1103173-01E HLSF-0143-HMW-043-0311 03/22/11 11:41 AM Aqueous SW3510C Aq Prep Sep Funnel: DRO 03/24/11 08:08 AM 45571

1103173-02A HLSF-0143-HMW-011-0311 03/22/11 10:35 AM Aqueous SW5030C Purge and Trap Water GC/MS 03/23/11 09:04 AM 45555

1103173-02B HLSF-0143-HMW-011-0311 03/22/11 10:35 AM Aqueous M5310C TOC prep Aqueous 03/25/11 08:41 AM 45596

1103173-02C HLSF-0143-HMW-011-0311 03/22/11 10:35 AM Aqueous SW3005A Aq Prep Metals : ICP-MS 03/24/11 08:56 AM 45576

1103173-02D HLSF-0143-HMW-011-0311 03/22/11 10:35 AM Aqueous SW7196A Hexachrom Prep Water 03/23/11 09:50 AM 45557

HLSF-0143-HMW-011-0311 03/22/11 10:35 AM Aqueous M4500-H+ B pH Preparation 03/23/11 10:00 AM 45566

1103173-02E HLSF-0143-HMW-011-0311 03/22/11 10:35 AM Aqueous SW3510C Aq Prep Sep Funnel: DRO 03/24/11 08:08 AM 45571

1103173-03A HLSF-0143-TB-361-0311 03/22/11 10:35 AM Trip Blank SW5030C Purge and Trap Water GC/MS 03/23/11 09:04 AM 45555

1103173-04A HLSF-0143-HMW-038-0311 03/22/11 12:48 PM Aqueous SW5030C Purge and Trap Water GC/MS 03/23/11 09:04 AM 45555

1103173-04B HLSF-0143-HMW-038-0311 03/22/11 12:48 PM Aqueous M5310C TOC prep Aqueous 03/25/11 08:41 AM 45596

1103173-04C HLSF-0143-HMW-038-0311 03/22/11 12:48 PM Aqueous SW3005A Aq Prep Metals : ICP-MS 03/24/11 08:56 AM 45576

1103173-04D HLSF-0143-HMW-038-0311 03/22/11 12:48 PM Aqueous SW7196A Hexachrom Prep Water 03/23/11 09:50 AM 45557

HLSF-0143-HMW-038-0311 03/22/11 12:48 PM Aqueous M4500-H+ B pH Preparation 03/23/11 10:00 AM 45566

1103173-04E HLSF-0143-HMW-038-0311 03/22/11 12:48 PM Aqueous SW3510C Aq Prep Sep Funnel: DRO 03/24/11 08:08 AM 45571

1103173-05A HLSF-0143-HMW-138-0311 03/22/11 12:48 PM Aqueous SW5030C Purge and Trap Water GC/MS 03/23/11 09:04 AM 45555

1103173-05B HLSF-0143-HMW-138-0311 03/22/11 12:48 PM Aqueous M5310C TOC prep Aqueous 03/25/11 08:41 AM 45596

1103173-05C HLSF-0143-HMW-138-0311 03/22/11 12:48 PM Aqueous SW3005A Aq Prep Metals : ICP-MS 03/24/11 08:56 AM 45576

1103173-05D HLSF-0143-HMW-138-0311 03/22/11 12:48 PM Aqueous SW7196A Hexachrom Prep Water 03/23/11 09:50 AM 45557

HLSF-0143-HMW-138-0311 03/22/11 12:48 PM Aqueous M4500-H+ B pH Preparation 03/23/11 10:00 AM 45566

1103173-05E HLSF-0143-HMW-138-0311 03/22/11 12:48 PM Aqueous SW3510C Aq Prep Sep Funnel: DRO 03/24/11 08:08 AM 45571
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DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater
Lab Order: 1103173

ANALYTICAL DATES REPORT

Sample ID Client Sample ID Matrix Test Number Test Name Batch ID Dilution Analysis Date Run ID

1103173-01A HLSF-0143-HMW-043-0311Aqueous SW8260C 8260 Water Volatiles by GC/MS 45555 1 03/23/11 04:51 PM GCMS5_110323A

1103173-01B HLSF-0143-HMW-043-0311Aqueous M5310C Total Organic Carbon 45596 1 03/25/11 02:13 PM TOC_110325A

1103173-01C HLSF-0143-HMW-043-0311Aqueous SW6020 Trace Metals: ICP-MS - Water 45576 1 03/30/11 12:22 PM ICP-MS3_110330A

1103173-01D HLSF-0143-HMW-043-0311Aqueous M3500-Cr D Hexavalent Chromium-Water 45557 1 03/23/11 10:32 AM UV/VIS_2_110323B

HLSF-0143-HMW-043-0311Aqueous M4500-H+ B pH 45566 1 03/23/11 10:35 AM TITRATOR_110323A

1103173-01E HLSF-0143-HMW-043-0311Aqueous M8015D TPH Extractable by GC - Water 45571 1 03/24/11 11:07 AM GC15_110324B

1103173-02A HLSF-0143-HMW-011-0311Aqueous SW8260C 8260 Water Volatiles by GC/MS 45555 1 03/23/11 05:18 PM GCMS5_110323A

1103173-02B HLSF-0143-HMW-011-0311Aqueous M5310C Total Organic Carbon 45596 1 03/25/11 11:35 AM TOC_110325A

1103173-02C HLSF-0143-HMW-011-0311Aqueous SW6020 Trace Metals: ICP-MS - Water 45576 10 03/30/11 01:44 PM ICP-MS3_110330A

1103173-02D HLSF-0143-HMW-011-0311Aqueous M3500-Cr D Hexavalent Chromium-Water 45557 1 03/23/11 10:32 AM UV/VIS_2_110323B

HLSF-0143-HMW-011-0311Aqueous M4500-H+ B pH 45566 1 03/23/11 10:37 AM TITRATOR_110323A

1103173-02E HLSF-0143-HMW-011-0311Aqueous M8015D TPH Extractable by GC - Water 45571 1 03/24/11 11:16 AM GC15_110324B

1103173-03A HLSF-0143-TB-361-0311 Trip Blank SW8260C 8260 Water Volatiles by GC/MS 45555 1 03/23/11 05:43 PM GCMS5_110323A

1103173-04A HLSF-0143-HMW-038-0311Aqueous SW8260C 8260 Water Volatiles by GC/MS 45555 1 03/23/11 06:07 PM GCMS5_110323A

1103173-04B HLSF-0143-HMW-038-0311Aqueous M5310C Total Organic Carbon 45596 1 03/25/11 11:55 AM TOC_110325A

1103173-04C HLSF-0143-HMW-038-0311Aqueous SW6020 Trace Metals: ICP-MS - Water 45576 10 03/30/11 01:50 PM ICP-MS3_110330A

1103173-04D HLSF-0143-HMW-038-0311Aqueous M3500-Cr D Hexavalent Chromium-Water 45557 1 03/23/11 10:32 AM UV/VIS_2_110323B

HLSF-0143-HMW-038-0311Aqueous M4500-H+ B pH 45566 1 03/23/11 10:38 AM TITRATOR_110323A

1103173-04E HLSF-0143-HMW-038-0311Aqueous M8015D TPH Extractable by GC - Water 45571 1 03/24/11 11:25 AM GC15_110324B

1103173-05A HLSF-0143-HMW-138-0311Aqueous SW8260C 8260 Water Volatiles by GC/MS 45555 1 03/23/11 06:31 PM GCMS5_110323A

1103173-05B HLSF-0143-HMW-138-0311Aqueous M5310C Total Organic Carbon 45596 1 03/25/11 12:14 PM TOC_110325A

1103173-05C HLSF-0143-HMW-138-0311Aqueous SW6020 Trace Metals: ICP-MS - Water 45576 10 03/30/11 01:55 PM ICP-MS3_110330A

1103173-05D HLSF-0143-HMW-138-0311Aqueous M3500-Cr D Hexavalent Chromium-Water 45557 1 03/23/11 10:32 AM UV/VIS_2_110323B

HLSF-0143-HMW-138-0311Aqueous M4500-H+ B pH 45566 1 03/23/11 10:39 AM TITRATOR_110323A

1103173-05E HLSF-0143-HMW-138-0311Aqueous M8015D TPH Extractable by GC - Water 45571 1 03/24/11 11:34 AM GC15_110324B
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DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-HMW-043-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-01
Project No: Collection Date: 03/22/11 11:41 AM
Lab Order: 1103173 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

TPH Extractable by GC - Water M8015D  Analyst: DO
TPH-DRO C10-C28 <0.0500 0.0500 0.100 mg/L 1 03/24/11 11:07 AM
    Surr: Isopropylbenzene 69.7 0 47 - 142 %REC 1 03/24/11 11:07 AM
    Surr: Octacosane 120 0 51 - 124 %REC 1 03/24/11 11:07 AM

Trace Metals: ICP-MS - Water SW6020  Analyst: AJR
Chromium 0.00378 0.00200 0.00600 J mg/L 1 03/30/11 12:22 PM

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 04:51 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 04:51 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 04:51 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 03/23/11 04:51 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 04:51 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 03/23/11 04:51 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 04:51 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 03/23/11 04:51 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 04:51 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 04:51 PM
Acetone 0.00859 0.00500 0.0150 J mg/L 1 03/23/11 04:51 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 03/23/11 04:51 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 03/23/11 04:51 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 14 of 51



DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-HMW-043-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-01
Project No: Collection Date: 03/22/11 11:41 AM
Lab Order: 1103173 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 03/23/11 04:51 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 03/23/11 04:51 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 04:51 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 03/23/11 04:51 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 03/23/11 04:51 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 04:51 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 04:51 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 04:51 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Trichloroethene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 04:51 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 04:51 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 03/23/11 04:51 PM
    Surr: 1,2-Dichloroethane-d4 101 0 70 - 120 %REC 1 03/23/11 04:51 PM
    Surr: 4-Bromofluorobenzene 103 0 75 - 120 %REC 1 03/23/11 04:51 PM
    Surr: Dibromofluoromethane 102 0 85 - 115 %REC 1 03/23/11 04:51 PM
    Surr: Toluene-d8 97.4 0 85 - 120 %REC 1 03/23/11 04:51 PM

Hexavalent Chromium-Water M3500-Cr D  Analyst: LM
Hexavalent Chromium <0.00800 0.00800 0.0100 mg/L 1 03/23/11 10:32 AM

pH M4500-H+ B  Analyst: JBC
pH 7.48 0 0 pH Units 1 03/23/11 10:35 AM

Total Organic Carbon M5310C  Analyst: TGK
Total Organic Carbon 1.79 0.300 1.00 mg/L 1 03/25/11 02:13 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 15 of 51



DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-HMW-011-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-02
Project No: Collection Date: 03/22/11 10:35 AM
Lab Order: 1103173 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

TPH Extractable by GC - Water M8015D  Analyst: DO
TPH-DRO C10-C28 <0.0500 0.0500 0.100 mg/L 1 03/24/11 11:16 AM
    Surr: Isopropylbenzene 67.7 0 47 - 142 %REC 1 03/24/11 11:16 AM
    Surr: Octacosane 118 0 51 - 124 %REC 1 03/24/11 11:16 AM

Trace Metals: ICP-MS - Water SW6020  Analyst: AJR
Chromium 0.0818 0.0200 0.0600 mg/L 10 03/30/11 01:44 PM

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 05:18 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 05:18 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 05:18 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 03/23/11 05:18 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 05:18 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 03/23/11 05:18 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:18 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:18 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:18 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:18 PM
Acetone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:18 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 03/23/11 05:18 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:18 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 16 of 51



DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-HMW-011-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-02
Project No: Collection Date: 03/22/11 10:35 AM
Lab Order: 1103173 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 03/23/11 05:18 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:18 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 05:18 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 03/23/11 05:18 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:18 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:18 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 05:18 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 05:18 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Trichloroethene 0.0171 0.000600 0.00200 mg/L 1 03/23/11 05:18 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:18 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 03/23/11 05:18 PM
    Surr: 1,2-Dichloroethane-d4 102 0 70 - 120 %REC 1 03/23/11 05:18 PM
    Surr: 4-Bromofluorobenzene 101 0 75 - 120 %REC 1 03/23/11 05:18 PM
    Surr: Dibromofluoromethane 103 0 85 - 115 %REC 1 03/23/11 05:18 PM
    Surr: Toluene-d8 97.9 0 85 - 120 %REC 1 03/23/11 05:18 PM

Hexavalent Chromium-Water M3500-Cr D  Analyst: LM
Hexavalent Chromium 0.0866 0.00800 0.0100 mg/L 1 03/23/11 10:32 AM

pH M4500-H+ B  Analyst: JBC
pH 7.55 0 0 pH Units 1 03/23/11 10:37 AM

Total Organic Carbon M5310C  Analyst: TGK
Total Organic Carbon 2.42 0.300 1.00 mg/L 1 03/25/11 11:35 AM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 17 of 51



DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-TB-361-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-03
Project No: Collection Date: 03/22/11 10:35 AM
Lab Order: 1103173 Matrix: Trip Blank

Analyses Result MDL RL Qual Units DF Date Analyzed

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 05:43 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 05:43 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 05:43 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 03/23/11 05:43 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 05:43 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 03/23/11 05:43 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:43 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:43 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:43 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:43 PM
Acetone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:43 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 03/23/11 05:43 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:43 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 18 of 51



DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-TB-361-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-03
Project No: Collection Date: 03/22/11 10:35 AM
Lab Order: 1103173 Matrix: Trip Blank

Analyses Result MDL RL Qual Units DF Date Analyzed

Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 03/23/11 05:43 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:43 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 05:43 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 03/23/11 05:43 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 03/23/11 05:43 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 05:43 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 05:43 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 05:43 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Trichloroethene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 05:43 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 05:43 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 03/23/11 05:43 PM
    Surr: 1,2-Dichloroethane-d4 101 0 70 - 120 %REC 1 03/23/11 05:43 PM
    Surr: 4-Bromofluorobenzene 103 0 75 - 120 %REC 1 03/23/11 05:43 PM
    Surr: Dibromofluoromethane 103 0 85 - 115 %REC 1 03/23/11 05:43 PM
    Surr: Toluene-d8 98.1 0 85 - 120 %REC 1 03/23/11 05:43 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 19 of 51



DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-HMW-038-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-04
Project No: Collection Date: 03/22/11 12:48 PM
Lab Order: 1103173 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

TPH Extractable by GC - Water M8015D  Analyst: DO
TPH-DRO C10-C28 <0.0500 0.0500 0.100 mg/L 1 03/24/11 11:25 AM
    Surr: Isopropylbenzene 63.8 0 47 - 142 %REC 1 03/24/11 11:25 AM
    Surr: Octacosane 115 0 51 - 124 %REC 1 03/24/11 11:25 AM

Trace Metals: ICP-MS - Water SW6020  Analyst: AJR
Chromium 0.0533 0.0200 0.0600 J mg/L 10 03/30/11 01:50 PM

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 06:07 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 06:07 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 06:07 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 03/23/11 06:07 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 06:07 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 03/23/11 06:07 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:07 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:07 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:07 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:07 PM
Acetone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:07 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 03/23/11 06:07 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:07 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 20 of 51



DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-HMW-038-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-04
Project No: Collection Date: 03/22/11 12:48 PM
Lab Order: 1103173 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 03/23/11 06:07 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:07 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 06:07 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 03/23/11 06:07 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:07 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:07 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 06:07 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 06:07 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Trichloroethene 0.00977 0.000600 0.00200 mg/L 1 03/23/11 06:07 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:07 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 03/23/11 06:07 PM
    Surr: 1,2-Dichloroethane-d4 100 0 70 - 120 %REC 1 03/23/11 06:07 PM
    Surr: 4-Bromofluorobenzene 102 0 75 - 120 %REC 1 03/23/11 06:07 PM
    Surr: Dibromofluoromethane 100 0 85 - 115 %REC 1 03/23/11 06:07 PM
    Surr: Toluene-d8 96.9 0 85 - 120 %REC 1 03/23/11 06:07 PM

Hexavalent Chromium-Water M3500-Cr D  Analyst: LM
Hexavalent Chromium 0.0518 0.00800 0.0100 mg/L 1 03/23/11 10:32 AM

pH M4500-H+ B  Analyst: JBC
pH 7.54 0 0 pH Units 1 03/23/11 10:38 AM

Total Organic Carbon M5310C  Analyst: TGK
Total Organic Carbon 2.31 0.300 1.00 mg/L 1 03/25/11 11:55 AM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 21 of 51



DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-HMW-138-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-05
Project No: Collection Date: 03/22/11 12:48 PM
Lab Order: 1103173 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

TPH Extractable by GC - Water M8015D  Analyst: DO
TPH-DRO C10-C28 <0.0500 0.0500 0.100 mg/L 1 03/24/11 11:34 AM
    Surr: Isopropylbenzene 71.3 0 47 - 142 %REC 1 03/24/11 11:34 AM
    Surr: Octacosane 119 0 51 - 124 %REC 1 03/24/11 11:34 AM

Trace Metals: ICP-MS - Water SW6020  Analyst: AJR
Chromium 0.0524 0.0200 0.0600 J mg/L 10 03/30/11 01:55 PM

8260 Water Volatiles by GC/MS SW8260C  Analyst: KL
1,1,1,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,1,1-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,1,2,2-Tetrachloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,1,2-Trichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,1-Dichloroethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,1-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,1-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,2,3-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 06:31 PM
1,2,3-Trichloropropane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
1,2,4-Trichlorobenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 06:31 PM
1,2,4-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 06:31 PM
1,2-Dibromo-3-chloropropane <0.00300 0.00300 0.0100 mg/L 1 03/23/11 06:31 PM
1,2-Dibromoethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,2-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
1,2-Dichloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
1,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,3,5-Trimethylbenzene <0.00150 0.00150 0.00500 mg/L 1 03/23/11 06:31 PM
1,3-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
1,3-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
1,4-Dichloro-2-butene <0.00200 0.00200 0.00200 mg/L 1 03/23/11 06:31 PM
1,4-Dichlorobenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
2,2-Dichloropropane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
2-Butanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:31 PM
2-Chloroethylvinylether <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:31 PM
2-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
2-Hexanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:31 PM
4-Chlorotoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
4-Methyl-2-pentanone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:31 PM
Acetone <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:31 PM
Acrylonitrile <0.00100 0.00100 0.00300 mg/L 1 03/23/11 06:31 PM
Benzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Bromobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Bromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Bromodichloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Bromoform <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Bromomethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
Carbon disulfide <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:31 PM
Carbon tetrachloride <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 22 of 51



DHL Analytical Date: 04/04/11

CLIENT: Zia Engineering & Environmental Client Sample ID: HLSF-0143-HMW-138-0311
Project: HELSTF Chromate Spill Groundwater Lab ID: 1103173-05
Project No: Collection Date: 03/22/11 12:48 PM
Lab Order: 1103173 Matrix: Aqueous

Analyses Result MDL RL Qual Units DF Date Analyzed

Chlorobenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Chloroethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
Chloroform <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
Chloromethane <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
cis-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
cis-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Dibromochloromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Dibromomethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Dichlorodifluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Ethylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
Hexachlorobutadiene <0.00100 0.00100 0.00300 mg/L 1 03/23/11 06:31 PM
Iodomethane <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:31 PM
Isopropylbenzene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
m,p-Xylene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 06:31 PM
Methyl tert-butyl ether <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
Methylene chloride <0.00250 0.00250 0.00250 mg/L 1 03/23/11 06:31 PM
n-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
n-Propylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
Naphthalene <0.00500 0.00500 0.0150 mg/L 1 03/23/11 06:31 PM
o-Xylene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
p-Isopropyltoluene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
sec-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
Styrene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
tert-Butylbenzene <0.000300 0.000300 0.00100 mg/L 1 03/23/11 06:31 PM
Tetrachloroethene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 06:31 PM
Toluene <0.000600 0.000600 0.00200 mg/L 1 03/23/11 06:31 PM
trans-1,2-Dichloroethene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
trans-1,3-Dichloropropene <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Trichloroethene 0.00988 0.000600 0.00200 mg/L 1 03/23/11 06:31 PM
Trichlorofluoromethane <0.000200 0.000200 0.00100 mg/L 1 03/23/11 06:31 PM
Vinyl chloride <0.000100 0.000100 0.00100 mg/L 1 03/23/11 06:31 PM
    Surr: 1,2-Dichloroethane-d4 101 0 70 - 120 %REC 1 03/23/11 06:31 PM
    Surr: 4-Bromofluorobenzene 102 0 75 - 120 %REC 1 03/23/11 06:31 PM
    Surr: Dibromofluoromethane 101 0 85 - 115 %REC 1 03/23/11 06:31 PM
    Surr: Toluene-d8 97.9 0 85 - 120 %REC 1 03/23/11 06:31 PM

Hexavalent Chromium-Water M3500-Cr D  Analyst: LM
Hexavalent Chromium 0.0519 0.00800 0.0100 mg/L 1 03/23/11 10:32 AM

pH M4500-H+ B  Analyst: JBC
pH 7.56 0 0 pH Units 1 03/23/11 10:39 AM

Total Organic Carbon M5310C  Analyst: TGK
Total Organic Carbon 2.37 0.300 1.00 mg/L 1 03/25/11 12:14 PM

Qualifiers: * Value exceeds TCLP Maximum Concentration Level
B Analyte detected in the associated Method Blank
C Sample Result or QC discussed in the Case Narrative
DF Dilution Factor
E TPH pattern not Gas or Diesel Range Pattern

J Analyte detected between MDL and RL
MDL Method Detection Limit
N Parameter not NELAC certified
ND Not Detected at the Method Detection Limit
RL Reporting Limit
S Spike Recovery outside control limits Page 23 of 51



DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GC15_110324B

Sample ID: LCS-45571 Batch ID: 45571 TestNo: M8015D Units: mg/L
SampType: LCS Run ID: GC15_110324B Analysis Date: 03/24/11 10:31 AM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 1.06 0.100 1.250 0 84.5 50 114
    Surr: Isopropylbenzene 0.0933 0.1500 62.2 47 142
    Surr: Octacosane 0.179 0.1500 119 51 124

Sample ID: LCSD-45571 Batch ID: 45571 TestNo: M8015D Units: mg/L
SampType: LCSD Run ID: GC15_110324B Analysis Date: 03/24/11 10:40 AM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 1.08 0.100 1.250 0 86.5 50 114 2.35 30
    Surr: Isopropylbenzene 0.0916 0.1500 61.0 47 142 0 0
    Surr: Octacosane 0.180 0.1500 120 51 124 0 0

Sample ID: MB-45571 Batch ID: 45571 TestNo: M8015D Units: mg/L
SampType: MBLK Run ID: GC15_110324B Analysis Date: 03/24/11 10:58 AM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 <0.0500 0.100
    Surr: Isopropylbenzene 0.0798 0.1500 53.2 47 142
    Surr: Octacosane 0.163 0.1500 109 51 124

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GC15_110324B

Sample ID: ICV-110324 Batch ID: R54162 TestNo: M8015D Units: mg/L
SampType: ICV Run ID: GC15_110324B Analysis Date: 03/24/11 08:19 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 525 0.100 500.0 0 105 80 120
    Surr: Isopropylbenzene 24.5 25.00 98.1 80 120
    Surr: Octacosane 28.5 25.00 114 80 120

Sample ID: CCV2-110324 Batch ID: R54162 TestNo: M8015D Units: mg/L
SampType: CCV Run ID: GC15_110324B Analysis Date: 03/24/11 11:52 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
TPH-DRO C10-C28 267 0.100 250.0 0 107 80 120
    Surr: Isopropylbenzene 12.5 12.50 100 80 120
    Surr: Octacosane 14.9 12.50 120 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110329B

Sample ID: MB-45576 Batch ID: 45576 TestNo: SW6020 Units: mg/L
SampType: MBLK Run ID: ICP-MS2_110329B Analysis Date: 03/29/11 02:23 PM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium <0.00200 0.00600

Sample ID: LCS-45576 Batch ID: 45576 TestNo: SW6020 Units: mg/L
SampType: LCS Run ID: ICP-MS2_110329B Analysis Date: 03/29/11 02:29 PM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.206 0.00600 0.200 0 103 80 120

Sample ID: LCSD-45576 Batch ID: 45576 TestNo: SW6020 Units: mg/L
SampType: LCSD Run ID: ICP-MS2_110329B Analysis Date: 03/29/11 02:35 PM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.203 0.00600 0.200 0 102 80 120 1.08 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS2_110329B

Sample ID: ICV1-110329 Batch ID: R54181 TestNo: SW6020 Units: mg/L
SampType: ICV Run ID: ICP-MS2_110329B Analysis Date: 03/29/11 01:56 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.106 0.00600 0.100 0 106 90 110

Sample ID: CCV1-110329 Batch ID: R54181 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS2_110329B Analysis Date: 03/29/11 03:28 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.201 0.00600 0.200 0 101 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS3_110330A

Sample ID: 1103180-02B SD Batch ID: 45576 TestNo: SW6020 Units: mg/L
SampType: SD Run ID: ICP-MS3_110330A Analysis Date: 03/30/11 11:54 AM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium <0.0100 0.0300 0 0 0 10

Sample ID: 1103180-02B PDS Batch ID: 45576 TestNo: SW6020 Units: mg/L
SampType: PDS Run ID: ICP-MS3_110330A Analysis Date: 03/30/11 12:49 PM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.190 0.00600 0.200 0 95.2 75 125

Sample ID: 1103180-02B MS Batch ID: 45576 TestNo: SW6020 Units: mg/L
SampType: MS Run ID: ICP-MS3_110330A Analysis Date: 03/30/11 12:55 PM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.191 0.00600 0.200 0 95.3 80 120

Sample ID: 1103180-02B MSD Batch ID: 45576 TestNo: SW6020 Units: mg/L
SampType: MSD Run ID: ICP-MS3_110330A Analysis Date: 03/30/11 01:00 PM Prep Date: 03/24/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.181 0.00600 0.200 0 90.4 80 120 5.22 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  ICP-MS3_110330A

Sample ID: ICV1-110330 Batch ID: R54200 TestNo: SW6020 Units: mg/L
SampType: ICV Run ID: ICP-MS3_110330A Analysis Date: 03/30/11 11:32 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.102 0.00600 0.100 0 102 90 110

Sample ID: CCV1-110330 Batch ID: R54200 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS3_110330A Analysis Date: 03/30/11 01:11 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.195 0.00600 0.200 0 97.5 90 110

Sample ID: CCV2-110330 Batch ID: R54200 TestNo: SW6020 Units: mg/L
SampType: CCV Run ID: ICP-MS3_110330A Analysis Date: 03/30/11 02:23 PM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Chromium 0.186 0.00600 0.200 0 93.2 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110323A

Sample ID: LCS-45555 Batch ID: 45555 TestNo: SW8260C Units: mg/L
SampType: LCS Run ID: GCMS5_110323A Analysis Date: 03/23/11 11:52 AM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane 0.0263 0.00100 0.0232 0 113 80 130
1,1,1-Trichloroethane 0.0275 0.00100 0.0232 0 119 65 130
1,1,2,2-Tetrachloroethane 0.0267 0.00100 0.0232 0 115 65 130
1,1,2-Trichloroethane 0.0279 0.00100 0.0232 0 120 75 125
1,1-Dichloroethane 0.0276 0.00100 0.0232 0 119 70 135
1,1-Dichloroethene 0.0270 0.00100 0.0232 0 117 70 130
1,1-Dichloropropene 0.0272 0.00100 0.0232 0 117 75 130
1,2,3-Trichlorobenzene 0.0265 0.00500 0.0232 0 114 55 140
1,2,3-Trichloropropane 0.0256 0.00100 0.0232 0 111 75 125
1,2,4-Trichlorobenzene 0.0275 0.00500 0.0232 0 118 65 135
1,2,4-Trimethylbenzene 0.0282 0.00500 0.0232 0 121 75 130
1,2-Dibromo-3-chloropropane 0.0268 0.0100 0.0232 0 116 50 130
1,2-Dibromoethane 0.0264 0.00100 0.0232 0 114 80 120
1,2-Dichlorobenzene 0.0262 0.00100 0.0232 0 113 70 120
1,2-Dichloroethane 0.0276 0.00100 0.0232 0 119 70 130
1,2-Dichloropropane 0.0275 0.00100 0.0232 0 119 75 125
1,3,5-Trimethylbenzene 0.0280 0.00500 0.0232 0 120 75 130
1,3-Dichlorobenzene 0.0265 0.00100 0.0232 0 114 75 125
1,3-Dichloropropane 0.0268 0.00100 0.0232 0 116 75 125
1,4-Dichloro-2-butene 0.0255 0.00200 0.0232 0 110 50 150
1,4-Dichlorobenzene 0.0264 0.00100 0.0232 0 114 75 125
2,2-Dichloropropane 0.0283 0.00100 0.0232 0 122 70 135
2-Butanone 0.0229 0.0150 0.0232 0 98.8 30 150
2-Chloroethylvinylether 0.0261 0.0150 0.0232 0 113 50 150
2-Chlorotoluene 0.0265 0.00100 0.0232 0 114 75 125
2-Hexanone 0.0224 0.0150 0.0232 0 96.4 55 130
4-Chlorotoluene 0.0258 0.00100 0.0232 0 111 75 130
4-Methyl-2-pentanone 0.0236 0.0150 0.0232 0 102 60 135
Acetone 0.0227 0.0150 0.0232 0 97.8 40 140
Acrylonitrile 0.0543 0.00300 0.0464 0 117 50 150
Benzene 0.0276 0.00100 0.0232 0 119 80 120
Bromobenzene 0.0263 0.00100 0.0232 0 113 75 125
Bromochloromethane 0.0275 0.00100 0.0232 0 118 65 130
Bromodichloromethane 0.0269 0.00100 0.0232 0 116 75 120
Bromoform 0.0260 0.00100 0.0232 0 112 70 130
Bromomethane 0.0238 0.00100 0.0232 0 102 30 145
Carbon disulfide 0.0211 0.0150 0.0232 0 91.0 35 160
Carbon tetrachloride 0.0276 0.00100 0.0232 0 119 65 140
Chlorobenzene 0.0265 0.00100 0.0232 0 114 80 120
Chloroethane 0.0224 0.00100 0.0232 0 96.3 60 135
Chloroform 0.0272 0.00100 0.0232 0 117 65 135
Chloromethane 0.0220 0.00100 0.0232 0 94.9 40 125
cis-1,2-Dichloroethene 0.0274 0.00100 0.0232 0 118 70 125
cis-1,3-Dichloropropene 0.0279 0.00100 0.0232 0 120 70 130

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110323A

Dibromochloromethane 0.0260 0.00100 0.0232 0 112 60 135
Dibromomethane 0.0275 0.00100 0.0232 0 119 75 125
Dichlorodifluoromethane 0.0210 0.00100 0.0232 0 90.7 30 155
Ethylbenzene 0.0266 0.00100 0.0232 0 115 75 125
Hexachlorobutadiene 0.0285 0.00300 0.0232 0 123 50 140
Iodomethane 0.0189 0.0150 0.0232 0 81.3 50 150
Isopropylbenzene 0.0285 0.00100 0.0232 0 123 75 125
m,p-Xylene 0.0546 0.00200 0.0464 0 118 75 130
Methyl tert-butyl ether 0.0284 0.00100 0.0232 0 123 65 125
Methylene chloride 0.0281 0.00250 0.0232 0 121 55 140
n-Butylbenzene 0.0284 0.00100 0.0232 0 122 70 135
n-Propylbenzene 0.0264 0.00100 0.0232 0 114 70 130
Naphthalene 0.0263 0.0150 0.0232 0 113 55 138
o-Xylene 0.0280 0.00100 0.0232 0 121 80 120 S
p-Isopropyltoluene 0.0281 0.00100 0.0232 0 121 75 130
sec-Butylbenzene 0.0274 0.00100 0.0232 0 118 70 125
Styrene 0.0284 0.00100 0.0232 0 123 65 135
tert-Butylbenzene 0.0273 0.00100 0.0232 0 118 70 130
Tetrachloroethene 0.0264 0.00200 0.0232 0 114 45 150
Toluene 0.0276 0.00200 0.0232 0 119 75 120
trans-1,2-Dichloroethene 0.0286 0.00100 0.0232 0 123 60 140
trans-1,3-Dichloropropene 0.0277 0.00100 0.0232 0 120 55 140
Trichloroethene 0.0263 0.00200 0.0232 0 113 70 125
Trichlorofluoromethane 0.0221 0.00100 0.0232 0 95.2 60 145
Vinyl chloride 0.0226 0.00100 0.0232 0 97.3 50 145
    Surr: 1,2-Dichloroethane-d4 199 200.0 99.6 70 120
    Surr: 4-Bromofluorobenzene 202 200.0 101 75 120
    Surr: Dibromofluoromethane 203 200.0 101 85 115
    Surr: Toluene-d8 196 200.0 98.2 85 120

Sample ID: MB-45555 Batch ID: 45555 TestNo: SW8260C Units: mg/L
SampType: MBLK Run ID: GCMS5_110323A Analysis Date: 03/23/11 12:43 PM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane <0.000200 0.00100
1,1,1-Trichloroethane <0.000200 0.00100
1,1,2,2-Tetrachloroethane <0.000200 0.00100
1,1,2-Trichloroethane <0.000200 0.00100
1,1-Dichloroethane <0.000200 0.00100
1,1-Dichloroethene <0.000200 0.00100
1,1-Dichloropropene <0.000200 0.00100
1,2,3-Trichlorobenzene <0.00150 0.00500
1,2,3-Trichloropropane <0.000300 0.00100
1,2,4-Trichlorobenzene <0.00150 0.00500
1,2,4-Trimethylbenzene <0.00150 0.00500
1,2-Dibromo-3-chloropropane <0.00300 0.0100
1,2-Dibromoethane <0.000200 0.00100
1,2-Dichlorobenzene <0.000300 0.00100

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110323A

1,2-Dichloroethane <0.000300 0.00100
1,2-Dichloropropane <0.000200 0.00100
1,3,5-Trimethylbenzene <0.00150 0.00500
1,3-Dichlorobenzene <0.000300 0.00100
1,3-Dichloropropane <0.000200 0.00100
1,4-Dichloro-2-butene <0.00200 0.00200
1,4-Dichlorobenzene <0.000300 0.00100
2,2-Dichloropropane <0.000200 0.00100
2-Butanone <0.00500 0.0150
2-Chloroethylvinylether <0.00500 0.0150
2-Chlorotoluene <0.000300 0.00100
2-Hexanone <0.00500 0.0150
4-Chlorotoluene <0.000300 0.00100
4-Methyl-2-pentanone <0.00500 0.0150
Acetone <0.00500 0.0150
Acrylonitrile <0.00100 0.00300
Benzene <0.000200 0.00100
Bromobenzene <0.000200 0.00100
Bromochloromethane <0.000200 0.00100
Bromodichloromethane <0.000200 0.00100
Bromoform <0.000200 0.00100
Bromomethane <0.000300 0.00100
Carbon disulfide <0.00500 0.0150
Carbon tetrachloride <0.000200 0.00100
Chlorobenzene <0.000200 0.00100
Chloroethane <0.000300 0.00100
Chloroform <0.000300 0.00100
Chloromethane <0.000300 0.00100
cis-1,2-Dichloroethene <0.000200 0.00100
cis-1,3-Dichloropropene <0.000200 0.00100
Dibromochloromethane <0.000200 0.00100
Dibromomethane <0.000200 0.00100
Dichlorodifluoromethane <0.000200 0.00100
Ethylbenzene <0.000300 0.00100
Hexachlorobutadiene <0.00100 0.00300
Iodomethane <0.00500 0.0150
Isopropylbenzene <0.000200 0.00100
m,p-Xylene <0.000600 0.00200
Methyl tert-butyl ether <0.000300 0.00100
Methylene chloride <0.00250 0.00250
n-Butylbenzene <0.000300 0.00100
n-Propylbenzene <0.000300 0.00100
Naphthalene <0.00500 0.0150
o-Xylene <0.000300 0.00100
p-Isopropyltoluene <0.000300 0.00100
sec-Butylbenzene <0.000300 0.00100
Styrene <0.000200 0.00100

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110323A

tert-Butylbenzene <0.000300 0.00100
Tetrachloroethene <0.000600 0.00200
Toluene <0.000600 0.00200
trans-1,2-Dichloroethene <0.000200 0.00100
trans-1,3-Dichloropropene <0.000200 0.00100
Trichloroethene <0.000600 0.00200
Trichlorofluoromethane <0.000200 0.00100
Vinyl chloride <0.000100 0.00100
    Surr: 1,2-Dichloroethane-d4 196 200.0 98.0 70 120
    Surr: 4-Bromofluorobenzene 202 200.0 101 75 120
    Surr: Dibromofluoromethane 199 200.0 99.4 85 115
    Surr: Toluene-d8 196 200.0 98.0 85 120

Sample ID: 1103165-01AMS Batch ID: 45555 TestNo: SW8260C Units: mg/L
SampType: MS Run ID: GCMS5_110323A Analysis Date: 03/23/11 09:03 PM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane 0.0216 0.00100 0.0232 0 93.2 80 130
1,1,1-Trichloroethane 0.0227 0.00100 0.0232 0 98.0 65 130
1,1,2,2-Tetrachloroethane 0.0242 0.00100 0.0232 0 104 65 130
1,1,2-Trichloroethane 0.0240 0.00100 0.0232 0 104 75 125
1,1-Dichloroethane 0.0235 0.00100 0.0232 0 101 70 135
1,1-Dichloroethene 0.0234 0.00100 0.0232 0 101 70 130
1,1-Dichloropropene 0.0223 0.00100 0.0232 0 96.0 75 130
1,2,3-Trichlorobenzene 0.0198 0.00500 0.0232 0 85.3 55 140
1,2,3-Trichloropropane 0.0222 0.00100 0.0232 0 95.8 75 125
1,2,4-Trichlorobenzene 0.0200 0.00500 0.0232 0 86.0 65 135
1,2,4-Trimethylbenzene 0.0229 0.00500 0.0232 0 98.8 75 130
1,2-Dibromo-3-chloropropane 0.0234 0.0100 0.0232 0 101 50 130
1,2-Dibromoethane 0.0218 0.00100 0.0232 0 94.1 80 120
1,2-Dichlorobenzene 0.0214 0.00100 0.0232 0 92.2 70 120
1,2-Dichloroethane 0.0246 0.00100 0.0232 0 106 70 130
1,2-Dichloropropane 0.0230 0.00100 0.0232 0 99.3 75 125
1,3,5-Trimethylbenzene 0.0226 0.00500 0.0232 0 97.2 75 130
1,3-Dichlorobenzene 0.0215 0.00100 0.0232 0 92.7 75 125
1,3-Dichloropropane 0.0223 0.00100 0.0232 0 96.2 75 125
1,4-Dichloro-2-butene 0.0215 0.00200 0.0232 0 92.5 50 150
1,4-Dichlorobenzene 0.0221 0.00100 0.0232 0 95.2 75 125
2,2-Dichloropropane 0.0201 0.00100 0.0232 0 86.7 70 135
2-Butanone 0.0239 0.0150 0.0232 0 103 30 150
2-Chloroethylvinylether <0.00500 0.0150 0.0232 0 0 50 150 S
2-Chlorotoluene 0.0214 0.00100 0.0232 0 92.2 75 125
2-Hexanone 0.0237 0.0150 0.0232 0 102 55 130
4-Chlorotoluene 0.0215 0.00100 0.0232 0 92.8 75 130
4-Methyl-2-pentanone 0.0256 0.0150 0.0232 0 110 60 135
Acetone 0.0309 0.0150 0.0232 0 133 40 140
Acrylonitrile 0.0476 0.00300 0.0464 0 103 50 150
Benzene 0.0233 0.00100 0.0232 0 100 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110323A

Bromobenzene 0.0214 0.00100 0.0232 0 92.5 75 125
Bromochloromethane 0.0238 0.00100 0.0232 0 102 65 130
Bromodichloromethane 0.0238 0.00100 0.0232 0 102 75 120
Bromoform 0.0214 0.00100 0.0232 0 92.4 70 130
Bromomethane 0.0231 0.00100 0.0232 0 99.6 30 145
Carbon disulfide 0.0226 0.0150 0.0232 0 97.3 35 160
Carbon tetrachloride 0.0230 0.00100 0.0232 0 99.3 65 140
Chlorobenzene 0.0227 0.00100 0.0232 0 97.8 80 120
Chloroethane 0.0247 0.00100 0.0232 0 106 60 135
Chloroform 0.0240 0.00100 0.0232 0 103 65 135
Chloromethane 0.0233 0.00100 0.0232 0 100 40 125
cis-1,2-Dichloroethene 0.0219 0.00100 0.0232 0 94.3 70 125
cis-1,3-Dichloropropene 0.0208 0.00100 0.0232 0 89.9 70 130
Dibromochloromethane 0.0213 0.00100 0.0232 0 91.9 60 135
Dibromomethane 0.0237 0.00100 0.0232 0 102 75 125
Dichlorodifluoromethane 0.0217 0.00100 0.0232 0 93.4 30 155
Ethylbenzene 0.0223 0.00100 0.0232 0 95.9 75 125
Hexachlorobutadiene 0.0201 0.00300 0.0232 0 86.6 50 140
Iodomethane 0.0163 0.0150 0.0232 0 70.3 50 150
Isopropylbenzene 0.0221 0.00100 0.0232 0 95.3 75 125
m,p-Xylene 0.0447 0.00200 0.0464 0 96.4 75 130
Methyl tert-butyl ether 0.0227 0.00100 0.0232 0 97.8 65 125
Methylene chloride 0.0237 0.00250 0.0232 0 102 55 140
n-Butylbenzene 0.0215 0.00100 0.0232 0 92.8 70 135
n-Propylbenzene 0.0216 0.00100 0.0232 0 93.3 70 130
Naphthalene 0.0196 0.0150 0.0232 0 84.4 55 138
o-Xylene 0.0220 0.00100 0.0232 0 94.9 80 120
p-Isopropyltoluene 0.0216 0.00100 0.0232 0 92.9 75 130
sec-Butylbenzene 0.0214 0.00100 0.0232 0 92.3 70 125
Styrene 0.0199 0.00100 0.0232 0 85.9 65 135
tert-Butylbenzene 0.0215 0.00100 0.0232 0 92.7 70 130
Tetrachloroethene 0.0211 0.00200 0.0232 0 90.8 45 150
Toluene 0.0236 0.00200 0.0232 0 102 75 120
trans-1,2-Dichloroethene 0.0227 0.00100 0.0232 0 98.0 60 140
trans-1,3-Dichloropropene 0.0224 0.00100 0.0232 0 96.6 55 140
Trichloroethene 0.0225 0.00200 0.0232 0 97.0 70 125
Trichlorofluoromethane 0.0242 0.00100 0.0232 0 104 60 145
Vinyl chloride 0.0240 0.00100 0.0232 0 103 50 145
    Surr: 1,2-Dichloroethane-d4 203 200.0 102 70 120
    Surr: 4-Bromofluorobenzene 199 200.0 99.5 75 120
    Surr: Dibromofluoromethane 200 200.0 100 85 115
    Surr: Toluene-d8 195 200.0 97.6 85 120

Sample ID: 1103165-01AMSD Batch ID: 45555 TestNo: SW8260C Units: mg/L
SampType: MSD Run ID: GCMS5_110323A Analysis Date: 03/23/11 09:29 PM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane 0.0218 0.00100 0.0232 0 94.1 80 130 0.875 30

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110323A

1,1,1-Trichloroethane 0.0233 0.00100 0.0232 0 100 65 130 2.39 30
1,1,2,2-Tetrachloroethane 0.0232 0.00100 0.0232 0 100 65 130 4.01 30
1,1,2-Trichloroethane 0.0241 0.00100 0.0232 0 104 75 125 0.166 30
1,1-Dichloroethane 0.0241 0.00100 0.0232 0 104 70 135 2.48 30
1,1-Dichloroethene 0.0245 0.00100 0.0232 0 106 70 130 4.30 30
1,1-Dichloropropene 0.0227 0.00100 0.0232 0 97.7 75 130 1.69 30
1,2,3-Trichlorobenzene 0.0198 0.00500 0.0232 0 85.3 55 140 0.050 30
1,2,3-Trichloropropane 0.0216 0.00100 0.0232 0 93.3 75 125 2.64 30
1,2,4-Trichlorobenzene 0.0199 0.00500 0.0232 0 85.8 65 135 0.301 30
1,2,4-Trimethylbenzene 0.0226 0.00500 0.0232 0 97.5 75 130 1.27 30
1,2-Dibromo-3-chloropropane 0.0225 0.0100 0.0232 0 97.2 50 130 3.57 30
1,2-Dibromoethane 0.0217 0.00100 0.0232 0 93.5 80 120 0.689 30
1,2-Dichlorobenzene 0.0214 0.00100 0.0232 0 92.4 70 120 0.233 30
1,2-Dichloroethane 0.0251 0.00100 0.0232 0 108 70 130 2.29 30
1,2-Dichloropropane 0.0236 0.00100 0.0232 0 102 75 125 2.36 30
1,3,5-Trimethylbenzene 0.0226 0.00500 0.0232 0 97.4 75 130 0.177 30
1,3-Dichlorobenzene 0.0212 0.00100 0.0232 0 91.4 75 125 1.41 30
1,3-Dichloropropane 0.0224 0.00100 0.0232 0 96.5 75 125 0.268 30
1,4-Dichloro-2-butene 0.0211 0.00200 0.0232 0 90.8 50 150 1.93 30
1,4-Dichlorobenzene 0.0219 0.00100 0.0232 0 94.5 75 125 0.727 30
2,2-Dichloropropane 0.0204 0.00100 0.0232 0 87.8 70 135 1.23 30
2-Butanone 0.0227 0.0150 0.0232 0 97.8 30 150 4.98 30
2-Chloroethylvinylether <0.00500 0.0150 0.0232 0 0 50 150 0 30 S
2-Chlorotoluene 0.0216 0.00100 0.0232 0 93.1 75 125 1.07 30
2-Hexanone 0.0227 0.0150 0.0232 0 97.9 55 130 4.22 30
4-Chlorotoluene 0.0215 0.00100 0.0232 0 92.5 75 130 0.326 30
4-Methyl-2-pentanone 0.0243 0.0150 0.0232 0 105 60 135 5.01 30
Acetone 0.0301 0.0150 0.0232 0 130 40 140 2.53 30
Acrylonitrile 0.0478 0.00300 0.0464 0 103 50 150 0.545 30
Benzene 0.0237 0.00100 0.0232 0 102 80 120 1.83 30
Bromobenzene 0.0213 0.00100 0.0232 0 91.6 75 125 0.890 30
Bromochloromethane 0.0241 0.00100 0.0232 0 104 65 130 1.59 30
Bromodichloromethane 0.0240 0.00100 0.0232 0 104 75 120 1.13 30
Bromoform 0.0207 0.00100 0.0232 0 89.2 70 130 3.51 30
Bromomethane 0.0250 0.00100 0.0232 0 108 30 145 7.94 30
Carbon disulfide 0.0235 0.0150 0.0232 0 101 35 160 3.95 30
Carbon tetrachloride 0.0231 0.00100 0.0232 0 99.5 65 140 0.173 30
Chlorobenzene 0.0228 0.00100 0.0232 0 98.2 80 120 0.396 30
Chloroethane 0.0259 0.00100 0.0232 0 112 60 135 4.86 30
Chloroform 0.0243 0.00100 0.0232 0 105 65 135 1.24 30
Chloromethane 0.0241 0.00100 0.0232 0 104 40 125 3.58 30
cis-1,2-Dichloroethene 0.0227 0.00100 0.0232 0 97.9 70 125 3.77 30
cis-1,3-Dichloropropene 0.0213 0.00100 0.0232 0 91.9 70 130 2.28 30
Dibromochloromethane 0.0213 0.00100 0.0232 0 91.8 60 135 0.093 30
Dibromomethane 0.0240 0.00100 0.0232 0 103 75 125 1.43 30
Dichlorodifluoromethane 0.0217 0.00100 0.0232 0 93.7 30 155 0.369 30
Ethylbenzene 0.0225 0.00100 0.0232 0 96.8 75 125 0.894 30

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110323A

Hexachlorobutadiene 0.0205 0.00300 0.0232 0 88.4 50 140 2.12 30
Iodomethane 0.0186 0.0150 0.0232 0 80.2 50 150 13.2 30
Isopropylbenzene 0.0224 0.00100 0.0232 0 96.4 75 125 1.12 30
m,p-Xylene 0.0444 0.00200 0.0464 0 95.6 75 130 0.786 30
Methyl tert-butyl ether 0.0229 0.00100 0.0232 0 98.5 65 125 0.702 30
Methylene chloride 0.0249 0.00250 0.0232 0 107 55 140 4.81 30
n-Butylbenzene 0.0215 0.00100 0.0232 0 92.6 70 135 0.186 30
n-Propylbenzene 0.0214 0.00100 0.0232 0 92.1 70 130 1.30 30
Naphthalene 0.0197 0.0150 0.0232 0 84.9 55 138 0.560 30
o-Xylene 0.0220 0.00100 0.0232 0 94.6 80 120 0.318 30
p-Isopropyltoluene 0.0212 0.00100 0.0232 0 91.4 75 130 1.59 30
sec-Butylbenzene 0.0213 0.00100 0.0232 0 92.0 70 125 0.374 30
Styrene 0.0197 0.00100 0.0232 0 84.8 65 135 1.26 30
tert-Butylbenzene 0.0214 0.00100 0.0232 0 92.3 70 130 0.419 30
Tetrachloroethene 0.0212 0.00200 0.0232 0 91.3 45 150 0.521 30
Toluene 0.0236 0.00200 0.0232 0 102 75 120 0.084 30
trans-1,2-Dichloroethene 0.0235 0.00100 0.0232 0 101 60 140 3.41 30
trans-1,3-Dichloropropene 0.0227 0.00100 0.0232 0 97.7 55 140 1.11 30
Trichloroethene 0.0224 0.00200 0.0232 0 96.5 70 125 0.579 30
Trichlorofluoromethane 0.0249 0.00100 0.0232 0 107 60 145 2.73 30
Vinyl chloride 0.0252 0.00100 0.0232 0 108 50 145 4.97 30
    Surr: 1,2-Dichloroethane-d4 203 200.0 102 70 120 0 0
    Surr: 4-Bromofluorobenzene 201 200.0 100 75 120 0 0
    Surr: Dibromofluoromethane 201 200.0 101 85 115 0 0
    Surr: Toluene-d8 196 200.0 98.1 85 120 0 0

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110323A

Sample ID: ICV-110323 Batch ID: R54057 TestNo: SW8260C Units: mg/L
SampType: ICV Run ID: GCMS5_110323A Analysis Date: 03/23/11 10:59 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
1,1,1,2-Tetrachloroethane 0.0507 0.00100 0.0464 0 109 80 120
1,1,1-Trichloroethane 0.0512 0.00100 0.0464 0 110 80 120
1,1,2,2-Tetrachloroethane 0.0520 0.00100 0.0464 0 112 80 120
1,1,2-Trichloroethane 0.0532 0.00100 0.0464 0 115 80 120
1,1-Dichloroethane 0.0521 0.00100 0.0464 0 112 80 120
1,1-Dichloroethene 0.0511 0.00100 0.0464 0 110 80 120
1,1-Dichloropropene 0.0523 0.00100 0.0464 0 113 80 120
1,2,3-Trichlorobenzene 0.0491 0.00500 0.0464 0 106 80 120
1,2,3-Trichloropropane 0.0484 0.00100 0.0464 0 104 80 120
1,2,4-Trichlorobenzene 0.0501 0.00500 0.0464 0 108 80 120
1,2,4-Trimethylbenzene 0.0535 0.00500 0.0464 0 115 80 120
1,2-Dibromo-3-chloropropane 0.0536 0.0100 0.0464 0 115 80 120
1,2-Dibromoethane 0.0515 0.00100 0.0464 0 111 80 120
1,2-Dichlorobenzene 0.0500 0.00100 0.0464 0 108 80 120
1,2-Dichloroethane 0.0522 0.00100 0.0464 0 112 80 120
1,2-Dichloropropane 0.0516 0.00100 0.0464 0 111 80 120
1,3,5-Trimethylbenzene 0.0525 0.00500 0.0464 0 113 80 120
1,3-Dichlorobenzene 0.0500 0.00100 0.0464 0 108 80 120
1,3-Dichloropropane 0.0513 0.00100 0.0464 0 110 80 120
1,4-Dichloro-2-butene 0.0508 0.00200 0.0464 0 110 80 120
1,4-Dichlorobenzene 0.0499 0.00100 0.0464 0 107 80 120
2,2-Dichloropropane 0.0530 0.00100 0.0464 0 114 80 120
2-Butanone 0.0474 0.0150 0.0464 0 102 80 120
2-Chloroethylvinylether 0.0474 0.0150 0.0464 0 102 80 120
2-Chlorotoluene 0.0503 0.00100 0.0464 0 108 80 120
2-Hexanone 0.0461 0.0150 0.0464 0 99.4 80 120
4-Chlorotoluene 0.0492 0.00100 0.0464 0 106 80 120
4-Methyl-2-pentanone 0.0500 0.0150 0.0464 0 108 80 120
Acetone 0.0478 0.0150 0.0464 0 103 80 120
Acrylonitrile 0.103 0.00300 0.0928 0 111 60 140
Benzene 0.0521 0.00100 0.0464 0 112 80 120
Bromobenzene 0.0495 0.00100 0.0464 0 107 80 120
Bromochloromethane 0.0514 0.00100 0.0464 0 111 80 120
Bromodichloromethane 0.0520 0.00100 0.0464 0 112 80 120
Bromoform 0.0508 0.00100 0.0464 0 110 80 120
Bromomethane 0.0422 0.00100 0.0464 0 91.0 80 120
Carbon disulfide 0.0425 0.0150 0.0464 0 91.6 80 120
Carbon tetrachloride 0.0512 0.00100 0.0464 0 110 80 120
Chlorobenzene 0.0498 0.00100 0.0464 0 107 80 120
Chloroethane 0.0404 0.00100 0.0464 0 87.0 80 120
Chloroform 0.0519 0.00100 0.0464 0 112 80 120
Chloromethane 0.0404 0.00100 0.0464 0 87.1 80 120
cis-1,2-Dichloroethene 0.0513 0.00100 0.0464 0 111 80 120
cis-1,3-Dichloropropene 0.0533 0.00100 0.0464 0 115 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  GCMS5_110323A

Dibromochloromethane 0.0506 0.00100 0.0464 0 109 80 120
Dibromomethane 0.0516 0.00100 0.0464 0 111 80 120
Dichlorodifluoromethane 0.0385 0.00100 0.0464 0 83.0 80 120
Ethylbenzene 0.0509 0.00100 0.0464 0 110 80 120
Hexachlorobutadiene 0.0502 0.00300 0.0464 0 108 80 120
Iodomethane 0.0380 0.0150 0.0464 0 81.9 80 120
Isopropylbenzene 0.0553 0.00100 0.0464 0 119 80 120
m,p-Xylene 0.105 0.00200 0.0928 0 113 80 120
Methyl tert-butyl ether 0.0539 0.00100 0.0464 0 116 80 120
Methylene chloride 0.0507 0.00250 0.0464 0 109 80 120
n-Butylbenzene 0.0538 0.00100 0.0464 0 116 80 120
n-Propylbenzene 0.0500 0.00100 0.0464 0 108 80 120
Naphthalene 0.0496 0.0150 0.0464 0 107 80 120
o-Xylene 0.0542 0.00100 0.0464 0 117 80 120
p-Isopropyltoluene 0.0528 0.00100 0.0464 0 114 80 120
sec-Butylbenzene 0.0517 0.00100 0.0464 0 111 80 120
Styrene 0.0548 0.00100 0.0464 0 118 80 120
tert-Butylbenzene 0.0524 0.00100 0.0464 0 113 80 120
Tetrachloroethene 0.0506 0.00200 0.0464 0 109 80 120
Toluene 0.0520 0.00200 0.0464 0 112 80 120
trans-1,2-Dichloroethene 0.0539 0.00100 0.0464 0 116 80 120
trans-1,3-Dichloropropene 0.0541 0.00100 0.0464 0 117 80 120
Trichloroethene 0.0505 0.00200 0.0464 0 109 80 120
Trichlorofluoromethane 0.0405 0.00100 0.0464 0 87.3 80 120
Vinyl chloride 0.0427 0.00100 0.0464 0 92.0 80 120
    Surr: 1,2-Dichloroethane-d4 198 200.0 99.0 70 120
    Surr: 4-Bromofluorobenzene 202 200.0 101 75 120
    Surr: Dibromofluoromethane 199 200.0 99.4 85 115
    Surr: Toluene-d8 199 200.0 99.5 85 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  TITRATOR_110323A

Sample ID: 1103173-01D DUP Batch ID: 45566 TestNo: M4500-H+ B Units: pH Units
SampType: DUP Run ID: TITRATOR_110323A Analysis Date: 03/23/11 10:36 AM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
pH 7.39 0 0 7.480 1.21 5

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  TITRATOR_110323A

Sample ID: ICV-110323 Batch ID: R54060 TestNo: M4500-H+ B Units: pH Units
SampType: ICV Run ID: TITRATOR_110323A Analysis Date: 03/23/11 10:33 AM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
pH 9.99 0 10.00 0 99.9 99 101

Sample ID: CCV1-110323 Batch ID: R54060 TestNo: M4500-H+ B Units: pH Units
SampType: CCV Run ID: TITRATOR_110323A Analysis Date: 03/23/11 10:43 AM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
pH 7.02 0 7.000 0 100 97.1 102.9

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  TOC_110325A

Sample ID: LCS-45596 Batch ID: 45596 TestNo: M5310C Units: mg/L
SampType: LCS Run ID: TOC_110325A Analysis Date: 03/25/11 09:38 AM Prep Date: 03/25/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 8.58 1.00 10.00 0 85.8 80 120

Sample ID: MB-45596 Batch ID: 45596 TestNo: M5310C Units: mg/L
SampType: MBLK Run ID: TOC_110325A Analysis Date: 03/25/11 10:21 AM Prep Date: 03/25/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon <0.300 1.00

Sample ID: 1103173-04B MS Batch ID: 45596 TestNo: M5310C Units: mg/L
SampType: MS Run ID: TOC_110325A Analysis Date: 03/25/11 02:55 PM Prep Date: 03/25/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 11.6 1.00 10.00 2.313 92.8 80 120

Sample ID: 1103173-04B MSD Batch ID: 45596 TestNo: M5310C Units: mg/L
SampType: MSD Run ID: TOC_110325A Analysis Date: 03/25/11 03:16 PM Prep Date: 03/25/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 12.1 1.00 10.00 2.313 98.2 80 120 4.56 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  TOC_110325A

Sample ID: ICV-110325 Batch ID: R54115 TestNo: M5310C Units: mg/L
SampType: ICV Run ID: TOC_110325A Analysis Date: 03/25/11 09:20 AM Prep Date: 03/25/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 14.0 1.00 15.00 0 93.4 90 110

Sample ID: CCV-110325 Batch ID: R54115 TestNo: M5310C Units: mg/L
SampType: CCV Run ID: TOC_110325A Analysis Date: 03/25/11 03:34 PM Prep Date: 03/25/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Total Organic Carbon 9.77 1.00 10.00 0 97.7 80 120

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  UV/VIS_2_110323B

Sample ID: MB-45557 Batch ID: 45557 TestNo: M3500-Cr D Units: mg/L
SampType: MBLK Run ID: UV/VIS_2_110323B Analysis Date: 03/23/11 10:32 AM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Hexavalent Chromium <0.00800 0.0100

Sample ID: LCS-45557 Batch ID: 45557 TestNo: M3500-Cr D Units: mg/L
SampType: LCS Run ID: UV/VIS_2_110323B Analysis Date: 03/23/11 10:32 AM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Hexavalent Chromium 0.104 0.0100 0.100 0 104 85 115

Sample ID: LCSD-45557 Batch ID: 45557 TestNo: M3500-Cr D Units: mg/L
SampType: LCSD Run ID: UV/VIS_2_110323B Analysis Date: 03/23/11 10:32 AM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Hexavalent Chromium 0.108 0.0100 0.100 0 108 85 115 3.08 15

Sample ID: 1103174-03D MS Batch ID: 45557 TestNo: M3500-Cr D Units: mg/L
SampType: MS Run ID: UV/VIS_2_110323B Analysis Date: 03/23/11 10:32 AM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Hexavalent Chromium 0.107 0.0100 0.100 0 107 85 115

Sample ID: 1103174-03D MSD Batch ID: 45557 TestNo: M3500-Cr D Units: mg/L
SampType: MSD Run ID: UV/VIS_2_110323B Analysis Date: 03/23/11 10:32 AM Prep Date: 03/23/11
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Hexavalent Chromium 0.109 0.0100 0.100 0 109 85 115 1.94 15

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical 04/04/11Date:

CLIENT:
Work Order:
Project:

Zia Engineering & Environmental
1103173
HELSTF Chromate Spill Groundwater

ANALYTICAL QC SUMMARY REPORT
RunID:  UV/VIS_2_110323B

Sample ID: ICV-110323 Batch ID: R54056 TestNo: M3500-Cr D Units: mg/L
SampType: ICV Run ID: UV/VIS_2_110323B Analysis Date: 03/23/11 10:32 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Hexavalent Chromium 0.102 0.0100 0.100 0 102 90 110

Sample ID: CCV1-110323 Batch ID: R54056 TestNo: M3500-Cr D Units: mg/L
SampType: CCV Run ID: UV/VIS_2_110323B Analysis Date: 03/23/11 10:32 AM Prep Date:
Analyte Result RL SPK value Ref Val %REC LowLimit HighLimit %RPD RPD Limit Qual
Hexavalent Chromium 0.203 0.0100 0.200 0 101 90 110

Qualifiers: B Analyte detected in the associated Method Blank
DF Dilution Factor
J Analyte detected between MDL and RL
MDL Method Detection Limit
ND Not Detected at the Method Detection Limit

R RPD outside accepted control  limits
RL Reporting Limit
S Spike Recovery outside control limits
J Analyte detected between SDL and RL
N Parameter not NELAC certified
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DHL Analytical Date: 04/04/11

Lab Order: 1103173
Client: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater

Sequence Report
Run ID: GC15_110324B

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110324 ----- M8015D R54162 1 03/24/11 08:19 AM

LCS-45571 ----- M8015D 45571 1 03/24/11 10:31 AM 03/24/11

LCSD-45571 ----- M8015D 45571 1 03/24/11 10:40 AM 03/24/11

MB-45571 ----- M8015D 45571 1 03/24/11 10:58 AM 03/24/11

1103173-01E HLSF-0143-HMW-043-0311 M8015D 45571 1 03/24/11 11:07 AM 03/24/11

1103173-02E HLSF-0143-HMW-011-0311 M8015D 45571 1 03/24/11 11:16 AM 03/24/11

1103173-04E HLSF-0143-HMW-038-0311 M8015D 45571 1 03/24/11 11:25 AM 03/24/11

1103173-05E HLSF-0143-HMW-138-0311 M8015D 45571 1 03/24/11 11:34 AM 03/24/11

CCV2-110324 ----- M8015D R54162 1 03/24/11 11:52 AM
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DHL Analytical Date: 04/04/11

Lab Order: 1103173
Client: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater

Sequence Report
Run ID: GCMS5_110323A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110323 ----- SW8260C R54057 1 03/23/11 10:59 AM

LCS-45555 ----- SW8260C 45555 1 03/23/11 11:52 AM 03/23/11

MB-45555 ----- SW8260C 45555 1 03/23/11 12:43 PM 03/23/11

1103173-01A HLSF-0143-HMW-043-0311 SW8260C 45555 1 03/23/11 04:51 PM 03/23/11

1103173-02A HLSF-0143-HMW-011-0311 SW8260C 45555 1 03/23/11 05:18 PM 03/23/11

1103173-03A HLSF-0143-TB-361-0311 SW8260C 45555 1 03/23/11 05:43 PM 03/23/11

1103173-04A HLSF-0143-HMW-038-0311 SW8260C 45555 1 03/23/11 06:07 PM 03/23/11

1103173-05A HLSF-0143-HMW-138-0311 SW8260C 45555 1 03/23/11 06:31 PM 03/23/11

1103165-01AMS ----- SW8260C 45555 1 03/23/11 09:03 PM 03/23/11

1103165-01AMSD ----- SW8260C 45555 1 03/23/11 09:29 PM 03/23/11

Page 46 of 51



DHL Analytical Date: 04/04/11

Lab Order: 1103173
Client: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater

Sequence Report
Run ID: ICP-MS2_110329B

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV1-110329 ----- SW6020 R54181 1 03/29/11 01:56 PM

ICB1-110329 ----- SW6020 R54181 1 03/29/11 02:08 PM

MB-45576 ----- SW6020 45576 1 03/29/11 02:23 PM 03/24/11

LCS-45576 ----- SW6020 45576 1 03/29/11 02:29 PM 03/24/11

LCSD-45576 ----- SW6020 45576 1 03/29/11 02:35 PM 03/24/11

CCV1-110329 ----- SW6020 R54181 1 03/29/11 03:28 PM

CCB1-110329 ----- SW6020 R54181 1 03/29/11 03:46 PM
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DHL Analytical Date: 04/04/11

Lab Order: 1103173
Client: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater

Sequence Report
Run ID: ICP-MS3_110330A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV1-110330 ----- SW6020 R54200 1 03/30/11 11:32 AM

ICB1-110330 ----- SW6020 R54200 1 03/30/11 11:43 AM

1103180-02B SD ----- SW6020 45576 5 03/30/11 11:54 AM 03/24/11

1103173-01C HLSF-0143-HMW-043-0311 SW6020 45576 1 03/30/11 12:22 PM 03/24/11

1103180-02B PDS ----- SW6020 45576 1 03/30/11 12:49 PM 03/24/11

1103180-02B MS ----- SW6020 45576 1 03/30/11 12:55 PM 03/24/11

1103180-02B MSD ----- SW6020 45576 1 03/30/11 01:00 PM 03/24/11

CCV1-110330 ----- SW6020 R54200 1 03/30/11 01:11 PM

CCB1-110330 ----- SW6020 R54200 1 03/30/11 01:22 PM

1103173-02C HLSF-0143-HMW-011-0311 SW6020 45576 10 03/30/11 01:44 PM 03/24/11

1103173-04C HLSF-0143-HMW-038-0311 SW6020 45576 10 03/30/11 01:50 PM 03/24/11

1103173-05C HLSF-0143-HMW-138-0311 SW6020 45576 10 03/30/11 01:55 PM 03/24/11

CCV2-110330 ----- SW6020 R54200 1 03/30/11 02:23 PM

CCB2-110330 ----- SW6020 R54200 1 03/30/11 02:39 PM
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DHL Analytical Date: 04/04/11

Lab Order: 1103173
Client: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater

Sequence Report
Run ID: TITRATOR_110323A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV2-110323 ----- M4500-H+ B R54060 1 03/23/11 10:31 AM 03/23/11

ICV1-110323 ----- M4500-H+ B R54060 1 03/23/11 10:32 AM 03/23/11

ICV-110323 ----- M4500-H+ B R54060 1 03/23/11 10:33 AM 03/23/11

1103173-01D HLSF-0143-HMW-043-0311 M4500-H+ B 45566 1 03/23/11 10:35 AM 03/23/11

1103173-01D DUP HLSF-0143-HMW-043-0311PD9M4500-H+ B 45566 1 03/23/11 10:36 AM 03/23/11

1103173-02D HLSF-0143-HMW-011-0311 M4500-H+ B 45566 1 03/23/11 10:37 AM 03/23/11

1103173-04D HLSF-0143-HMW-038-0311 M4500-H+ B 45566 1 03/23/11 10:38 AM 03/23/11

1103173-05D HLSF-0143-HMW-138-0311 M4500-H+ B 45566 1 03/23/11 10:39 AM 03/23/11

CCV1-110323 ----- M4500-H+ B R54060 1 03/23/11 10:43 AM 03/23/11
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DHL Analytical Date: 04/04/11

Lab Order: 1103173
Client: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater

Sequence Report
Run ID: TOC_110325A

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110325 ----- M5310C R54115 1 03/25/11 09:20 AM 03/25/11

LCS-45596 ----- M5310C 45596 1 03/25/11 09:38 AM 03/25/11

MB-45596 ----- M5310C 45596 1 03/25/11 10:21 AM 03/25/11

1103173-02B HLSF-0143-HMW-011-0311 M5310C 45596 1 03/25/11 11:35 AM 03/25/11

1103173-04B HLSF-0143-HMW-038-0311 M5310C 45596 1 03/25/11 11:55 AM 03/25/11

1103173-05B HLSF-0143-HMW-138-0311 M5310C 45596 1 03/25/11 12:14 PM 03/25/11

1103173-01B HLSF-0143-HMW-043-0311 M5310C 45596 1 03/25/11 02:13 PM 03/25/11

1103173-04B MS HLSF-0143-HMW-038-0311MSM5310C 45596 1 03/25/11 02:55 PM 03/25/11

1103173-04B MSD HLSF-0143-HMW-038-0311MSDM5310C 45596 1 03/25/11 03:16 PM 03/25/11

CCV-110325 ----- M5310C R54115 1 03/25/11 03:34 PM 03/25/11
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DHL Analytical Date: 04/04/11

Lab Order: 1103173
Client: Zia Engineering & Environmental
Project: HELSTF Chromate Spill Groundwater

Sequence Report
Run ID: UV/VIS_2_110323B

Sample ID Client Sample ID Test Number Batch ID Dilution Analysis Date Prep Date
ICV-110323 ----- M3500-Cr D R54056 1 03/23/11 10:32 AM

MB-45557 ----- M3500-Cr D 45557 1 03/23/11 10:32 AM 03/23/11

LCS-45557 ----- M3500-Cr D 45557 1 03/23/11 10:32 AM 03/23/11

LCSD-45557 ----- M3500-Cr D 45557 1 03/23/11 10:32 AM 03/23/11

1103174-03D MS ----- M3500-Cr D 45557 1 03/23/11 10:32 AM 03/23/11

1103174-03D MSD ----- M3500-Cr D 45557 1 03/23/11 10:32 AM 03/23/11

1103173-01D HLSF-0143-HMW-043-0311 M3500-Cr D 45557 1 03/23/11 10:32 AM 03/23/11

1103173-02D HLSF-0143-HMW-011-0311 M3500-Cr D 45557 1 03/23/11 10:32 AM 03/23/11

1103173-04D HLSF-0143-HMW-038-0311 M3500-Cr D 45557 1 03/23/11 10:32 AM 03/23/11

1103173-05D HLSF-0143-HMW-138-0311 M3500-Cr D 45557 1 03/23/11 10:32 AM 03/23/11

CCV1-110323 ----- M3500-Cr D R54056 1 03/23/11 10:32 AM
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