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Test Interfacial Tension

STD_ID Analysis TYPE Units Ref. Value Result Repro. Z_Score Date

Method ASTM D 971

Hexane/Water Interfacial Tension LCS nM/m 47 48.7 4.70 1.0 6/22/11

Test Surface Tension

STD_ID Analysis TYPE Units Ref. Value Result Repro. Z_Score Date

Method ASTM D 1331

DI-H2O Surface Tension LCS nM/m 72 70.7 7.20 -0.5 6/22/11

Z Score equals difference/method reproducibility standard deviation.  CCV: Calibration Verification,  LCS: Laboratory 
Control Sample, ERS: External Reference Material
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