
04-Oct-2011

ALS Laboratory Group
Amy Wolf

Dear Amy,

Re: KAFB-BFF 3Q11 Work Order: 1108984

Fax: (970) 490-1522
Tel: (800) 443-1511

225 Commerce Drive
Fort Collins, CO  80524

ALS Environmental received 2 samples on 30-Aug-2011 09:35 AM for the analyses presented in the 
following report.

Project Manager
Nicole Brown
Electronically approved by: Mary K. Knowles

Certificate No: T104704231-09A-TX

This is a REVISED REPORT.  Please see the Case Narrative for discussion concerning this revision.

The total number of pages in this revised report is 11.

Regards,

ADDRESS 10450 Stancliff Rd, Suite 210  Houston, Texas 77099-4338 | PHONE (281) 530-5656 | FAX (281) 530-5887
ALS GROUP USA, CORP  Part of the ALS Laboratory Group  A Campbell Brothers Limited Company



Date: 04-Oct-11ALS Environmental

Project: KAFB-BFF 3Q11
Client: ALS Laboratory Group

Work Order: 1108984
Work Order Sample Summary

Lab Samp ID Client Sample ID Collection DateTag Number Date ReceivedMatrix Hold
1108984-01 116028-C Water 8/24/2011 13:00 8/30/2011 09:35
1108984-02 106028-C Water 8/24/2011 11:00 8/30/2011 09:35
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Date: 04-Oct-11ALS Environmental

Project: KAFB-BFF 3Q11
Client: ALS Laboratory Group

Work Order: 1108984
Case Narrative

In the original report for these two samples, the compound 1,2-Dibromoethane was 
mistakenly reported as non detected. This was due to a difference in the normal retention time 
window, where the compound was missed by the analyst. The data was compared to results 
obtained by the Ft. Collins, CO ALS and found to differ. The data was re-evaluated and the 
missed peaks were re-calculated from the original run. That data is contained within this 
revised report.

The samples 116028-C and 106028-C are E flagged because the value is above the 
quantitation range. Therefore, the results are estimated.
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Project: KAFB-BFF 3Q11
Sample ID: 116028-C
Collection Date: 8/24/2011 01:00 PM Matrix: WATER

Analyses Result Qual Units Date Analyzed
Report 
Limit

Client: ALS Laboratory Group
Work Order: 1108984

Dilution 
Factor

Lab ID: 1108984-01

ALS Environmental Date: 04-Oct-11

EDB-DBCP SW8011 Analyst: GWKPrep Date: 9/7/2011
1,2-Dibromoethane E 9/8/2011 07:19 PM0.000017 mg/L 10.054
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Note: See Qualifiers Page for a list of qualifiers and their explanation.



Project: KAFB-BFF 3Q11
Sample ID: 106028-C
Collection Date: 8/24/2011 11:00 AM Matrix: WATER

Analyses Result Qual Units Date Analyzed
Report 
Limit

Client: ALS Laboratory Group
Work Order: 1108984

Dilution 
Factor

Lab ID: 1108984-02

ALS Environmental Date: 04-Oct-11

EDB-DBCP SW8011 Analyst: GWKPrep Date: 9/7/2011
1,2-Dibromoethane E 9/8/2011 07:40 PM0.000017 mg/L 10.057
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Note: See Qualifiers Page for a list of qualifiers and their explanation.



Date: 04-Oct-11ALS Environmental

Project: KAFB-BFF 3Q11

Client: ALS Laboratory Group
Work Order: 1108984

QC BATCH REPORT

Batch ID: 55214 Instrument ID ECD_9 Method: SW8011

Qual
RPD 
Limit

Analysis Date: 9/8/2011 06:16 PM

Prep Date: 9/7/2011

Analyte Result %REC %RPD

Units: µg/L

PQL

Client ID: SeqNo: 2522577

MBLK

Run ID: ECD_9_110908A

SPK Val
SPK Ref 

Value
RPD Ref 

Value
Control 

Limit

DF: 1

Sample ID: EBLKW1-110907-55214

1,2-Dibromoethane 0.020ND

Qual
RPD 
Limit

Analysis Date: 9/8/2011 06:37 PM

Prep Date: 9/7/2011

Analyte Result %REC %RPD

Units: µg/L

PQL

Client ID: SeqNo: 2522578

LCS

Run ID: ECD_9_110908A

SPK Val
SPK Ref 

Value
RPD Ref 

Value
Control 

Limit

DF: 1

Sample ID: ELCSW1-110907-55214

000.21,2-Dibromoethane 106  60-1400.0200.2126

Qual
RPD 
Limit

Analysis Date: 9/8/2011 06:58 PM

Prep Date: 9/7/2011

Analyte Result %REC %RPD

Units: µg/L

PQL

Client ID: SeqNo: 2522579

LCSD

Run ID: ECD_9_110908A

SPK Val
SPK Ref 

Value
RPD Ref 

Value
Control 

Limit

DF: 1

Sample ID: ELCSDW1-110907-55214

0.212600.21,2-Dibromoethane 107  60-140 200.020 0.970.2147

The following samples were analyzed in this batch: 1108984-01A 1108984-02A
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Note: See Qualifiers Page for a list of Qualifiers and their explanation.



ALS Environmental Date: 04-Oct-11

QUALIFIERS, 
ACRONYMS, UNITS

Project: KAFB-BFF 3Q11
Client: ALS Laboratory Group

WorkOrder: 1108984

Units Reported   Description 

Qualifier             Description

Acronym             Description 

Milligrams per Litermg/L

Value exceeds Regulatory Limit*
Not accrediteda
Analyte detected in the associated Method Blank above the Reporting LimitB
Value above quantitation rangeE
Analyzed outside of Holding TimeH
Analyte detected below quantitation limitJ
Manually integrated,  see raw data for justificationM
Not offered for accreditationn
Not Detected at the Reporting LimitND
Sample amount is > 4 times amount spikedO
Dual Column results percent difference > 40%P
RPD above laboratory control limitR
Spike Recovery outside laboratory control limitsS
Analyzed but not detected above the MDLU

Detectability Check StudyDCS

Method DuplicateDUP

Laboratory Control SampleLCS

Laboratory Control Sample DuplicateLCSD

Method BlankMBLK

Method Detection LimitMDL

Method Quantitation LimitMQL

Matrix SpikeMS

Matrix Spike DuplicateMSD

Post Digestion SpikePDS

Practical Quantitation LimitPQL

Serial DilutionSD

Sample Detection LimitSDL

Texas Risk Reduction ProgramTRRP
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ALS Environmental

Sample Receipt Checklist

Client Name: ALS CO

Work Order: 1108984

Date/Time Received: 30-Aug-11 09:35

Received by: PMG

Checklist completed by
eSignature Date

Reviewed by:
DateeSignature

Matrices: Water
Carrier name: FedEx

Shipping container/cooler in good condition? Yes No Not Present

Custody seals intact on shipping container/cooler? Yes No Not Present

Custody seals intact on sample bottles? Yes No Not Present

Chain of custody present? Yes No

Chain of custody signed when relinquished and received? Yes No

Chain of custody agrees with sample labels? Yes No

Samples in proper container/bottle? Yes No

Sample containers intact? Yes No

Sufficient sample volume for indicated test? Yes No

All samples received within holding time? Yes No

Container/Temp Blank temperature in compliance? Yes No

Yes No No VOA vials submittedWater - VOA vials have zero headspace?

Water - pH acceptable upon receipt? Yes No N/A

Temperature(s)/Thermometer(s): 5.9c

Login Notes:

002

Cooler(s)/Kit(s): Small B/W

31-Aug-11 01-Sep-11 Salvador A. Yanez  Nicole Brown

pH adjusted? Yes No N/A
pH adjusted by:  

CorrectiveAction:

Comments:

Client Contacted: Date Contacted: Person Contacted:

Contacted By: Regarding:
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